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A  STUDY  OF  CANDIDATE  REPUCEHENT  HATBRIALS  FOR  DOF 


IN  FILTER-TESTING  PENETROMETER  MACHINES. 


1.  INTRODUCTION. 

1.1  Background. 

The  properties  and  environmental  hazards  of  OOP  (dioctyl  phthalate) 
are  given  in  Appendix  A  from  Reference  1,  DOP  is  known  by  many  synonyms, 
including: 

•  di  (2-ethylhexyl )  phthalate; 

•  bis  (2-ethylhexyl)  phthalate; 

e  di-sec-octyl  phthalate; 

e  phthalic  acid; 

•  bis  (2-ethy ihexyl )  ester; 

e  di  (2-ethylhexyl)  orthophthalate; 

•  1,2  benze'.adicarboxylic  acid  (bis  (2-ethylhexyl)  ester). 

The  chemical  formula  of  DOP  is 


C6H4 ( C00CH2CH ( C2H5 ) ( CH2 ) 3CH3 ) 2 . 


For  many  decades  DOP,  a  common  industrial  plasticizer  with  many 
uses,  has  been  used  by  the  U.S.  Array  and  ether  agencies  to  simulate  aerosol 
behavior  in  the  performance  of  non-destructive  gas  mask  and  filter 
servicability  testing  and  vehicle  or  shelter  penetration/vulnerability  tests. 
Filter  testing  with  OOP  has  become  completely  standardized,  and  hundreds  of 
penetrometer  machines  have  been  fabricated  from  standard  plans  and  have 
been  put  into  service  at  dozens  of  locations  worldwide. 

During  1985  and  1966,  concern  continued  to  grow  that  DOP  was  a 
potential  carcinogen.  The  U.S.  Array  Surgeon  General  decided  to  take  the 
position  that  OOP  is  to  be  considered  a  suspect  carcinogen,  and  in  April  of 
1986  instructions  were  issued  to  Army  commands  stating  that  testing  with 
DOP  would  be  placed  under  tight  controls  (Appendix  B). 

Workers  occupationally  exposed  to  DOP  aerosols  and  liquid  were 
ordered  to  be  taken  under  medical  surveillance,  to  be  issued  approved  per¬ 
sonal  protective  equipment  if  warranted,  to  be  subject  to  engineering  con¬ 
trols  to  reduce  their  exposures,  and  to  have  industrial  hygiene  assessments 
provided  of  their  exposures. 


Workers  were  to  be  formally  advised  of  the  risks  associated  with 
working  with  DOP.  Work  areas  were  to  be  labeled  as  "Cancer  Suspect  Agent 
Areas",  and  access  was  to  be  limited  only  to  authorized  personnel.  U.S. 

Army  Armament,  Munitions  and  Chemical  Command  (AMCCOM)  organizations  were 
were  required  to  provide  that  headquarters  with  seven  different  kinds  of 
compliance  information. 

These  actions  placed  severe  restrictions  upon  routine,  100%  quality 
assurance  testing  and  assessment  of  filters  and  other  equipment. 

Accordingly,  Engineering  Study  Proposal  (ESP)  FI-7-8860,  "Alternative  for 
OOP" ,  was  issued  by  Product  Assurance  Directorate  (PAD),  AMCCOM,  containing 
the  following  statement  of  the  problem: 

"Due  to  the  potential  health  hazard  in  using  DOP  for  aerosol 
testing,  it  is  recommended  that  an  Engineering  Study  be  undertaken  to  iden¬ 
tify  alternative  material (s)  from  which  can  be  generated  stable  and  safe 
(does  not  present  potential  health  problem)  monodispersed  aerosol.  In 
addition,  test  parameters  for  all  affected  test  specifications  shall  be 
revised  to  insure  proper  quality  insurance  when  testing  with  the  new 
material (s) 

The  objective  and  proposed  solution  of  the  study  program  was  "to 
remove  the  chemical  dioctyl  phthalate  (DOP)  from  penetration  test  equipment 
and  specifications  and  provide  a  relatively  innocuous  substitute  with  mini¬ 
mal  impact  to  existing  hardware". 

The  problem  was  assigned  to  scientists  of  the  Physics  Division  (PD), 
Research  Directorate  (RD),  U.S.  Army  Chemical  Research,  Development  and 
Engineering  Center  (CRDEC),  for  program  planning  and  execution  beginning  in 
FY1988  and  ending  several  months  into  FY1989.  Following  meetings  between 
PD  and  Product  Assurance  Directorate  (PAD)  representatives,  a  test  plan  was 
developed  and  approved  (Appendix  C). 

1 .2  The  Test  Plan. 

The  test  plan  includes  a  statement  of  work  to  be  performed  by 
.research  Directorate  (RD)  scientists.  It  provides  for  the  availability  of 
penetrometer  machines,  the  selection  of  candidate  replacement  materials  for 
DOP  based  upon  their  toxicology,  physical  properties,  cost,  and  other 
factors,  and  the  screening  of  these  materials  leading  to  the  recommendation 

that  one  (or  more)  of  them  be  evaluated  at  PAD  using  testing  machines 

including  the  Q127,  the  Q107,  and  the  Q76  (or  the  equivalent  Q233). 

1.2.1  The  Penetrometer  Machines. 

The  Test  Plan  provides  that  assessments  of  candidate  replacement 
materials  for  DOP  could  be  carried  out  concurrently  using  two  different 
kinds  of  respirator  canister  HEPA  filter  testing  or  penetrometer  machines; 

e  The  Q127  penetrometer  machine  (Appendix  D); 

e  The  "LAMAPP"  prototype  penetrometer  machine  (Appendix  E). 
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LAMAPP  is  an  acronym  for  **Los  Alamos  Monodispersed  Aerosol 
Prototype  Penetrometer".  This  cart-mounted,  prototype  system  was  designed 
and  built  for  PAD  under  contract  with  the  Los  Alamos  National  Laboratory. 

It  incorporates  state-of-the-art  technology  including  cold*aerosol 
generation  (a  heated  reservoir  or  "pot”  is  not  used). 

The  LAMAPP  system  incorporates  a  "LAS-X"  Laser  Aerosol 
Spectrometer  (Appendix  E),  which  measures  particle  count  mean  diameter 
(CMD)  of  sampled  aerosols  in  four  ranges  between  O.OSpm  and  S.OOpm. 

Fifteen  channels  of  size  resolution  are  provided  in  each  channel.  The 
LAS-X  is  connected  to  a  small  computer  which  is  programmed  to  compute  the 
geometric  standard  deviation  (6SD)  of  a  given  sample  aerosol  and  to  print 
out  a  graphical  representation  of  the  aerosol  size  distribution  with  a 
table  of  data  which  includes  the  CMO  and  6SD. 

Many  examples  of  printouts  from  the  LAS-X/computer  system  are 
included  in  Appendix  I  of  this  report.  The  Engineering  Study  Proposal 
(ESP)  stated  that  the  desired  result  is  a  test  aerosol  or  smoke,  to  replace 
OOP,  having  a  CMD  of  0.3pm,  a  mass  concentration  of  100  mg/m^,  and  a  OSD 
equal  to  or  less  than  1.3.  OSD  is  often  referred  to  as  Cn,  pronounced 
"sigma  g". 

By  using  suitable  aerosol  dilution  equipment  in  the  RD  studies,  it 
has  been  possible  to  employ  the  LAS-X/computer  system  not  only  to  monitor  CMD 
and  OSD  or  Og  of  aerosols  generated  by  the  LAMAPP,  but  those  generated  by  a 
qi27  machine  as  well.  In  this  way  comparable  data  are  obtained  from  both 
machines,  and  the  performance  of  the  Q127  can  be  checked  against  values 
of  particle  size  indicated  by  the  "Owl”  nephelometer,  which  has  been  stan¬ 
dard  on  the  Q127  for  many  decades  (Appendix  D), 

Only  brief,  introductory  information  has  been  given  here  concern¬ 
ing  the  penetrometer  machines  used  in  this  program.  These  machines  are 
described  in  greater  detail  in  Appendixes  D  and  E.  A  detailed  discussion 
of  the  experimental  facility  is  given  in  Section  2.0. 

1.2.2  Selection  of  Candidate  Materials. 

1.2. 2.1  Toxicological  Properties  of  POP  and  Candidate  Materials. 

B.V.  Gerber,  a  co-author  of  the  present  report,  has  considered  in 
detail  the  toxicology  data  base  of  the  polyethylene  glycols  in  a  careful 
investigation  of  candidate  replacement  materials  for  D0P.2  His  paper. 
Reference  2,  which  is  reproduced  in  Appendix  F  here,  contains  many  refer¬ 
ences  to  publications  bearing  on  the  toxicity  of  DOP  and  of  potential 
replacement  materials. 

Gerber  relates  that  on  October  15,  1980,  the  National  Cancer 
Institute  reported  bioassay  duta  on  rats  and  mice  indicating  that  DOP 
causes  increased  incidence  of  hepatocellular  carcinomas  or  neoplastic  nod¬ 
ules  in  rats  and  hepatocellular  carcinomas  or  adenomas  in  mice. 

The  U.S.  Occupational  Safety  and  Health  Administration  (OSHA)  subse¬ 
quently  classified  DOP  as  a  Category  I  potentiul  carcinogen,  requiring  that  if 
there  are  substitutes  available  that  are  less  hazardous  to  humans  than  DOP 
there  shall  be  no  occupational  exposure  to  DOP.  The  use  of  DOP  would  be 
precluded  wherever  the  practicability  of  a  replacement  could  be 
demonstrated.  11 


Toxicological  properties  of  candidate  materials  thus  became  of 
paramount  importance  in  the  present  study.  Classes  or  families  of  materi¬ 
als  known  to  be  relatively  innocuous  had  to  be  screened  for  possible 
candidates,  which  at  the  same  time  had  physical  properties  such  that  they 
could  produce  acceptable  aerosols  in  testing  machines,  and  ideally  had 
other  inducements  to  their  use  such  as  low  cost. 

Material  Safety  Data  Sheets  (MSOS)  were  compiled  for  promising 
materials,  which  included  fitraight-chain  saturated  hydrocarbons  (cosanes), 
moderately  branched-chain  saturated  hydrocarbons,  fatty  acids,  fatty  acid 
esters,  and  glycols.  The  MSDS  indicated  that  virtually  all  of  these  mate¬ 
rials  were  classed  as  leaving  very  low  toxicity  to  humans.  Many,  in  fact, 
were  approved  for  use  in  foods  and  cosmetics.  But  virtually  no  data  were 
found  to  exist  concerning  the  inhalation  toxicity  to  humans  of  these  mate¬ 
rials  when  breathed  as  fine  aerosols  or  smokes. 

It  was  recognized  that  military  fog  oils  comprise  large  fractions 
of  hydrocarbon  materials  including  those  of  interest  as  DOP  replacement 
candidates.  Extensive  studies  have  been  carried  out  on  the  inhalation 
toxicities  of  fog  oil  and  related  aerosols,  and  a  final  report  has  been 
drafted  which  was  obtained  and  reviewed. 3  This  report  indicates  that  fog  oil 
contains  a  great  many  impurities,  and  that  the  impurities  themselves  proba¬ 
bly  contribute  very  significantly  to  the  toxicity  of  fog  oil  smokes.  Thus, 
nothing  relevant  to  the  OOP  replacement  problem  concerning  the  human  toxic¬ 
ity  of  oil  aerosols  could  be  applied  to  the  present  study  from  Reference  3. 

White,  et  al,^  independently  carried  out  toxicological  screening 
of  candidate  DOP  replacement  materials  in  support  of  the  present  program.  A 
brief  summary  of  their  methodology  and  findings  is  presente'^  in  Appendix  0. 
They  also  carried  out  and  reported**  candidate  screening  based  on  the  physi¬ 
cal  (and  chemical)  properties  of  various  materials,  as  discussed  in 
Appendix  H.  and  in  the  next  section  of  the  present  report. 

Although  some  classes  of  materials  identified  by  White,  et  al ,  as 
viable  candidates  for  DOP  replacement  have  been  experimentally  investigated 
in  the  present  work,  little  is  known  about  the  toxicological  properties  of 
many  other  materials  including  some  of  the  most  promising  ones  reported  here. 

Thus,  in  the  final  analysis,  the  procedure  that  must  be  adopted  to 
find  the  best  and  safest  material (s)  to  replace  DOP  in  filter  penetrometer 
testing  is  a  two-fold  one; 

e  Find  that  material  or  those  materials  that  work  best  in  the 
Q127  and  LAMAPP  machines  from  the  standpoints  of  reproducible  particle 
size,  size  distribution,  smoke  concentration,  availability,  and  cost; 

*  Subject  the  material (s)  to  rigorous  toxicological  screening, 
while  at  the  same  time  carrying  out  replacement  testing  in  production 
and/or  product  assurance  facilities,  using  appropriate  safety  precautions, 
so  that  final  approval  for  use  of  the  material(s)  to  replace  DOP  will  be 
automatic  when  toxicological  approval  is  received;  should  there  be  problems 
other  than  toxicological  ones  with  the  replacement  materials),  this  can 
only  be  determined  during  long-term  testing  at  the  facilities  indicated. 
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Many  physical  properties  appear  to  play  some  role  in  the  behavior 
of  candidate  materials  when  they  are  used  in  filter  penetrometer  machines 
such  as  the  Q127.  Among  these  physical  properties  are  vapor  pressure,  sur¬ 
face  tension,  viscosity,  and  density. 

At  the  outset  of  the  present  program,  regularly-scheduled  meetings 
were  held  by  the  authors  and  their  co-workers  for  the  purpose  of  compiling 
physical  property  data  for  many  potential  candidate  materials  and  comparing 
these  to  data  for  OOP.  The  potential  candidate  materials  were  selected  init¬ 
ially  from  those  for  which  a  CROEC  database  already  existed. 

Table  1  shows  comparisons  with  physical  properties  of  DOP  for  sev¬ 
eral  materials  which  are  identified  at  the  bottom  of  the  table.  First, 
second,  and  third  choices  are  shown,  based  on  a  computer  matching  and  rank¬ 
ing  program,  for  vapor  pressure  and  for  combinations  of  vapor  pressure  with 
other  properties.  The  numbers  are  an  indication  of  how  good  the  physical 
property  matches  are  to  DOP.  A  value  of  1.00  would  indicate  a  perfect  match. 
Tetraethylene  glycol  is  seen  to  be  a  promising  candidate,  based  on  the 
available  data  and  the  constraints  of  the  exercise. 

Table  2  shows  best  fits  of  physical  property  data  from  among  many 
potential  candidate  materials  considered;  here,  only  one  property  is  con¬ 
sidered  at  a  time.  Di isooctyl  phthalate  is  seen  to  give  a  better  match 
with  OOP  than  other  materials  for  several  physical  properties,  but  its 
structural  similarity  to  DOP  (dioctyl  phthalate)  itself  suggests  that  it 
also  is  likely  to  have  unpromising  toxicological  properties. 

Figure  1  presents  a  Clausius-Clapeyron  plot  for  several  potential 
candidate  materials,  relating  the  logarithm  of  vapor  pressure  to  the  reciprocal 
of  absolute  temperature  in  degrees  Kelvin.  The  upper  scale  on  the  abscissa  also 
gives  temperature  in  degrees  Celsius.  The  negative  slope  of  the  curve  for 
each  material  corresponds  to  its  heat  of  vaporization  divided  by  the  gas 
constant.  Such  curves  are  readily  constructed  if  vapor  pressures  for  a  given 
material  are  known  at  two  or  more  temperatures. 

In  Figure  1,  it  can  be  seen  that  the  curve  for  DOP  lies  below  the 
others,  indicating  that  DOP  has  a  lower  vapor  pressure  at  a  given  temperature 
than  the  other  materials  shown.  As  the  molecular  weight  increases  in  a  family 
of  candidate  chemical  compounds,  the  vapor  pressure  decreases.  Thus  as  the 
carbon  chain  length  in  capric,  lauric  and  myristic  acids  increases  from  C  s  io  to 

12  to  14,  respectively,  the  curves  in  Figure  1  for  these  acids  approach  the  lower 

curve  for  DOP. 

This  simple  analysis  suggests  that  as  the  fatty  acid  carbon  chain 
length  increases  a  better  match  is  made  with  the  vapor  pressure  characteristics 
of  DOP.  Thus  palmitic  acid  (C  *16)  or  stearic  acid  (C  3  18),  which  are  not 

shown  in  Figure  1,  should  most  closely  match  DOP  in  this  respect.  But  the 

fatty  acids  just  discussed  are  all  solids  at  room  temperature;  their  melting 
points  range  from  SI^C  for  capric  acid  to  68OC  for  stearic  acid.  As  their  vapor 
pressure  characteristics  become  more  like  those  of  DOP,  they  become  increasingly 
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Table  1.  Comparisons  of  Physical  Properties  of 


Candidate 

Materials  with 

OOP. 

Properties 

1st  Choice 

2nd  Choice 

3rd  Choice 

Vap  Press 

Tris 

Hexa  Gly 

Bis 

1 .03 

1.80 

3.55 

Vap  Press, 

Viscosity 

Tris 

Seb 

5.61 

6.15 

Viscosity, 

Surf 

Tens 

Tetra  Gly 

Seb 

Oleic 

Acid' 

1.63S 

1.95 

2.035 

Viscosity, 

Boi  1 

Pt 

Tetra  Gly 

Seb 

Oleic 

Acid 

1.50 

1.96 

2.06 

Viscosity, 

Boil 

Pt,  Density 

Tetra  Gly 

Seb 

Oleic 

Acid 

1.53 

1.965 

2.08 

Viscosity, 

Boi  1 

Pt,  Density, 

Tris 

Bis 

Vap  Press, 
Refr  Index 

Surf 

Tens,  Mol  Wt, 

5.64 

6.285 

Viscosity, 

Surf 

Tens,  Boil  Pt 

Tetra  Gly 

Seb 

Oleic 

Acid 

1.69 

2.00 

2.06 

Viscosity, 

Surf 

Tens,  Vap  Press 

Tris 

Seb 

5.615 

6. 2d 

where;  Bis  »  Bis  ( 2-Ethyl  hexyl )  Phosphate 

Tris  a  Tris  ( 2-Ethyl  hexyl )  Phosphate 

Seb  a  Di  (2-Ethylhexyl )  Sebacate  (or  ''DOS",  Dioctyl  Sebacate) 

Tetra  Gly  *  Tetraethylene  Glycol 

_ Hexa  Glv  a  Hexaethvlene  Glvcol _ 


Table  2.  Best  Pit  Compounds  for  DOP 


Properties 

1st  Choice 

2nd  Choice 

3rd  Choice 

Normal  Boiling  Point 

1 -Octadecanethiol 

Tris 

Di  Iso 

Surface  Tension 

Bis 

Oleic  Acid 

Di  Butyl 

Density 

Di  Iso 

Bis 

Di  Butyl 

Viscosity 

Di  Iso 

Tris 

Tetra  Gly 

Molecular  Weight 

Oi  Iso 

Hexa  Gly 

Tris 

Vapor  Pressure 

Diethyl  Phthalate 

Tris 

Bis 

where;  abbreviations  are  as  in  Table  1,  except; 

Di  Iso  a  Di isooctyl  Phthalate 

Di  Butvl  a  Dibutvl  Phthalate 
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Figure  1.  Clausius-Clapeyron  Plot:  OOP  and  Some  Candidate 
Replacement  Materials. 


16 


difficult  to  work  with.  They  will  melt  in  the  Q127  machine  pot  and  will 
vaporize,  but  the  recondensation  aerosols  that  they  produce  will  become  increas¬ 
ingly  unpredictible  with  increasing  chain  length  and  melting  point.  They  will 
not  produce  aerosols  at  all  in  the  LAMAPP  machine  pot  (Appendix  E),  which 
operates  at  room  temperature. 

It  is  much  easier  to  work  with  candidate  materials  that  are  liquids  at 
room  temperature.  But  such  materials  usually  have  two  characteristics  that  are 
undesirable: 

a  they  are  unsaturated:  i.e.,  they  contain  C:C  double  bonds  that  are 
sites  for  chemical  attack  leading  to  instability  with  aging,  especially  at  ele¬ 
vated  temperatures;  rancidity  and  fungus  growth  could  result; 

a  their  carbon  chains  are  branched,  rather  than  straight,  as  for  the 
fatty  acids  just  discussed;  this  increasingly  complex  structure  increases  the 
probability  that  human  toxicological  problems  will  be  encountered  in  their  use. 

This  analysis  leads  to  the  understanding  that  the  search  for  materials 
to  replace  OOP  will  involve  many  compromises;  indeed  this  is  always  the  case 
when  simulants  are  sought  and  used  for  any  potentially  toxic  materials  so  that 
testing  can  be  carried  out  safely. 

Figure  1  suggests  how  compromises  might  be  made  to  find  a  simulant  for 
DOP  to  use  in  the  Q127  machine.  Suppose,  for  example,  that  the  Q127  machine  pot 
is  normally  maintained  at  ISQOC  (shown  on  the  upper  abscissa  scale  in  Figure  1) 
when  it  contains  DOP.  This  corresponds  to  an  ordinate  value  of  -1.3,  or  a  DOP 
vapor  pressure  of  0.050  mm  Hg.  Moving  horizontally  to  the  right  at  the  -1.3 
ordinate  value,  we  encounter  the  myristic  acid  curve  at  a  temperature  of  about 
lOOoc.  This  indicates  that  we  should  obtain  the  same  vapor  pressure  with 
myristic  acid  at  a  pot  temperature  of  about  lOOOC  that  we  would  obtain  with  DOP 
at  160OC. 

There  are  other  complications.  For  example,  the  Q127  machine  pot 
temperature  might  not  be  conveniently  adjusted  to  a  temperature  as  low  as  lOOOC. 
Even  if  this  were  possible,  the  acid  might  not  recondense  into  an  aerosol  under 
conditions  achievable  using  other  Q127  machine  settings,  or  it  might  not  yield 
an  aerosol  with  the  specifications  given  here  in  Paragraph  1.2.1.  Even  if  the 
acid  works,  it  will  still  freeze  during  shut-down  in  the  Q127  machine  pot  and 
fittings,  because  its  melting  point  is  62®C.  Its  inhalation  toxicological 
properties  would  still  remain  to  be  investigated. 

In  Paragraph  1.2.1.  it  was  stated  that  the  desired  characteristics  of  a 
test  aerosol  are  a  CMD  of  O.Spm,  a  target  mass  concentration  of  100  mg/m3,  and  a 
GSD  (Og)  equal  to  or  less  than  1.3.  The  mass  concentration  of  an  aerosol  in 
milligrams  per  cubic  meter  is  given  by  the  equation: 


mg/m^  »  n  x  10“^  p  N  dJ^ 
6 


(1) 
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where  p  is  the  density  of  the  material,  N  is  the  aerosol  particle  population  per 
cubic  centimeter,  and  Ojjkji  is  the  particle  diameter  in  micrometers.  In  Figure  2, 
Equation  1  is  plotted  for  unit  density  spheres  for  the  target  CMD  of  0.3um,  and 
for  two  other  particle  diameters.  It  is  seen  that  as  the  aerosol  mass  concen¬ 
tration  approaches  the  target  value  of  100  mg/m3,  the  number  of  0.3pm  particles 
per  cubic  centimeter  approaches  7  x  106,  and  is  well  in  excess  of  10*^  for  0.2pm 
particles. 

Populations  as  large  as  these  exceed  the  operating  range  in  which  par¬ 
ticle  sizing  spectrometers  such  as  the  LAS-X  (Appendix  E)  operate 
quantitatively.  For  example,  the  LAS-X  can  count  only  1.7  x  10^  particles  with 
90%  accuracy  in  a  one  cubic  centimeter  sample  per  second.  Thus  a  dilution  of 
several  hundred  times  would  be  required  to  sample  accurately  the  aerosol  deliv¬ 
ered  to  a  Q127  machine  canister  test  chuck  at  100  mg/m3.  In  the  work  reported 
here,  such  aerosol  dilutions  were  made  routinely  using  precision  equipment. 

A  broader  discussion  of  the  physical  property  screening  of  candidate 
OOP  replacement  materials  is  given  in  Appendix  H. 

1.2. 2. 3  Candidate  Material  Costs  and  Other  Factors. 

All  other  factors  are  secondary  to  the  toxicological  properties  of 
candidate  replacement  materials.  The  environmental  hazards  associated 
with  the  use  of  OOP  have  dictated  the  current  problems  which,  in  some  cases, 
have  actually  closed  down  filter  testing  operations.  Obviously,  a  success¬ 
ful  replacement  material  must  have  acceptable  toxicological  properties  and 

small  environmental  impact,  regardless  of  the  cost. 

% 

But  cost  becomes  an  important  consideration  if  more  than  one 
replacement  material  for  OOP  can  be  found.  If  the  competing  materials  are 
otherwise  comparable  in  producing  test  smokes  (aerosols)  that  meet  the  crite¬ 
ria  of  Paragraph  1.2.1  ,  and  have  acceptably  low  toxicities  and  environ¬ 
mental  impact,  cost  could  well  become  the  deciding  factor.  A  replacement 
material  having  a  cost  of  about  a  dollar  per  pound,  like  OOP,  could  replace 
OOP  in  hundreds  of  penetrometer  machines  now  operating  worldwide  with  mini¬ 
mum  economic  impact. 

Other  factors  which  must  be  considered  in  choosing  a  material  to 
replace  OOP  are: 

•  the  impact  of  a  new  material  upon  existing  testing  hardware 
must  be  minimal ; 

e  machine  maintenance;  it  is  undesirable  to  use  a  material  that 
will  clog  the  tester  and/or  will  support  fungus  growth; 

•  destructive  vs.  non-destructive  testing;  OOP  penetration 
testing  is  considered  non-destructive,  and  a  new  material  must  also  be  non¬ 
destructive  in  the  sense  that  it  will  not  damage  filters  in  standard  test 
aerosol  concentrations  (even  OOP  might  damage  filters  in  massive 
concentrations) ; 

•  a  new  material  must  exhibit  adequate  stability  and  aging 
characteristics. 
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NUMBER  OF  AEROSOL  PARTICLES  PER  CM3 


Figure  2.  Plot  of  Equation  1  for  Unit  Density  Spheres. 


Thus  the  selection  of  a  successful  replacement  material  for  OOP, 
or  the  prioritization  of  usable  materials  if  more  than  one  is  identified* 
is  an  exercise  that  can  be  facilitated  by  considering  a  matrix  of  proper¬ 
ties  like  that  shown  in  Table  3. 


Table  3.  OOP  Replacement  Selection  Matrix. 


Selection 

Prioritv 

Hypo¬ 

thetical 

Material 

Toxicitv? 

How  Well 

Coes  it  Work 
in  Testers? 

Cost  per 
Pound? 

1. 

A 

very  low 

barely 

adequately 

high 

2. 

B 

low 

adequately 

very  high 

3. 

C 

borderline 

very  well 

low 

4. 

0 

significant 

perfectly 

very  low 

2.  EXPERIMENTAL  FACILITY. 

Bldg.  E3348  in  the  Edgewood  Area  of  Aberdeen  Proving  Ground  was  outfit¬ 
ted  for  the  experimental  investigations  required  in  this  program.  A  refurbished 
Q127  penetrometer  machine  (Appendix  D)  and  the  LAMAPP  penetrometer  (Appendix  E) 
were  set  up  side-by-side  and  were  supplied  by  air  from  a  nearby  compressor. 

The  air  line  was  fitted  with  a  refrigerative  dehumidifier  to  remove  moisture  and 
other  contamination,  such  as  oil,  from  the  air  supplied  to  both  machines. 

Capillary  diluters  manufactured  by  TSI,  Incorporated  were  used  to 
sample  aerosols  from  the  Q127  machine  to  allow  direct  smoke  analysis  by  the 
LAS-X  Laser  Aerosol  Spectrometer  (Appendix  E),  and  direct  comparison  with 
aerosols  from  the  LAMAPP  machine. 

The  Model  3302  diluters  were  calibrated  for  dilution  ratios  of  100:1 
and  20:1  at  maximum  flow  rates  of  5  standard  1pm.  Each  diluter  used  a  dosed  - 
system  employing  filtered  air  from  the  original  sample  to  mix  with  and 
lower  the  concentration  of  the  aerosol  at  the  output.  The  dilution  air 
passed  through  two  in-line  HEPA  filters. 


The  closed  system  preserved  the  integrity  of  the  sample  by  main¬ 
taining  the  same  relative  humidity  and  elemental  composition.  Aerosol 
flew  through  the  system  was  monitored  by  the  pressure  gradient  across 
a  capillary  tube. 
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I.AS-X  data  from  the  Q127  machine  were  used  as  a  standard  from 
which  particle  size  indications  from  the  mechanical  "Owl"  could  be 
assessed.  Previously,  an  Owl  reading  of  2SO  had  been  used  as  an  indicator 
of  a  0.3  pm  particle  CMD  for  OOP.  Since  replacement  candidate  materials 
will  give  different  Owl  readings  for  this  particle  diameter  (monitored  by 
the  LAS-X),  the  Owl  reading  for  each  usable  candidate  must  be  recorded  so 
that  Q127  machine  operators  in  the  field,  not  having  access  to  a  LAS-X 
system,  can  reproduce  test  aerosols  having  the  proper  specifications  for 
filter  quality  testing. 

A  detailed  Standard  Operating  Procedure  (SOP)  was  prepared  and  staffed 
through  the  CRDEC  Safety  Office  and  other  elements  to  permit  machine  operation 
with  OOP  and  DOS  (which  was  added  to  the  list  of  suspected  carcinogens  after  DOP 
was),  as  well  as  with  candidate  replacement  materials.  The  SOP  included  a  pro¬ 
vision  to  age  candidate  samples  in  an  oven  at  140Oc  concurrently  with  their  use 
in  the  penetrometer  machines.  In  this  way  the  stability  and  aging  characteris¬ 
tics  of  promising  candidate  materials  could  be  studied  over  periods  ranging  from 
weeks  to  months,  even  though  their  time  of  use  in  the  machines  would  be  limited 
to  days  because  of  the  pressing  schedule  of  candidate  material  testing. 

3.  0<PERIMENTAL  TEST  PROCEDURE. 

The  LAMAPP  machine  has  several  operating  adjustments  which  affect 
particle  size  distribution,  these  being  the  flow  rates  of  the  candidate 
material  and  of  a  salt  solution  (to  produce  condensation  nuclei),  the 
aerosol/dilution  air  flow  ratio,  and  the  evaporation  tube  temperature. 

The  LAMAPP  machine  has  two  nebulizers,  one  to  generate  the  candidate 
material  aerosol  and  one  for  the  NaCl  water  solution  that  produces  the  nuclei. 
Particle  size  measurements  were  recorded  using  the  printout  feature  of  the 
HP-85  microcomputer  (Appendix  E)  whenever  the  mean  particle  size  and  dis¬ 
tribution  were  changed  by  varying  the  operating  adjustments. 

Candidate  aerosols  were  first  generated  alone,  without  nuclei,  and 
then  with  nuclei  at  gradually  increasing  concentrations  until  particle 
building  became  apparent.  Candidate  and  NaCl  concentrations  were  adjusted 
until  a  nominal  particle  size  was  achieved.  Originally  the  evaporation 
tube  temperature  was  set  at  lOOOC,  and  this  temperature  was  varied  after 
the  candidate  material  and  NaCl  solution  flows  were  adjusted  to  achieve 
optimum  particle  distribution. 

The  evaporation  tube  temperature  was  monitored  and  was  always 
kept  well  below  the  flash  point  of  the  candidate  material.  Dilution  air 
flow  was  then  varied  to  observe  effects  on  particle  size  and  distribution. 

Final  readjustments  of  all  parameters  were  made  to  achieve  target  particle 
size  and  distribution. 

Aerosol  concentrations  were  measured  at  the  test  chuck  using 
preweighed  filter  paper  inserted  for  five  minutes  at  an  air  flow  rate  of 
32  liters  per  minute. 

The  Q127  machine  operating  adjustments  for  particle  size  and  dis¬ 
tribution  include  the  pot  temperature,  the  quench  air  temperature,  and  the 
vapor  pickup  air/quench  air  flow  ratio.  The  test  aerosol  concentration  is 
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also  directly  proportional  to  the  pot  temperature.  Quench  air  entering  the 
system  was  maintained  at  ZS^C  by  a  heat  exchanger  connected  to  a  circulat¬ 
ing  water  chilling  system.  Quench  air  temperature  was  then  regulated  in¬ 
line  by  a  heating  element  controlled  by  a  Variac  variable  transformer  on 
the  control  panel,  and  the  voltage  setting  corresponding  to  each  air  tem¬ 
perature  was  noted. 

Vapor  pickup  and  quench  air  flow  rates  were  controlled  by  in-line 
flowmeters  on  the  control  panel.  The  ratio  of  quench  air  to  vapor  pickup 
air  was  shown  to  be  optimal  at  90:10  liters  per  minute;  this  ratio  yielded 
the  narrowest  particle  size  distribution  in  most  experiments.  Given  these 
flow  rates,  pot  temperature  and  quench  air  temperature  were  the  remaining 
particle  size  controlling  parameters. 

Candidate  aerosols  were  initially  generated  at  temperatures  well 
below  their  flash  points,  usually  at  a  pot  temperature  of  lOO^^C.  Concen¬ 
tration  measurements  were  taken  immediately  using  the  technique  described 
above  for  the  LAMAPP  machine. 

The  Q127  pot  temp  ':ure  was  then  adjusted  to  produce  a  target 
concentration  of  aerosol  near  100  mg/m^,  if  achievable.  Quench  air 
temperature,  for  which  the  voltage  was  initially  set  at  zero,  vtas  then 
increased  until  the  target  particle  size  was  achieved.  In  general,  the 
higher  the  quench  air  temperature,  the  larger  the  particles  produced 
(see  Table  0.1  in  Appendix  0). 

If  particles  were  found  to  be  too  large  at  the  initial  control 
settings,  the  pot  temperature  was  then  raised,  if  possible  without 
approaching  the  flash  point  of  the  candidate  material,  to  raise  the 
pot/quench  air  temperature  ratio.  This  effect  could  also  be  produced  by 
refrigerating  the  incoming  quench  air,  but  this  would  necessitate  a 
major  machine  modification  and  was  not  considered  desirable  for  this  work. 

Aerosol  particle  size  and  distribution  were  measured  by  diverting 
aerosol  flow  from  the  Owl  optical  chamber  through  the  capillary  diluter 
system  (described  in  the  previous  section  of  this  report)  and  into  the 
LAS-X  Laser  Aerosol  Spectrometer.  Sampling  was  done  downstream  of  the 
optical  chamber  to  permit  simultaneous  readings  to  be  made  using  the  Owl 
and  LAS-X  instruments. 

When  the  desired  particle  size  and  nominal  distribution  were 
achieved,  the  LAS-X  output  was  recorded  and  the  Owl  reading  was  noted  for 
future  field  operation  of  Q127  machines  in  filter  testing  with  OOP  replace¬ 
ment  materials,  as  discussed  previously.  Several  strip  chart  recorder 
printouts  for  OOP,  DOS,  and  some  candidate  materials  are  displayed  in 
Appendix  I. 
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4.  CANDIDATE  MATERIALS  TESTED  AND  RESULTS. 

4.1  General . 

More  than  two  dozen  candidate  materials  were  investigated  as 
replacements  for  OOP  in  this  research  program.  These  are  summarized  in 
Tables  4  and  5,  and  will  be  discussed  below.  Selected  but  typical  exam-^ 
pies  of  experimental  data  and  results  for  many  different  candidate  materi¬ 
als  are  presented  in  Appendix  I.  The  data  tapes  shown  in  Appendix  I  were 
obtained  from  the  LAS-X/computer  system  (Appendix  E);  this  system  was  used 
to  sample  aerosols  from  both  the  Q127  and  LAMAPP  penetrometer  machines. 
Control  settings  of  the  Q127  machine  that  were  required  to  produce  suitable 
OOP  replacement  aerosols  from  promising  candidate  materials  are  shown  in 
Table  D.2.  of  Appendix  D.  Comparable  settings  of  the  LAMAPP  machine  are 
shown  in  Table  E.1.  of  Appendix  E. 

4.2  Sources  of  Supply. 

The  candidate  materials  tested  were  obtained  either  directly  from 
primary  manufacturers,  or  from  secondary  suppliers  whose  unit  prices  ranged 
from  five  to  ten  times  those  of  the  manufacturers.  The  primary 
manufacturers,  whose  names  are  abbreviated  in  the  tables  and  text  of  this 
report,  and  their  products  are  as  follows  (other  sources  cited  are  secon¬ 
dary  suppi iers) : 

e  Humphrey  Chemical  Company  Cosanes 

7621  Devine  Street, 

P.O.  Box  32S, 

North  Haven,  Connecticut  06473 

Attnj  Mr.  Jim  Humphrey 
1-(203)-281-0012 

e  Quantum  Chemical  Corporation 

Emery  Division 
Cincinnati  Technical  Center 
4900  Este  Avenue, 

Cincinnati,  Ohio  45232 

Attn;  Mr.  Fred  Stroehlein 

Area  Sales  Representative 
1-(800)-S43-7370 
or:  Ms.  Maureen  J.  Snyder 
Technical  Service 
•  1-(613)-482-2100 

e  Quantum  Chemical  Corporation 
Emery  Division 
1200  Route  46, 

Clifton,  New  Jersey  07013 

Attn:  Ms.  Dee  Williams 

Area  Sales  Representative 
1-(201 )-773-1200 


Fatty  Acids 
Fatty  Acid  Esters 
Isostearic  Acid 


Synthetic 

Hydrocarbons 

(Poly-Alpha 

Olefins) 
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•  Witco  Chemical  Corporation 
Humko  Chemical  Division 
P.O.  Box  125, 

Memphis,  Tennessee  38101 

Attn:  Mr.  Tom  Brewer 

Area  Sales  Representative 
1  - (901 ) -320-6941 

a  Witco  Chemical  Corporation 
Sonneborn  Division 
520  Madison  Avenue, 

New  York,  New  York  10022-4236 

Attn:  Mr.  Bill  Werner 

Area  Sales  Representative 
1-(212)-605-3981 
or:  Mr.  Paul  Tietze 

Technical  Services  Manager 
1-(212)-606-3908 


Fatty  Acids 
Fatty  Acid  Esters 


Petroleum  Oils 
White  Mineral  Oils 


4.3  Available  Toxicological  Data. 

The  human  toxicities  of  all  candidate  materials  tested  are 
low  according  to  Material  Safety  Data  Sheets  (MSDS)  provided  by  the  primary 
manufacturers.  For  example,  Quantum/Emery  fatty  acids  and  fatty  acid 
esters  are  made  from  natural  oils  and  are  not  required  to  carry  warning 
labels,  while  their  synthetic  hydrocarbons  (poly-alpha  olefins)  have  been 
FDA  approved  for  indirect  food  contact.  But  the  word  "unknown"  appears  on 
the  MSDS  for  inhalation  toxicity  in  almost  every  case  where  the  entry  is 
not  simply  left  blank,  for  these  and  some  other  materials. 

Exceptions  are  the  Humphrey  MSDS  for  their  cosanes  which  show, 
for  health  hazards  via  the  inhalation  route  of  entry,  "None,  under  normal 
conditions"  for  n-octadecane  (a  solid),  but  "remove  to  fresh  air"  for  n- 
hexadecane  (a  liquid).  Generally,  the  cosanes  are  stated  to  be  mild 
irritants,  especially  to  sensitive  skin,  that  can  be  decontaminated  with 
soap  and  water  and,  if  ingested,  can  be  diluted  with  3-4  glasses  of  water 
until  the  victim  receives  medical  attention.  Prolonged  exposure  is  not 
recommended . 


MSDS  for  all  of  the  candidate  materials  carry  standard  warnings 
against  use  of  inadequate  ventilation  and  uncontrolled  environmental 
release,  but  no  materials  (except  OOP  and  possibly  DOS)  have  been  assigned 
occupational  exposure  limits  including  OSHA  permitted  exposure  limits  (PEL) 
and/or  American  Conference  of  Governmental  Industrial  Hygienists  (ACGIH) 
threshold  limit  values  (TLV). 

For  oleic  acid,  oleate  esters,  and  isostearic  acid,  ingestion 
LDSOs  of  20-50  milliliters  per  kilogram  of  body  weight  are  typical  in  adult 
rats.  Mild  conjunctivitis  of  the  eye  and  mild  skin  irritation,  with  slight 
erythema,  are  typical  upon  prolonged  exposure  to  these  materials. 

The  saturated  straight-chain  fatty-acids  and  fatty-acid  esters 
also  have  low  toxicities.  LD50s  are  in  the  range  10-20  grams  per  kilogram 
or  more,  and  eye  and  skin  irritation  are  virtually  nonexistant. 
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The  glycols  exhibit  very  low  toxieities.  Apendix  F  contains  a  use¬ 
ful  discuss’on  of  toxicological  considerations  of  polyethylene  glycols  (PEGs), 
and  physical  properties  of  these  compounds  for  several  different  carbon 
chain  lengths.  Some  glycols  have  been  shown  to  perform  well  as  OOP 
replacement  materials. 

4.4  OOP:  The  "Standard"  for  Candidate  Performance. 

The  performance  criteria  for  successful  candidate  materials  to 
replace  OOP  are  clear:  they  must  be  toxicological ly  and  environmentally 
innocuous  when  dispersed  as  aerosols,  and  they  must  have  physical  and 
chemical  properties  sufficiently  similar  to  those  of  OOP  to  allow  them 
to  produce  aerosols  like  OOP  does  when  subjected  to  evaporation  and 
recondensation  in  filter  penetrometer  testers  like  the  Q127  machine. 

Ideally,  they  should  also  work  in  machines  that  operate  at  room 
temperature  using  spray  nozzles  to  evaporate  a  material  which  can  then  be 
recondensed  on  nuclei,  for  example,  on  NaCI  nuclei  as  in  the  LAMAPP 
machine. 


Appendix  A  gives  detailed  OOP  data  from  Reference  1.  Table  0.2.  in 
Appendix  0  gives  Q127  machine  settings  for  typical  operation  with  OOP,  and 
the  ranges  of  CMD  value,  aerosol  yield,  and  Og  that  result,  for  comparison 
with  the  candidate  materials  also  shown  there.  Table  E.1.  in  Appendix  E 
gives  similar  information  for  typical  operation  of  the  LAMAPP  machine. 

Appendix  I  contains  selected  but  typical  statistical  data  for  OOP  from 
the  LAS-X/computer  system  operated  with  either  the  Q127  machine  or  the  LAMAPP 
machine. 


4.5  Selected  Candidate  Replacement  Materials. 

About  three  dozen  candidate  materials  were  obtained  from  several 
suppliers  including  the  primary  manufacturers  named  in  Section  4.2.  These 
materials  were  either  liquids  or  solids  at  room  temperature.  A  test  prior¬ 
ity  was  established  such  that  the  materials  were  evaluated  in  the  sequence; 

e  liquids  in  the  Q127  machine; 

e  solids  in  the  Q127  machine,  in  order  of  increasing 
melting  point; 

e  liquids  that  produced  aerosols  like  OOP  does  in  the  Q127 
machine,  evaluated  in  the  LAMAPP  machine; 

«  all  other  liquids  in  the  LAMAPP  machine. 

Materials  that  are  solids  at  room  tempersciture  were  not  evaluated 
in  the  LAMAPP  machine  because  they  could  not  be  melted  (as  they  are  in  the 
Q127  machine)  and,  consequently,  they  had  vapor  pressures  too  low  to  produce 
candidate  aerosols. 
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As  is  mentioned  elsewhere  in  this  report,  it  is  possible  that  some 
solid  materials,  dissolved  in  suitable  "inert"  oils  also  investigated  here, 
might  allow  operation  of  the  LAMAPP  machine  using  such  solutions.  But  the 
evaluation  of  these  techniques  is  beyond  the  scope  of  the  present  work. 

4 . S .  1  l.i quids  at  Room  Temperature . 

All  liquids  tested  are  summarized  in  Table  4,  where  typical  per¬ 
formance  data  for  the  Q127  machine  also  are  shown.  Those  liquids  that  pro¬ 
duced  usable  OOP  replacement  aerosols  in  the  Q1?,7  machine  are  summarized  in 
Table  D.2.  of  Appendix  0,  with  typical  performance  data  and  machine  control 
settings.  Liquids  that  produced  usable  OOP  replacement  aerosols  in  the 
LAMAPP  machine  are  summarized  in  Table  E.1.  of  Appendix  E,  with  typical 
performance  data  and  machine  control  settings. 

4.5.2  Solids  at  Room  Temperature. 

All  solids  tested  are  summarized  by  increasing  melting  point  in 
Table  5,  where  vapor  pressures  and  flash  points  also  are  presented.  Flash 
points  become  important  when  solids  are  heated  in  the  Q127  machine  "pot"; 
during  testing  the  pot  temperature  was  kept  below  the  flash  point  of  each 
candidate  material  to  eliminate  possible  hazard  to  the  machine  operator. 

In  the  present  work,  not  all  solid  samples  were  tested  (for  rea¬ 
sons  given  in  their  discussion),  and  no  solids  were  found  to  be  suitable 
OOP  replacement  candidates. 

4.5.3  DOS  (Dioctvl  Sebacate) . 

DOS  can  no  longer  be  considered  a  candidate  to  replace  DOP  because 
DOS  has  also  been  added  recently  to  the  growing  list  of  suspected 
carcinogens.  It  was  included  in  this  study  because  it  is  known  to  produce 
test  aerosols  which  are  comparable  to  those  of  DOP  in  both  the  Q127  and 
LAMAPP  machines.  Some  typical  data  are  shown  in  Appendix  I. 

DOS  is  di (2-ethylhexyl )  sebacate.  It  has  the  same 
di (2-ethylhexyl )  structure  as  DOP;  it  is  an  ester  of  sebacic  acid,  while 
OOP  is  an  ester  of  phthal  ic  acid.  It  is  this  common  structure  that  appears 
to  be  implicated  in  the  suspected  carcinogenicity  of  both  materials. 

4.6.4  Cosanes. 

The  cosanes  have  the  general  structural  formula: 


CH3-(CH2)„.2-CH3 


where  n=16  for  n-hexadecane,  n^lS  for  n-octadecane,  ns-20  for  n-eicosane,  n=22 
for  n-docosane,  and  n=24  for  n-tetracosane.  Due  to  their  simple  straight-chain 
structure,  the  cosanes  are  relatively  non-toxic  and  are  comparable  to  other 
shorter-chain  petroleum  oil  alkanes,  such  as  those  in  gasoline  and  kerosene,  in 
this  respect.  The  candidate  cosanes  tested  here  were  all  solids  at  room  temper¬ 
ature  with  the  exception  of  n-hexadecane,  which  melts  at  160c. 
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Table  4.  Summary  of  OOP  Replacement  Candidate  Materials  Tested, 

Ranked  in  Order  of  Probable  Success;  Liquids,  0127  Machine. 


Typical  Performance 


Rank 

Manufacturer 

Range  of 

Yield 

Approx. 

dm* 

1 

Chemical  Name 

or  Source  Trade  Name 

CMD  (urn) 

ma/m3 

Cost,$/1b 

"eicosane" 

Eastman  unknown 

.21-. 30 

87 

1.25 

unavail  - 

( liquid) 

Kodak  Co. 

able 

2 

isostearic 

Emery  Div.,  Emersol  875 

.20-. 30 

76 

1.20- 

$1.51 

acid  (70-76%) 

Quantum  Chem. 

1.25 

(1  drum) 

3 

isostearic 

Emery  Div.,  Emersol  871 

.20-. 30 

85 

1.20- 

$  1.21 

acid  (60-66%) 

Quantum  Chem. 

1.25 

(1  drum) 

4 

synthetic 

Emery  Div.,  Emery  3004 

.20-. 30 

70- 

1.23 

$  0.90 

hydrocarbon 

(80-85%) 

Quantum  Chem.  4  CST  Fluid 

ion 

(1  drum) 

5 

synthetic 

Emery  Div.,  Emery  3006 

CM 

1 

110 

1.20 

$  0.90 

hydrocarbon 

(mixture) 

Quantum  Chem.  6  CST  Fluid 

(1  drum) 

6 

oleic  acid 

Humko  Chem.  Industrene 

.13-. 30 

66- 

1.28- 

$0.90 

(71%) 

Div.,  Witco  206LP 

200 

1 .30 

(1  drum) 

7 

oleic  acid 

Emery  Div. , •  Emersol 

.19-. 30 

75 

1  .25- 

$  0.88 

(74%) 

Quantum  Chem.  233  LL 

1  .40+ 

(1  drum) 

8 

methyl  oleate 

Humko  Chem.  Kemester 

.26-. 32 

698 

1.38 

$  0.91 

(69%) 

Div.,  Witco  105 

(1  drum) 

9 

synthetic 

Emery  Div.,  Emery  3002 

0.3- 

390 

1.40 

$  0.90 

hydrocarbon 

(99%) 

Quantum  Chem.  2  CST  Fluid 

(1  drum) 

■k 

n-hexadecane 

Humphrey  A-16 

$  1.70 

tech.gr. (90%) 

Chem.  Co. 

(1  drum) 

* 

"  (pure:  99%)** 

$15.12 

(0.75  kg) 

* 

methyl  oleate 

Emery  Div.,  Emery  2219 

$  0.68 

stearate  (58/ 
24%)*** 

Quantum  Chem. 

(1  drum) 

■k 

methyl 

Emery  Div.,  Emery  2296 

$  1.06 

laurate  (96%) 

Quantum  Chem. 

(1  drum) 

* 

methyl  myr- 

Emery  Div.,  Emery  2214 

$  1.11 

istate  (95%) 

Quantum  Chem. 

(1  drum) 

continues 


Table  4.  (Continued) 


* 

oleic  acid 

Humko  Chem. 

Industrene 

$  0.91 

(71%) 

Div. ,Witco 

206  LP 

(1  drum) 

★ 

white  mineral 

Sonneborn 

P023 

oil  (37%  CIS, 
25%  C16) 

Div. ,  Witco 

■k 

white  mineral 

Sonneborn 

PD25 

oil  (25%  C16, 
40%  Cl  7) 

Div.,  Witco 

hexaethylene 

Parrish 

Cat.  No. 

S545.60 

glycol 

Chem.  Co. 

2264 

(  1  kg  ) 

* 

tetraethylene 

glycol 

* 

polyethylene 

glycol 

*  Highest  rankings  have  highest  probability  of  success;  if  not  ranked 
(asterisk  shown),  not  considered  a  viable  OOP  replacement  candidate. 
**  This  material  not  at  CROEC  for  testing. 

***  Material  is  58%  methyl  oleate  and  24%  methyl  stearate  mixture. 

****  A  usable  candidate,  but  cost  is  prohibitive. 


Table  5.  Summary;  Samples  of  Solids  Available  for  Test  as  OOP  Replacement 
Candidate  Materials;  Listed  bv  Increasing  Melting  Point. 


Melting* 

Manufacturer 

Vap 

.  Press.  ■ 

Flash 

Approx. 

Point, oc 

Chemical  Name 

or  Source 

Trade  Name 

mm  Hq  9  ^C 

Pt. ,0c 

Cost .$/1b 

27 

methyl  pa Im¬ 

Emery  Div., 

Emery  2216 

1 

9 

137 

165 

$  0.98 

itate  (95%) 

Quantum  Chem. 

2 

9 

148 

(1  drum) 

10 

9 

184 

15 

9 

196 

747 

9 

417 

28 

n-octadecane 

Humphrey 

A-18 

10 

9 

173.5 

165 

$  1 .70 

tech.gr. (90%) 

Chem.  Co. 

760 

9 

316 

(1  drum) 

tl 

"  (pure:  99%)**  " 

tf 

$  13.91 

(0.75  kg) 


Table  S.  (Continued) 
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methyl  stear¬ 
ate  (90%) 

Humko  Chem. 
Div. ,  Mitco 

Kemester 

9018 

15  8  214.5 
less  than 

760  8  260 

166 

36 

methyl  stear¬ 
ate  (95%) 

Emery  Div., 
Quantum  Chem. 

Emery  2218 

1  8  158 

10  8  206 

153 

$  1.06 
(1  drum) 

36 

n-eicosane 

(99%)* ** 

Humphrey 

Chem.  Co. 

A-20 

00013  8  20  (est) 
14  8  200 

$  24.19 
(0.75  kg) 

43 

lauric 
acid  (95%) 

Humko  Chem. 
Div.,  Mitco 

Hystyrene 

9512 

1  8  131 

100  8  225 

158 

44 

n-docosane 

(99%)** 

Humphrey 

Chem.  Co. 

A-22 

00003  8  20  (est) 
6  8  200 

$  38.10 
(0.75  kg) 

44 

n-docosane 

(99%) 

Sigma 

Chem.  Co. 

0-4509 

as  above 

$126.50 
(1  kg) 

51 

n-tetracosane 

(99%)** 

Humphrey 

Chem.  Co. 

A-24  .000006  @  20  (est) 

3  8  200 

$  64.70 
(0.75  kg) 

51 

n-tetracosane 

(99%) 

Sigma 

Chem.  Co. 

T-4758 

as  above 

$249.40 
(1  kg) 

52 

myristic 

Humko  Chem. 

Hystyrene 

1 

a 

149 

177 

acid  (90%) 

Div.,  Mitco 

9014 

100 

8 

250.5 

55 

stearic  acid 

Emery  Div. , 

Emersol 

1 

a 

180 

196 

$  0.63 

(45.5%),  pal¬ 
mitic  (50%) 

quantum  Chem. 

132  NF  LILY 

(200-999 

lb) 

60 

palmitic 

Humko  Chem. 

Hystyrene 

100 

8 

270 

188 

acid  (92%) 

Div.,  Mitco 

9016 

760 

8 

390 

67 

stearic 

Humko  Chem. 

Hystyrene 

15 

8 

232 

202 

acid  (95%) 

Div.,  Mitco 

9718 

110 

8 

291 

760 

8 

360 

68 

stearic 

Emery  Div., 

Emersol 

10 

8 

225 

185 

$  0.71 

acid  (90%) 

Quantum  Chem. 

152  NF 

(200-999 

lb) 

68 

stearic 

Emery  Div., 

Emersol 

10 

8 

225 

185 

$  0.72 

acid  (95%) 

Quantum  Chem. 

153  NF 

(200-999 

lb) 

*  Operational  problems  increase  as  melting  point  increases  above  ambient. 

**  This  material  not  at  CRDEC  for  testing. 
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4.5.4. 1  Mixed  Fractions:  Petroleum  Oils. 

The  physical  properties  of  mixtures  of  petroleum  oil  and  cosane 
fractions  depend  upon  their  carbon-chain  lengths  and  the  relative  abundance  of 
individual  fractions,  and  upon  whether  their  molecules  have  branched  or 
straight  carbon  chains.  Branched-chain  molecules  have  lower  melting  points 
than  straight^chain  molecules;  hence  they  are  generally  liquids  at  room 
temperature. 

The  general  structural  formula  given  above  for  the  cosanes  is  that 
of  straight-chained  molecules.  But  there  is  no  prima  facie  reason  why 
branched-chain,  saturated  oils  might  not  also  work  in  the  penetrometer 
machines.  And,  they  would  have  the  advantage  of  being  liquids  at  room 
temperature. 

Two  white  petroleum  or  mineral  oil  samples  were  evaluated  in  this 
work,  designated  Sonneborn  PD23  and  PD25  (see  Table  4).  PD23  comprises 
n  C13,  2n  C14,  37%  C15,  and  26%  C16.  Its  pour  point  is  -2lOC,  its  flash 
point  is  107OC,  and  its  specific  gravity  is  0.80-0.81. 

P025  comprises  25%  C16  and  40%  C17,  with  lesser  fractions  of  other 
carbon-chain  lengths.  Its  pour  point  is  -loc,  its  flash  point  is  1240C 
open  cup,  and  its  specific  gravity  is  0.80-0.81. 

These  candidate  materials  were  unsuccessful  in  the  LAMAPP  machine. 

For  example,  PD23  yielded  aerosols  whose  size  and  distribution  were  very 
difficult  to  control. 

Neither  PD23  nor  PD25  performed  well  in  the  Q127  machine.  Their 
relatively  high  volatilities  prevented  them  from  recondensing  reliably  into 
smokes,  but  they  tended  instead  to  recondense  on  cool,  interior  surfaces 
of  the  machine  thus  leading  co  fouling  and  the  need  for  cleaning  before 
further  candidate  materials  could  be  tested. 

This  does  not  preclude  their  possible  use,  however,  in  "cold" 
machines  where  they  could  be  sprayed  in  a  broad  size  distribution  for  test¬ 
ing  such  as  that  now  being  carried  out  using,  for  example,  corn  oil. 

4. 6. 4. 2  n-Hexadecane. 


This  material  is  a  colorless  liquid  at  room  temperature,  with  a 
slight  odor.  It  melts  at  10OC  and  has  a  flash  point  of  I350c.  Our  sample 
was  at  least  90%  pure,  and  had  a  vapor  pressure  of  less  than  1  mm  Hg  at 
20OC.  Its  specific  gravity  was  0.773. 

n-hexadecane  did  not  perform  well  in  the  Q127  machine.  Its  behav¬ 
ior  was  much  like  that  of  the  petroleum  or  mineral  oils  just  discussed.  It 
produced  little  or  no  smoke,  and  recondensed  in  the  Owl,  forming  droplets  and 
fouling  optics.  It  gave  a  Og  of  1.3+  and  a  mean  particle  size  of  about 
0.18  urn,  with  a  yield  of  415  mg/m3. 

n-hexadecane  was  not  tested  in  the  LAMAPP  because  of  the 
recendensation  problems  encountered  in  the  Q127  machine  and  the  availabil¬ 
ity  of  good  candidates  for  LAMAPP  that  had  already  been  tested.  However, 
this  material  could  be  evaluated  for  future  applications  if  necessary. 
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4. 5. 4. 3  n-Octadecane. 


This  material  is  a  white  solid  at  room  temperature,  with  a  slight 
odor.  It  melts  at  280C  and  has  a  flash  point  of  16B®C.  Our  sample  was  at 
least  90%  pure.  It  had  a  vapor  pressure  of  less  than  1  mm  Hg  at  20<^C,  and 
a  specific  gravity  of  0.77. 

n-octadecane  also  did  not  perform  well  in  the  Q127  machine, 
although  it  is  less  volatile  than  n-hexadecane.  CMD  could  not  be  con¬ 
trolled  by  the  operator,  and  varied  over  the  range  0.4-1,0um,  with  a  Og 
range  of  1.3-1. 5.  This  material  was  not  tested  in  the  LAMAPP  machine  since 
it  is  a  solid  at  room  temperature  and  LAMAPP  has  an  unheated  "pot". 

4. 5. 4. 4  n-Eicosane. 

The  sample  of  "n-eicosane"  that  we  tested  worked  extremely  well  in 
the  Q127  machine,  producing  smokes  with  CMDs  adjustable  over  the  range 
O.IS-O.SOpm,  and  CgS  as  low  as  1.1S.  But  our  sample,  from  Eastman  Kodak 
Co.,  was  a  liquid  at  room  temperature  whereas  pure  n-eicosane  has  a  melt¬ 
ing  point  of  360C.  This  paradox  could  not  be  resolved  by  Kodak 
representatives,  since  that  supplier  no  longer  markets  this  material. 

A  portion  of  our  sample  was  sent  for  analysis  to  the  Humphrey 
Chemical  Co.,  a  manufacturer  of  cosanes  from  which  Kodak  had  obtained  its 
earlier  supplies  for  repackaging.  The  analysis  showed  that  our  sample  com¬ 
prised  only  about  14%  n-eicosane,  but  more  than  60%  of  tetracosane 
(C24)  that  was  extensively  branched  rather  than  being  straight-chained. 

This  was  thought  to  have  come  from  a  Veneauelian  oil  source  about  which 
little  information  survives. 

The  success  of  this  sample  suggested  that  it  might  be  very  worth¬ 
while  to  experiment  with  solutions  of  candidate  materials  in  suitable  oils 
with  sufficiently  different  molecular  weights  such  that  promising 
candidates  could  be  utilized  at  room  temperature  where  they  would  otherwise 
be  solids.  Such  investigations  appear  to  deserve  further  attention. 

Pure  n-eicosane  is  a  solid  at  room  temperature  with  a  specific 
gravity  of  0.79.  It  has  a  vapor  pressure  of  about  13  x  10"5  mm  Hg  at  20^0 , 
and  about  14  mm  Hg  at  20Q<>C.  Due  to  uncertainties  about  the  sample  and  its 
limited  quantity,  and  the  fact  that  pure  n-eicosane  is  a  solid  at  room 
temperature,  this  material  was  not  tested  in  the  LAMAPP  machine. 

4.5. 4.5  n-Docosane. 

This  material  is  a  solid  at  room  temperature,  with  a  melting  point 
of  440C  and  a  specific  gravity  of  0.79.  It  has  a  vapor  pressure  of  about 
3  X  10“5  mm  Hg  at  20®C,  and  about  6  mm  Hg  at  200®C.  Our  test  sample  was 
99%  pure. 


Because  of  the  performance  of  good  candidate  materials  that  are 
liquids  at  room  temperature,  for  both  the  Q127  and  LAMAPP  machines,  plus 
testing  problems  encountered  with  the  cosanes  generally,  n-docosane  was  not 
evaluated,  but  is  available  for  future  evaluation  if  necessary. 
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4. 5. 4. 6  n~Tetracosane. 

Pure  n-tetracosane  is  a  solid  at  room  temperature,  melting  at 
SI^C,  with  a  specifie  gravity  of  0.80.  Its  vapor  pressure  is  about  6  x  10“® 
mm  Hg  at  20<^C,  and  about  3  mm  Hg  at  200°C.  The  sample  that  we  tested  was 
99%  pure. 


This  material  was  not  evaluated  in  either  the  Q127  machine  or  the 
LAMAPP  machine,  for  the  same  reasons  indicated  for  n-docosane  in  the  previ 
ous  section  of  this  report. 

4.5.5  Synthetic  Hydrocarbons. 

Synthetic  hydrocarbons  include  poly-alpha  olefins  (P.'Os),  which 
are  used  as  synthetic  lubricants  and  in  other  applications.  These 
versatile,  saturated,  synthetic  hydrocarbons  are  produced  by  direct 
oligomerization  of  decene-1.  Linear  alpha  olefins  are  polymerized  and 
hydrogenated  to  manufacture  PAOs.  Three  PAOs  were  investigated  in  our 
studies:  these  are  designated  Emery  3002,  3004  and  3006.  Data  are  summa¬ 
rized  in  Table  6. 


Table  6. 

Properties  of 

Poly-Alpha 

Olefins  (PAOs). 

Trade  Name 

Pour 

Point, 

Flash 

OC  Point,  <^C 

Fire 

Point,  OC 

Auto-Ignition 
Point,  oc 

Specific 

Gravity 

Emery  3002 

-65 

164 

178 

324 

0.80 

Emery  3004 

-69 

225 

250 

343 

0.82 

Emery  3006 

-64 

243 

266 

371 

0.83 

In  the  Q127  machine,  Emery  3004  performed  best,  giving  a  CMD 
adjustable  from  0.2  to  O.apm,  with  a  Og  of  1.23  and  an  adequate  aerosol 
yield.  The  "pot"  temperature  was  ISOOg.  Emery  3002  was  too  volatile,  and 
produced  large  aerosol  yields  that  could  not  be  adjusted  to  CMDs  below 
0.3um  and  which  had  Og  values  of  1.40-1.67  or  more.  Emery  3006  had  to  be  heat¬ 
ed  to  195OC  to  yield  TIO  mg/m^  of  aerosol  with  a  Og  value  of  1.20,  but  the  CMD 
could  not  be  adjusted  above  0.21pm,  and  a  strong  ooor  was  given  off. 

In  the  LAMAPP  machine,  Emery  3002  performed  very  well,  giving  a 
CMD  range  of  0.1 8-0. 28pm,  CgS  of  1.18  at  CMD  3  0.20pm  and  1.30  at  0.28  pm,  and 
an  aerosol  yield  of  32  mg/m3.  Emery  3004  was  less  successful  in  the  LAMAPP 
machine,  giving  a  0.18-0. 23pm  CMD  range  and  a  yield  of  26  mg/m^,  but  with  a 
Og  of  1.32  at  a  CMD  of  0.20pm.  Emery  3006  was  unsuccessful  because  of  its 
low  vapor  pressure. 
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4.5.6 


Fatty  Acids . 


"Fatty  acids"  here  include  straight-chain  and  branched,  saturated 
compounds,  and  compounds  whose  molecules  contain  one  or  more  double  bonds. 
Branched,  saturated  materials  like  isostearic  acid  are  liquids  at  room 
temperature,  as  are  many  materials  such  as  oleic  acid  that  contain  double  bonds. 
Straight-chain,  saturated  fatty  acids  range  from  liquids  at  lower  molecular 
weights  to  waxy  solids  at  higher  molecular  weights  at  room  temperature. 

4.5.6. 1  Oleic  Acid. 

Oleic  acid  has  the  structural  formula: 


CHg-iCHgl^-CHsCH-tCHgl^-COOH 


where  one  double  bond  exists  between  the  ninth  and  tenth  carbons  of  an 
18-carbon  chain.  The  molecule  is  most  easily  chemically  attacked  at  this 
double  bond,  making  this  acid  less  stable  during  aging  at  elevated  tempera¬ 
tures  than  saturated  fatty  acids.  Nevertheless,  it  performs  well  in  the 
Q127  machine  with  the  exception  that  the  aerosol  concentration  and  Cg  are 
sometimes  difficult  to  control  (see  Table  D.2.  in  Appendix  0).  Similar 
data  for  the  LAMAPP  machine  are  given  in  Table  E.1  of  Appendix  E.  Oleic 
acid  gave  promising  performance  in  the  LAMAPP  machine,  but  was  not  fully 
evaluated  due  to  scheduling  conflicts  and  thus,  is  not  recommended  as  a  OOP 
replacement  material  for  LAMAPP  in  this  report,  pending  further  testing. 

The  oleic  acid  used  here  was  71-74%  pure,  with  the  remainder  con¬ 
sisting  mainly  of  palmitoleic  and  linoleic  acids,  in  that  order.  It  is  a 
light  yellow  liquid  at  room  temperature,  with  a  slight  odor.  It  melts  at 
11-140C,  and  has  a  vapor  pressure  of  10  mm  Hg  at  2240c.  Its  flash  point  is 
approximately  184-1890C  closed  cup,  and  193®C  open  cup. 

4. 5. 6. 2  Isostearic  Acid. 

Isostearic  acid  has  the  structural  formula: 


CH3-CH-{CH2)^4-C00H 


where  the  single^branched  methyl  group  usually  occurs  in  the  position  shown 
but  also  cai  occur  at  any  other  position  along  the  carbon  chain  with  a  much 
lower  probability. 

Thus  it  is  an  isomer  of  stearic  acid,  discussed  below,  but  the  two 
acids  have  distinctly  different  physical  properties.  Isostearic  acid  is  a 
light  yellow  liquid  at  room  temperature  with  a  melting  point  of  12-15°C, 
depending  upon  its  purity,  and  it  has  a  vapor  pressure  of  50  mm  Hg  at 
2650c.  Its  flash  point  is  approximately  1820C  open  cup. 
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Two  samples  of  differing  purity  were  used  in  this  work.  The  pur¬ 
est  sample  was  70*76%  isostearic  aeid«  with  the  remainder  consisting 
of  myristic,  isopalmitic,  and  palmitic  acids,  in  that  order.  The  less  cure 
sample  was  60-66%  isostearic  acid,  with  the  remainder  consisting  of 
isooleic,  oleic,  stearic,  and  isopalmitic  acids,  in  that  order. 

Both  samples  worked  very  well  in  the  Q127  machine,  with  the  purer 
material  yielding  slightly  higher  aerosol  concentration.  This  can  be  observed 
in  Table  D.2.  of  Appendix  D.  Isostearic  acid  also  worked  quite  well  in 
the  LAMAPP  machine  (see  Table  E.1.  in  Appendix  E).  Thus  it  appears  to 
be  an  excellent  candidate  to  replace  OOP  in  the  Q127  and  LAMAPP  machines. 

The  oxidation  stability  of  isostearic  acid  appears  to  be 
excellent  compared  to  other  candidate  materials.  A  standard  sample 
required  100  days  to  absorb  10  ml  of  oxygen  at  SO^C,  while  under  the  same 
conditions  commercial  oleic  acid  required  only  1-7  days  and  glyceryl  tri¬ 
oleate  required  only  5  hours. 

4. 5.6. 3  Stearic  Acid. 


The  saturated  straight-chain  fatty  acids  have  the  general  struc 
tural  formula: 


CH3-(CH2)^_2-C00H 


where  na18  for  stearic  acid.  Three  samples  of  this  waxy,  white  solid  were 
used  in  this  workj  one  each  of  90%  and  95%  purity  from  one  manufacturer, 
and  one  of  95%  purity  from  a  second  manufacturer.  The  remainder  of  each 
sample  consisted  almost  entirely  of  palmitic  acid.  Stearic  acid  melts  at 
67-680C,  which  is  easily  accomodated  by  the  Q127  machine,  but  is  extremely 
difficult  to  work  with  since  it  freezes  in  the  machine  "pot"  during  shut¬ 
down  and  is  difficult  to  remove  from  plumbing  external  to  the  pot.  It  was 
the  highest-melting  of  any  candidate  material  tested;  thus  these  problems 
were  worse  than  would  be  expected  for  lower-melting  materials  (or,  of 
course,  liquids). 

Some  vapor  pressures  for  stearic  acid,  in  mm  Hg,  are  as  follows 
for  the  temperatures  indicated;  10  at  2250C;  15  at  232^0;  110  at  2910C;  760 
at  360OC.  Its  flash  point  is  is  IBS^C  open  cup. 

Stearic  acid  performed  poorly  in  the  Q127  machine.  It  produced  a 
very  fine  aerosol  of  approximately  O.lpm  CMD  at  very  low  concentration, 
with  a  narrow  Og  of  1.12  (one  of  the  lowest  ever  recorded).  But  this  was 
accompanied  by  Targe  concentrations  of  "snowflakes"  that  threatened  to  foul 
the  Q127  machine  and  its  instrumentation.  When  the  quench  air  temperature 
was  increased,  the  CMD  increased  to  O.Bpm  or  more,  but  Og  also  increased  to 
more  than  1.40. 

Because  the  LAMAPP  machine  pot  operates  at  room  temperature  it  was 
not  possible,  of  course,  to  evaluate  solid  candidate  materials  in  that 
machine.  This  does  not  rule  out  the  possibility  that  some  solid  candidate 
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materials,  dissolved  in  suitable  liquids,  can  be  evaluated  using  the 
LAMAPP  system  in  future  research  investigations.  In  the  investigations 
discussed  in  the  present  report,  the  LAMAPP  system  was  evaluated  using 
only  liquid  candidate  materials. 

4. 5. 6. 4  Palmitic  Acid. 

Palmitic  acid  has  the  structure  shown  in  the  general  formula  imme¬ 
diately  above,  where  n^ie.  The  material  used  was  92%  pure,  with  impurities 
of  7%  stearic  and  1%  myristic  acids.  Palmitic  acid  melts  at  60OC,  and  is  a 
white-to-tan  solid  at  room  temperature.  Its  vapor  pressure  is  100  mm  Hg  at 
270®C  and  760  mm  Hg  at  390^0.  Its  flash  point  is  approximately  188°C  open 
cup. 


Because  of  the  problems  encountered  in  operating  the  Q127  machine 
with  stearic  acid,  palmitic  acid  and  the  other  (solid)  acids  in  this  series 
were  not  evaluated  in  the  present  program  after  it  became  apparent  that 
good  liquid  candidate  materials  were  available.  As  solids,  these  materials 
were  not  tested  in  the  LAMAPP  machine  either. 

4. 5. 6. 5  Myristic  Acid. 

Myristic  acid  has  the  structure  shown  in  the  general  formula 
above,  where  n=14.  The  material  used  was  90%  pure,  with  impurities  of  6% 
palmitic  and  4%  lauric  acids.  Myristic  acid  melts  at  B20C,  and  is  a  white- 
to-tan  waxy -solid  at  room  temperature.  Its  vapor  pressure  is  1  mm  Hg  at 
1490c  and  100  mm  Hg  at  250. SOc.  Its  flash  point  is  approximately  1770C 
open  cup. 


Testing  of  this  material  was  not  carried  out  in  the  present  pro¬ 
gram  with  either  machine,  for  the  reasons  given  in  Paragraph  4. 6. 6. 4. 

4. 5. 6. 6  Lauric  Acid. 

Lauric  acid  has  the  structure  shown  in  the  general  formula  above, 
where  ns12.  The  sample  used  was  95%  pure,  with  impu'^ities  of  3%  myristic 
and  2%  capric  acids.  Lauric  acid  melts  at  430c,  and  is  a  white-to-tan, 
free-flowing  solid  at  room  temperature.  Its  vapor  pressure  is  1  mm  Hg  at 
13lOc  and  100  mm  Hg  at  22BOC.  Its  flash  point  is  approximately  1680C  open 
cup. 


Testing  of  lauric  acid  was  not  carried  out  in  the  present 
program  with  either  machine,  for  the  reasons  given  in  Paragraph  4. 5. 6.4. 
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The  methyl  esters  of  oleic  acid  and  several  saturated,  straight- 
chain  fatty  acids  were  evaluated,  with  the  following  results. 

4. 5. 7.1  Methyl  Oleate. 

Methyl  oleate  has  the  structural  formula: 


CHg-  ( CHj )  7-CH=CH-  ( CH2 )  .^-COO-CHg 

where  one  double  bond  exists  1n  the  position  shown.  Our  sample  was  69% 
pure,  with  linoleic  and  palmitoleic  acids  being  the  main  Impurities.  The 
manufacturer  gives  no  melting  point,  but  methyl  oleate  Is  a  light  yellow 
liquid  with  a  slight  odor  at  room  temperature.  The  flash  point  Is  approxi¬ 
mately  163°C  open  cup. 

This  material  produced  smoke  In  the  Q127  machine  over  the  CMD 
range  0.20-0.30Mm,  but  the  distributions  were  fairly  broad  with  OgS  of  about 
1.30.  A  large,  variable  yield  was  observed:  66-206  mg/m^.  See  Table  0.2. 

In  Appendix  0. 

In  the  LAMAPP  machine,  this  material  was  moderately  successful. 

It  produced  a  Og  of  1.24  at  0.2  pm  mean  particle  diameter,  but  Og  rose  to 
1.46  at  a  mean  diameter  of  0.3  pm.  The  smoke  concentration  at  tne  chuck 
was  35  mg/m^. 

4. 5. 7. 2  Methyl  Oleate  Stearate. 

Methyl  oleate  stearate  Is  a  mixture  of  68%  methyl  oleate,  whose 
structural  formula  Is  shown  Immediately  above,  24%  methyl  stearate,  whose 
structural  formula  Is  shown  below  where  n^ilS,  14%  methyl  llnoleate,  and  4% 
methyl  palmitate  (n^ie  In  the  formula  below). 

It  melts  at  10Oc,  and  Is  a  light  yellow  liquid.  Its  vapor  pres¬ 
sure  Is  10  ram  Hg  at  205OC,  and  Its  flash  point  Is  approximately  1730C  open 
cup. 


This  material  produced  a  thin  smoke  in  the  Q127  machine  that  could 
not  be  read  by  the  Owl.  The  CMD  range  was  0.24-1. 1pm,  and  the  Og  range  was 
1.4-1. 5.  In  the  LAMAPP  machine,  this  material  performed  successfully. 

<Tg  was  1.22  at  0.22  pm  mean  particle  diameter,  and  1.20  at  0.30  pm  mean 
dismeter. 


4. 5.7.3  Methyl  Stearate. 

The  saturated  straight-chain  methyl  esters  have  the  general  struc¬ 
tural  formula: 
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where  n:18  for  methyl  stearate.  Two  samples  were  obtained.  The  first  was 
95%  pure  with  impurities  of  4%  methyl  palmitate  and  1%  methyl  oleate.  The 
second  sample  was  90%  pure  with  10%  palmitic  esters  as  impurities.  Methyl 
stearate  melts  at  32-360C.  It  is  a  white  solid  with  a  vapor  pressure  of  10 
mm  Hg  at  206Oc.  Its  flash  point  is  153-166®C  closed  cup. 

Due  to  scheduling  difficulties,  methyl  stearate  was  not  tested  in 
either  machine  during  the  present  program.  Preference  was  given  to  lower- 
melting  materials  in  the  Q127  machine,  as  discussed  below. 

4. 5. 7. 4  Methyl  Palmitate. 

Methyl  palmitate  has  the  structure  shown  in  the  general  formula 
immediately  above,  where  ns16.  Our  sample  was  95%  pure,  with  impurities  of 
3%  methyl  stearate  and  2%  methyl  myristate.  This  white  solid  melts  at 
270c,  has  a  vapor  pressure  of  10  mm  Hg  at  1840c,  and  has  a  flash  point  of 
1650C  open  cup. 

Because  of  scheduling  priorities,  methyl  palmitate  was  not  tested 
in  either  machine  during  the  present  program,  preference  being  given  to  the 
lower-melting  (liquid)  materials  discussed  in  the  next  two  sections. 

4. 5.7. 5  Methyl  Myristate. 

Methyl  myristate  has  the  structure  shown  in  the  general  formula 
above,  where  0^14.  The  sample  evaluated  was  95%  pure,  and  was  a  liquid  at 
room  temperature  with  a  melting  point  of  18-190C.  Its  vapor  pressure  was  7 
mm  Hg  at  1560c  and  751  mm  Hg  at  295*^0.  The  manufacturer  gives  no  flash  point. 

This  material  recondensed  in  the  Owl  when  used  in  the  Q127 
machine,  and  the  smoke  could  not  be  read  by  the  Owl.  At  a  pot  temperature 
of  1560c,  the  aerosol  yield  was  very  large  (2800  mg/m^)  and  the  CMD  covered 
the  range  0,27-0. 45um.  But  the  Cg  ranged  from  1.7  to  2.5. 

This  material  was  unsuccessful  in  the  LAMAPP  machine.  Particle 
size  was  difficult  to  control,  and  the  size  distribution  was  often  too  broad. 
The  mean  particle  size  was  less  than  0.18  pm,  and  Og  ranged  from  1.16  to 
1.50,  with  an  aerosol  yield  of  about  219  mg/m3. 

4. 5. 7. 6  Methyl  Laurate. 

Methyl  laurate  has  the  structure  shown  in  the  general  formula 
above,  where  nsi2.  The  sample  evaluated  was  a  water-white  liquid  at  room 
temperature  with  a  melting  point  of  50c,  and  was  96%  pure.  The  impurities 
were  2%  each  of  methyl  myristate  and  methyl  caprate.  The  sample  vapor 
pressure  was  10  mm  Hg  at  160oc  and  20  mm  Hg  at  lOO^C.  The  flash  point  was 
1520c,  closed  or  open  cup. 

This  material  also  recondensed  in  the  Owl,  yielding  a  weak  smoke 
in  the  Q127  machine.  The  range  of  CMD  was  0.20-0. 49Mm,  and  of  Og  1.4- 1.6. 

In  the  LAMAPP  machine,  the  material  was  unsuccessful  because  particles 
could  not  be  built  to  the  proper  size,  and  the  distribution  was  very  broad. 

The  mean  particle  diameter  was  as  large  as  0.26  pm,  but  Og  was  greater  than 
1.40  with  an  aerosol  yield  of  about  208  mg/m3. 
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4.5.8  Polyethylene  Givcols  (PEGs). 


The  polyethylene  glycols  have  the  general  structural  formula: 


H0-(CH2-CH2-0)^“H 

where  034  for  tetraethylene  glycol,  and  ns6  for  hexaethylene  glycol;  these 
were  the  glycols  evaluated  in  this  program.  Gerber^  also  made  a  detailed 
study  of  pentaethylene  glycol  (naS)  in  Q127  machines.  His  results  are  pre¬ 
sented  in  detail  in  Appendix  F,  which  contains  toxicological  information 
concerning  the  glycols  as  well. 

4.5.8. 1  Mixed  Fractions. 

Polyethylene  glycol  (  PEG  )  mixtures  are  identified  by  their  average 
molecular  weight  which  typically  is  specified  as  200,  300,  400,  600,  1000, 
and  so  forth.  For  example,  PEG  200  contains  about  22%  n-4,  21%  n^S,  and 
15%  ns6.  PEG  600  contains  about  11%  each  of  nsi2, 13, 14,  and  15. 

Mixtures  are  troublesome  in  penetrometer-  machines  using  "monodis- 
persed"  aerosols  because  each  glycol  fraction  has  its  own  characteristic 
physical  properties,  including  vapor  pressure,  compared  to  its  neighbors  at 
adjacent  "n"  numbers.  Thus  each  fraction,  if  evaporated,  will  recondense 
into  aerosol  particles  having  somewhat  different  CMDs  than  those  of  neigh¬ 
boring  fractions.  The  result  is  a  broadening  or  "smearing"  of  6SD  (og)  for 
the  entire  aerosol  distribution,  and  this  is  contrary  to  the  desired 
monodispersity. 

If  PEGS  are  purified  to  be  made  90-plus  percent  pure  in  one  "n" 
number,  their  manufacturing  cost  increases  dramatically.  Gerber^  has  dis¬ 
cussed  this  (Appendix  F).  Otherwise,  pure  glycols  appear  to  be  very  prom¬ 
ising  candidates.  Glycols  are  used  in  pharmaceuticals  and  cosmetics,  and  as 
direct  food  additives,  suggesting  that  their  toxicological  properties  are 
among  the  most  desirable  of  the  candidate  materials  considered  here. 

A  possible  problem  with  the  glycols  as  replacement  materials  for 
OOP  is  their  hygroscopicity;  they  are  infinitely  miscible  with  water.  Thus 
it  is  possible  that  under  unusual  conditions  of  humidity,  the  test  aerosol 
produced  can  be  affected  if  reasonable  operating  precautions  are  not  taken. 

4. 5. 8. 2  Tetraethylene  Glvcol. 

Tetraethylene  glycol  melts  at  -6.20C,  has  a  density  of  1.1286  at 
150c,  and  has  vapor  pressures  of  14  mm  Hg  at  IGB^C  and  760  mm  Hg  at  3280C. 

In  the  Q127  machine,  this  material  was  difficult  to  control  and 
gave  broad  size  distributions.  Typical  Cg  was  greater  than  1.40,  with  mean 
diameters  of  about  0.3  to  0.65  pm.  Better  control  might  have  been  possible 
using  refrigerated  input  air.  Tetraethylene  glycol  is  too  volatile  to  per¬ 
form  well  under  typical  Q127  machine  operating  conditions,  and  it  was  not 
evaluated  in  the  LAMAPP  machine. 
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GerberZ  proposed  the  use  of  hexaethylene  glycol  in  Q127  machines 
as  a  safe  replacement  material  for  OOP  (see  Appendix  F).  It  is  very  expen-* 
sive  (see  Table  4),  but  should  have  the  proper  range  of  vapor  pressure  to 
perform  well  in  OOP  replacement  applications,  as  explained  in  Appendix  F. 

This  material  was  not  tested  for  a  variety  of  reasons,  including 
the  following:  (1)  much  cheaper,  promising  candidates  were  identified; 

(2)  contamination  of  the  small,  expensive  sample  would  have  rendered  it 
unfit  for  careful  future  investigations;  (3)  this  material  was  intended  to 
be  tested  last  among  the  candidates,  by  which  time  the  CROEC  Safety  Office 
had  virtually  shut  down  all  penetrometer  testing  by  withholding  approval  of 
a  Standard  Operating  Procedure  (SOP). 

5.  OTHER  CANDIDATE  MATERIALS. 

5.1  Polyethylene  Glycol  Diesters. 

The  general  structural  formula  for  polyethylene  glycol  diesters  is: 


RCO-0- ( CH2-CH2-O ) n-COR 


where  R  is  the  radical  corresponding  to  the  acid  diester  of  interest.  For 
example,  R  is  the  methyl  radical  or  group  CH3  in  the  case  of  acetic  acid, 
for  which  the  diester  formed  would  be  tetraethylene  glycol  diacetate  if 
na4. 


These  materials  are  not  readily  available  commercially,  and  must 
be  synthesized  by  acidification  of  the  polyethylene  glycol  of  choice.  They 
are  more  costly  than  other  candidate  materials  because  they  must  be 
synthesized,  and  their  physical  properties  are  not  generally  known.  When 
determined,  they  are  found  not  to  differ  greatly  from  those  of  the  parent 
glycol . 


For  example,  diethylene  glycol  diacetate  (n=2  in  the  formula 
above)  has  virtually  identical  vapor  pressure  and  density  as  those  of 
diethylene  glycol  itself.  Triethylene  glycol  diacetate  (n*3  above)  has  a 
slightly  lower  vapor  pressure  than  that  of  pure  triethylene  glycol. 
Increasing  the  size  of  the  radical  R  would  tend  to  change  the  properties  of 
the  diesters  compared  to  those  of  the  parent  glycols,  but  this  would  also 
complicate  the  molecular  structure  which  could  increase  the  toxicity  of  the 
material . 


Quantities  of  tetraethylene  glycol  were  procured  during  this  pro¬ 
gram  so  that  candidate  tetraethylene  glycol  diesters  could  be  synthesized  at 
CROEC  for  evaluation,  if  necessary.  However,  promising  results  with  other 
candidate  materials,  combined  with  marginal  changes  in  the  physical  proper¬ 
ties  of  the  diest-jrs  compared  to  tetraethylene  glycol  itself,  precluded  the 
synthesis  and  evaluation  of  the  diesters  during  the  present  effort. 
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5.2  Other  Mater'ials. 

Several  other  possible  candidate  materials  were  mentioned  in  the 
ESP  and  wef*e  noted  in  the  Test  Plan  (Appendix  C).  These  included 
erythritol,  pentaerythritol ,  and  glyceryl  stearate  (a  wax).  Corn  oil  spe¬ 
cifically  was  net  to  be  evaluated  because  of  its  tendency  to  become  rancid 
during  use  (its  carbon  chains  are  unsaturated  and,  hence,  are  subject  to 
chemical  attack  at  the  double  bonds).  These  materials  were  not  tested 
because  of  the  promise  of  other  candidate  materials,  and  because  of  their 
relative  molecular  complexity  suggesting  toxicological  unsuitability. 

There  are  many  kinds  of  mineral  or  petroleum  oils  on  the  market 
that  could  have  been  tested.  These  include  Nujol,  which  is  widely  used  by 
spectrocopists,  and  materials  such  as  "Nor  Par"  and  the  "Iso  Nor  Pars" 
which  are  reported  to  be  manufactured  by  the  Exxon  Corporation  and  are 
highly  branched.  Our  own  results  with  the  mixed  fraction  petroleum  oils 
including  P023  and  PD2S  (Section  4. 5. 4.1.)  in  the  Q127  machine  were  not 
promising,  and  it  is  unlikely  that  other  similar  oils  would  succeed  either. 
Attention  is  better  focused  on  ♦’ne  PAOs  and  the  cosanes. 

6.  DISCUSSION. 

6.1  General . 

The  calibration  of  the  LAS-X  Laser  Aerosol  Spectrometer  used  in 
this  work,  and  LAS-X  limitations,  are  not  trivial.  They  deserve  serious 
attention  in  all  future  efforts  where  precision  measurements  in  support  of 
filter  penetrometer  testing  are  required  These  aspects  are  discussed  in 
detail  in  Appendix  J.  As  longer-term  improvements  are  made  tc  the  Q127 
machine,  and  as  the  LAMAPP  machine  and  similar  systems  are  developed 
to  meet  production  quality  assurance  needs,  engineers  must  be  completely 
familiar  with  modern  optical  particle-sizing  theory  and  techniques. 

6 . 2  Use  of  Replacement  Materials  in  the  Q127  System . 

Ideally,  OOP  could  be  drained  from  the  "pot"  of  any  Q127,  or  simi¬ 
lar  "hot"  machine  presently  in  day-to-day  operation,  and  an  innocuous 
replacement  material  could  be  poured  in,  thus  allowing  routine  operation  to 
continue  pending  final  approval  of  the  material  by  the  Surgeon  General  and/or 
other  authorities.  Some  of  the  materials  recommended  in  this  report  appear 
CO  have  that  potential.  But  even  if  this  should  occur,  updating  of  Q127 
and  similar  hot  machines  in  the  field  still  deserves  high  priority.  In 
Other  words,  if  a  successful  repla.cement  material  for  DOP  is  found,  this 
does  not  preclude  the  need  to  modernize  aging  machines  currently  in  use. 

6.3  Longer-Term  Improvements  to  the  Q127  System. 

The  research  reported  here  was  deliberately  carried  out  with  only 
minor  modifications  being  made  to  our  Q127  machine,  which  otherwise  ’as 
operated  at  room  temperature  and  without  cooling  water  being  used  in  the 
heat  exchanger,  or  any  other  special  provisions.  The  intent  was  to  pro¬ 
vide  one  or  more  replacement  materials  that  could  simply  be  placed  in 
existing  Q1?7  machines,  and  similar  "hot"  machines,  in  the  field  without 
the  need  for  further  modification. 
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If  a  successful  replacement  for  DOP  is  found  and  is  proven  in 
first  trials  with  machines  in  the  field,  it  will  be  very  worthwhile  to  con¬ 
sider  hew  longer-term  improvements  might  be  made  to  these  machines  to  further 
improve  their  reliability  and  reproducibility  of  operation.  These  improve¬ 
ments  couivi  be  accomplished  without  significant  mission  interruption 
through  one  or  more  field  retrofits. 

Several  improvements  to  existing  Q127  machines  that  have  suggested 
themselves  in  this  work  include:  provision  of  all-solid-state  electronics; 
provision  of  a  modern  version  of  the  LAS-X  to  replace  the  Owl;  provision  of 
a  modern  photometer;  provision  of  a  digital,  progr^immable  temperature  con¬ 
troller  for  the  "hot  pot";  replacement  of  the  coppe^'-containing  heating 
coil  in  the  hot  pot  with  one  of  inert  metal;  replacement  of  asbestos  insulation 
around  the  hot  pot  with,  e.g.,  fiberglass,  and  simultaneous  provision  of  a 
removable  lid  for  the  pot  to  facilitate  clean-out. 

6.4  Development  of  LAMAPP  to  Use  Replacement  Materials. 

Similarly,  the  LAMAPP  and  developmental  "cold"  machines  need  to  incor¬ 
porate  state-of-the-art  technology.  The  content  of  Appendix  J  must  be  given 
full  consideration  in  this  effort.  Details  of  a  new  program  to  accomplish 
this  presently  are  being  discussed  by  PAD  and  Research  Directorate,  CRDEC. 

7.  CONCLUSIONS  AND  RECOMMENDATIONS. 

7.1  Conclusions. 

It  is  concluded  that  several  materials  have  been  identified  that 
are  viable  candidates  to  replace  OOP  in  Q127  and  LAMAPP  penetrometer 
machines.  All  of  these  materials  are  members  of  families  of  chemical  com¬ 
pounds  that  are  characterized  by  low  toxicity. 

Rankings  of  the  candidate  materials  in  order  of  probable  success 
(most  probable  first)  are  given  with  technical  and  operating  specifications 
in  Table  0-2.  of  Appendix  D  for  the  Q127  machine;  similar  data  are  given  in 
Table  E-1.  in  Appendix  E  for  the  LAMAPP  machine. 

Table  7  summarizes  the  rankings  of  materials  for  both  the  Q127  and 
LAMAPP  machines,  with  sources  of  supply.  Aaditional  data  for  specific 
materials  can  be  found  in  Tables  4  or  5.  Note  in  Table  7  that  some 
replacement  materials  can  be  used  in  both  machines,  although  they  are 
ranked  differently.  Thus,  one  material  might  become  standardized  for  use 
in  both  machines,  as  was  the  case  with  OOP. 

It  is  further  concluded  that  the  materials  identified  here  as  DOP 
alternatives  or  replacements  are  generally  inexpensive,  and  readily 
available.  Aging  tests  at  elevated  temperatures,  which  are  presently 
underway,  should  identify  any  candidate  materials  that  are  thermally 
unstable.  But  most  candidates  should  prove  to  be  at  least  as  stable  in 
long-term  operation  as  is  DOP.  Indeed,  some  candidate  materials  that  con¬ 
tain  significant  percentages  of  "impurities"  (compounds  similar  to  the  pri¬ 
mary  compound,  but  more  volatile)  actually  seem  to  improve  in  performance 
with  aging  at  elevated  temperatures. 
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Table  7.  Recoimnended  Replacement  Materials  for  OOP  in  the 
Q127  and  LAMAPP  Machines,  Ranked  in  Order  of 
Probable  Success. 


Q127  Machine 

/ 

/ 

LAMAPP 

Machine 

Rank 

Chemical 

Manufacturer 

/ 

/ 

Chemical 

Manufacturer 

-ing* ** 

Name 

or  Source 

/ 

Name 

or  Source 

1 

isostearic 

Emery  Div., 

/ 

/ 

synthetic 

Emery  Div. , 

acid  (76%) 

Quantum  Chem. 

/ 

hydrocarbon 

Quantum  Chem. 

Emersol  875 

/ 

Emerv  3002 

2 

isostearic 

Emery  Div. , 

/ 

/ 

isostearic 

Emery  Div. , 

acid  (66%) 

Quantum  Chem. 

/ 

acid  (76%) 

Quantum  Chem. 

Emersol  871 

/ 

Emersol  876 

3 

synthetic 

Emery  Div. , 

/ 

/ 

methyl  ole- 

Emery  Div. , 

hydrocarbon 

Quantum  Chem. 

/ 

ate  stearate 

Quantum  Chem. 

Emerv  3004 

/ 

Emerv  2219 

4 

synthetic 

Emery  Div., 

/ 

/ 

synthetic 

Emery  Div. , 

hydrocarbon 

Quantum  Chem. 

/ 

■  hydrocarbon 

Quantum  Chem. 

Emerv  3006 

/ 

Emerv  3004 

5 

oleic 

Humko  Chem. 

/ 

/ 

acid  (71%) 

Div.,  Witco 

/ 

Industrene 

/ 

206LP 

/ 

6 

cleic 

Emery  Div., 

/ 

/ 

acid  (74%) 

Quantum  Chem. 

/ 

Emersol  233LL 

/ 

/ 

*  Highest  rankings  have  highest  probability  of  success. 

**  All  are  liquids  at  room  temperature,  assumed  to  be  20Oc  (68®F) . 
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7.2  Reeomniendat-lons. 

Not -if -{cat -ion  of  the  probable  success  of  two  candidate  materials, 
isostearic  acid  and  Emery  3004  synthetic  hydrocarbon,  was  first  given  to 
PAD  and  to  LANL  in  October,  1988,  with  the  recommendation  that  testing  and 
toxicological  screening  be  initiated  promptly  as  outlined  in  the  ESP. 

These  two  materials,  and  others  summarized  in  Table  7,  can  be 
expected  to  perform  well  in  "hot  pot"  machines  including  the  Q127,  and 
nearly  as  well  in  the  "cold  pot"  LAMAPP  machine  where  a  less  viscous,  more 
volatile  synthetic  hydrocarbon  (Emery  3002)  probably  would  outperform  Emery 
3004  (see  Table  7). 

It  is  recommended  that  PAD  and  other  agencies  systematically 
pursue  operational  and  toxicological  investigations  of  candidate  materials 
recommended  and  prioritized  here  until  such  time  that *one  or  more  of  these 
materials  is  approved  for  use  in  scenarios  where  human  respiration  of  their 
aerosols  is  possible.  "Hot  pot"  machine  applications  should  be  considered 
first,  since  the  risk  of  thermal  degradation  of  materials  is  greater  here 
than  in  "cold  pot"  machines,  and  degradation  products  themselves  might  be 
toxic. 


Over  the  longer  term,  it  is  recommended  that  improvements  to  Q127 
and  other  "hot"  machines  in  the  field  be  considered  as  outlined  in  Section 
6.3.  here.  Concurrently,  the  development  of  the  LAMAPP  system  as  a  new- 
generation  penetrometer  is  recommended,  as  discussed  here  in  Section  6.4. 

Finally,  it  is  recommended  that  the  replacement  materials  identi¬ 
fied  here  also  be  evaluated  for  use  in  "cold  smoke"  machines  which  use 
spray-generated  aerosols  having  broad  particle  size  distributions,  and  in 
which  problems  arise  such  as  rancidity  when  corn  oil  is  used.  We  believe 
that  many  of  the  materials  identified  in  the  present  study  would  perform 
suitably  in  cold  smoke  applications. 
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APPENDIX  A 


PROPERTIES  AND  ENVIRONMENTAL  HAZARDS  OF 
D1  (2-ETHYLHEXYL)  PHTHALATE  ("OOP") 
FROM  REFERENCE  1 
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lO&NTiraR  CHEMICAL  NAME  CAS  REG  NO. 

*DOP  Dl  (2-«thythexyl)  phthMate  U7-S1-7 

II-  i  I  ■  I  !■  I  — TBi  1  I  ■  I  -  —  - - - — - - —  — 

CHEMICAL  FORMULAS  (COOCH2CH(C2H,XCH2)3CH3)2 

SYNONYMSt  Bis  (2-ethyttvexyl)  phthalate,  dl-sec-oetyl  pt:>thaiate;  phthalic  aeid«  bis  (2oethylhexyi)  ester; 
di  (2-«thyihexyi)  orthephthaUte;  lt2  benzenedicarbexyiic  acid  (bis  (2*ethylhexyl)  ester). 

DESCSUPTORSs  OOF  beiongs  to  a  eiass  of  compounds  known  as  the  phthalate  esters,  and  is  a  diester  of 
a  benzene  diearboxylie  add. 

*The  identifier  "OOP”  is  vued  to  refer  to  both  dloetyl  phthalate  and  di-2-ethyihexyl  phthalate.  In  this 
data  package,  the  identifier  "OOP*  wiii  refer  to  di«2>ethylhexyi  phthalate. 


OIEMICAL  AND  PHYSICAL  PROPERTBESt  OOP  is  a  colorless,  oily,  stable  liquid  which  is  slightly 
soluble  in  water,  but  very  soluble  in  organic  solvents  and  mineral  oil.  Selected  chemical  and  physicsU 
properties  are  listed  belowt 


YaIue.(Ren 


Molecular  weight 
Boiling  point 
* 

Melting  point 
Specific  gravity 

Flash  point  (open  cup) 


»1  (1) 

38e®C  (2) 

-30«C  (1) 
0.98,  23®C  (1) 

216<»C  (2) 


SssisdSL 

Viscosity  (centlstokes) 

Vapor  pressure 

Hg.20^  (1) 

Vapor  specific  gravity 

VoUtlUty 

Solubility  (water) 


Value  (Rd) 

80.0,  20®C  (1) 
7.10  X  10"*  mm 

13J  (2) 

1 J2  X  lo:^ 
mg/m^  (I  j 

<  0.01  g/100  ml 

(1) 


MILITARY  APPLICATIONS  Since  OOP  simulates  agent  aerosol  behavior,  the  Army  is  currently  using  it 
to  perform  mask  servleabiUty  tests  and  vehide  penetration/ vulnerability  tests. 


INDUSTRIAL  APPLICATIONS  OOP  has  been  used  as  a  piastidzer  for  resins  and  elastomers,  and  is  found 
in  floor  tiles,  various  types  of  furnishings  lor  households  and  transportation  vehldes,  food  packagLng 
systems,  induWial  tubing  and  conduits,  medical  tubing,  catheters  and  blood  containers,  certain  types  of 
dental  material,  coatings  for  drugs,  and  numerous  other  products.  The  phthalate  esters  are  also  used  as 
defoaming  egeim  in  manufacturing  paper,  as  a  vehicle  for  perfumes,  in  cosmetic  products  and  in 
Idbrleatlng  oUs.^ 


ENVOtONieNTAL  LAVS  AND  REGULATlONSs  OOP  is  Usted  in  the  TSCA  inventory.*  In  49  CFR 
173.1  i9(b),  DOT  Identifies  the  compound  as  a  combustible  liquid,  while  the  hazardous  materials'  table  in 
49  CFR  172.101  gives  its  handling  guidelines.  Under  the  RCRA,  the  compound  is  listed  as  a  hazardous 
waste  (U028)  in  40  CFR  26103.  Under  the  FVPCA,  it  is  classified  as  an  organic  toxic  pollutant  (i3B)  in 
Append  D  of  40  CFR  122.93.  The  reportable  quantity  for  this  compound,  under  the  CERCLA,  is 
currently  i  pound,  although  under  propos^  CERCLA  regulations,  the  reportable  quantity  will  be  raised 
to  3000  poimds  (48  FR  23352;  May  29,  1983).  EPA's  proposed  water  quality  criteria  for  protecting 
human  health  from  DOP*s  toxic  properties  range  from  13  mg/1  (for  ingestion  of  water  and  conuminated 
aquatic  organisms)  to  90  mg/1  (lor  Ingestion  of  contaminate  aquatic  organisms  alone)  (43  FR  No.  231, 
79339,  November  28,  1980). 
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TOXICOLOGY; 


RTECS  NO.  TIOS^OOOO 


ROUTE 

SPECIES 

DOSE 

Oral 

Man 

Rat 

Rabbit 

Mouse 

143  mg/kg 

31,000  mg/kg 

34,000  mg/kg 

30,000  mg/Wg 

Ld5J(4) 

LdJS  (4) 

LD50 

Skin 

Guinea  Pig 
Rabbit 
Rabbit 

10,000  mg/kg 

25,000  m^kg 

500  mg/24  hr 

LDjo  (4) 

LdJ;  (4) 

Mild  irritation  (4) 

Inhalation 

Mammal 

30,000  mg/m^ 

(4) 

Eye 

Rabbit 

Rabbit 

300  mg/24  hr 

5  mg 

Mild  irritation  (4) 
Severe  irritation  (4) 

Mufg«ntdtvt  OOP  is  muta|«nie  to  nice  when  administered  Intnperitonealiy.*^*^ 

Rwr^uetWe  Elfeca;  Singh  et  sL,*  reported  that  the  intraperitoneai  injection  of  large  doses  ol  OOP 
(abMt  one-lourth  to  one-eighth  the  LO^g)  into  rats  on  days  5,  iO  and  15  of  pregnancy  caused 
teratogenic  effects,  which  induded  resorptuxis,  gross  abnormalities,  and  skeletal  abnormalities.  When 
administered  orally  to  rats  and  mice,  OOP  effects  adult  reproductive  functions  and  developing  embryos 
at  TLi  g  values  above  35  mg/kg  (for  rats)  and  iOQO  mg/kg  (for  mice).’ 

Turnorieenidtv;  Administered  orally,  OOP  is  carcinogenic  at  doses  above  216  gm/kg  in  rats  and  260 
gm/kg  in  mlce.^  ^ 

ceotoxleltv;  EPA  reportetr  the  following  aquatic  toxicity  values  in  support  of  proposed  water  quality 
criteria  lor  the  "phthalate  esters"; 


Final  EPA  Value  (in  micrograms/ liter) 


Cateeorv 


Fresh  Water  Salt  Water 


Fish,  acute 

net 

Invertebrate,  acute 

Fish,  chronic 

Invertebt  ute,  chronic 

leas 

Plant 

net 

available  net  available 

650  not  available 

0.63  not  available 

than  0.59  not  available 

available 


(64  FR  43690,  July  25,  1979) 

Human  Exposure  Criteria;  TLV-TWA  5  mg/m^;  TLV-STEL  10  mg/m^^^ 

OSHA  Standard  (air)  TWA*^  5  mg/m^  (draft  technical  standard  available)'^ 

DOPs  toxicity  is  extremely  low  by  oral  and  dermal  routes  of  exposure.  This  compound  Is  poorly 
absorbed  through  the  skin  and  rw  significant  irciunt  response  from  dermal  appUearion  or  sensitizing 
potential  has  been  noted  in  animals  or  humans."  DOP  is  approved  by  FDA  as  a  plasticizer  (21  CFR 
175.300)  and  as  a  component  of  adhesives  for  use  in  the  packa^ng,  transporting,  and  holding  of  food  (21 
CFR  175.105). 
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CHEiaCAL  REACnVlTY:^ 

Aao  Cempoufidst  The  eUphatlc  dlazo  compounds,  especially  dlazo  methane,  are  extremely  reactive 
alklatlng  compounds  and  ^nay  react  In  some  way  to  yield  heat* 

Caustics!  The  phthalate  esters  are  easily  hydrolyzed  by  caustics  to  a  salt  and  alcohol  with  the 
generation  of  heat. 

Explosives;  The  phthalate  esters  may  form  highly  oxygenated  compounds  with  metal  nitrates  that  are 
more  unstable  than  the  original  explosive.  They  may  react  exothermaUy  with  other  compounds  to  cause 
explosive  decomposlUen  and  yield  extremely  toxic  fumes. 

Mineral  Acids;  Strong  mineral  acids  tend  to  cause  hydrolysis  and  decomposition  of  the  phthalate  esters 
with  the  generation  of  heat. 

Oxidizing  Mineral  Adds;  The  exhaustive  oxidation  of  OOP  can  cause  decomposition  with  the  generation 
of  heat.  The  conversion  to  phthalate  acid  and  subseqiMint  decarboxylation  can  also  occur. 


ENVIRONIIENTAL  FATEs  OOP  is  a  colorless,  oUy  liquid  with  a  high  boiling  point  and  a  very  low  vapor 
pressure  (1.2  mm  Hg  at  200°C>{  therefore,  the  compound  would  have  little  impact  on  the  quality  of  air  If 
Introduced  into  the  general  environment.  This  compound  Is  subject  to  chemical  degradation  by 
hydrolysis.  Under  alkaline  conditions,  the  phthalate  acid  salt  and  2Hithylhexyl  alcohol  ,ve  produced.  In 
animal  studies,  2>ethylhexyl  alcohol  U  metabolized  and  the  phthallc  add  Is  excreted.*^  Beth  phthaile 
acid  and  DOP  are  subject  to  biodegradation.  Aerobic  degradation  of  the  dlester  In  fresh  winter 
hydrosoi4  end  decumpositlen  of*  phthallc  add  by  soli  microflora  have  been  observed.  Although  the  ester 
has  very  low  water  solubility.  It  experiences  a  number  of  biological  effects.  Bioconcentration  has  been 
demonstrated  with  aquatic  plants  (Elodea  canadlensls),  algae  (Oedogonlum),  arthropoda  (paphnla 
magna),  mollusca  (Physa),  insects  (Culex  plplens  qulnquetasdatus),  and  fish  (Gambusia  afflnis).*'^  When 
DOP  was  subjected  to  /i^tic  culture  flask  blodegradabliity  tests,  it  wu  almost  completely  bio-oxldlzed 
at  the  end  of  3  weeks.**  The  compound  Is  considerably  more  resistant  to  biodegradation  than  dimethyl, 
diethyl,  di«n-butyl,  and  butyl  ben^l  phthalates  which  experienced  100  percent  loss  after  a  week  of 
incubation. 

In  an  aquatic  environment,  indigenous  microbial  populations  degrade  phthalate  esters  via 
enzymatic  hydrolysis.  The  reaction  rate  varies  with  factors  such  as  temperature,  pH,  the  presence  of 
oxygen,  the  structure  of  the  ester,  and  other  factors. 
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ARMY  SURGEON  GENERAL'S  POSITION  ON  OOP 
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UNCLAS 


Cl  QS  SlillSZ  'A'P'R  "Sb'  iPP  UUUU 


xixxaso 


CDR  Anccon  rock  m  ii  //Aosnc-SG// 

C^R  LEAD  CHAnSERSaURG  PA  //SDSLE-flAA// 

CDR  DCASflA  BOSTON  RA 

CONDT  USACHLSCH  ft  nCCLELLAN  AL  //ATZN-CH-NC// 

CDR  ANAD  ANNISTON  AL  //SDSAN-DAS-CP/SDSAN-DAO-SD// 
CDR  UnDA  HERfllSTON  OR  //SDSTE-UA-CEA// 

CDR  RHA  COMflERCE  CITY  CO  //SflCRfl-SF// 

CDR  PUDA  PUEBLO  CO  //SDSTE-PUS-R// 

CDR  SHAD  LATHROP  CA  //SDSSH-flflS// 

CG  nCLB  ALBANY  GA  //S7H// 

CG  fICLS  nCLB  BARSTOlil  CA  //Ba3Q// 

CDR  TEAD  TOOELE  UT  //SDSTE-C0P~TN6// 

CDR  CRDC  APG  flD  //SnCCR-SPS-FH/AMSnC-flAD-P ACA}// 
CDR  DPG  DU6UAY  UT  //STEDP-CI-TD// 

CDR  NAAP  NEWPORT  IN  //SWCNE-SR// 

CDR  abTTHCHEnCO  JOHNSTON  ISLAND  //APCA-OP-NBC// 

CDR  M7TH  ASG  BURTONUOOD  UK  //AERUK-IA// 

CDR  eiSTSPTCOn  KAISERSLAUTERN  GERNANY  //AERLO-nfl// 
CDR  LBDA  LEXINGTON  KY  //SDSAN-LAC// 


AMSnC-SF 


niNinilE  CONSDERED' 


^,AJ  JAKUBOUSKI.  AOSMC-SG^  SS&14  COORD:^ft7ION 

SHCCR"t  jP — , 

Afisnc~Af^ 


Afisnc-s 


•  7  — ' 


conriAND  surgeon 
UNCLAS 
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UNCLAS 


:=  cli^laZ  APR  6b  PP  UUUU  1111630 

^I>R  PBA  PINE  BLUFF  AR  //SflCPB-JJA// 

C»R  RRA»  TEXARKANA  TX  //SDSRR“(JA// 

C»R  2QQTH  VArtflC  ZlilEIRBRUECKEN  CERflANY/ZAEAfiD-flMC-RA-CS// 

CDR  S^THORDBDE  PIPMASENS  GERflANY  //AEUSA-CB// 

ZEN  C»R  33QTH  0R»  CO  APO  NY  Q^16R// 

ZEN  C.DR  GENERAL  SUPPORT  CENTER  AERAS-B-(3  APO  NY  0^132// 

ZEN  CENTEX  CORP/  WESTERN  OPERATION  2624/  METROPOLITAN  PLACE 
PANAMA  CA  11?b7// 

ZEN  INDUSTRIAL  DESIGN  LABS/  12120  WAGNER  STREET/  CULVER  CITY 
CA  ^0230// 

ZEN  WAREHOUSE  SERVICE  AGENCY/  GENERAL  SERVICE  CENTER// 

CARL  PASTARET/  APO  NY  0*1132// 

ZEN  MINE  SAFETY  APPLIANCE  CO/  PO  BOX  426/  PITTSBURGH  PA 
1S230// 

ZEN  SCOTT  AVIATION/  IROO  WALKER  AVENUE/  MONROVIA  CA  RlOlb// 
ZEN  ILC  DOVER  DOVER  DE  // 

ZEN  COMPUTER  SCIENCE  CORP  SHREVEPORT  LA  // 

INFO  CDR  UESTCOM  FT  SHAFTER  HI  //APCA-J AC/HARPER// 
y^DR  CRDC  APG  MD  //SMCCR-HV/SMCCR-CO// 
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03  03  einiSZ  APR  fiki  PP  UUUU  llllfiBD 

CDR  Anc  ALEX  VA  //AnCSS/AitCCN// 

HflDA  UASH0C  //l>ASG-PSP/»Af10-NC// 

CBR  USAOESCOn  CHAnBERSBURS  PA 

CDR  USAOC  SURETY  FIELB  ACTIVITY  DOVER  NJ  //AflXSA// 

UNCLAS 

SUBJ:  DIOCTYLPHTHLATE  CDOP>  HEALTH  ADVISORY  CS:  li  MAY  ab> 

A.  3D  END-.  HflDAi  DAS5-PSP-.  IH  FEB  fiL-.  TO  LETTER-  PINE  BLUFF  ARSENAL- 
SMC?5-!JA-  23  AUS  flSv  SUBJ:  DIOCTYLPKTHLaTE  {D0P>  IS/IS  NOT  A 
POTENTIAL  CARCIN06EN. 

1.  THE  ARMY  SURGEON  GENERAL  HAS  TAKEN  THE  POSITION  THAT  DOP  IS  TO 
BE  CONSIDERED  A  SUSPECT  CARCINOGEN. 

2.  M-m  DOP'  TESTER  AND  TDA-luM  TESTER  AND  ALL  OTHER  DOP  TESTER 
USERS  SHOULD  TAKE  APPROPRIATE  ACTION  TO  PROTECT  WORKERS  OCCUPATION- 
ALLY  EXPOSED  TO  DOP  AEROSOLS  AND  LIflUID. 

3.  APPROPRIATE  ACTION  SHOULD  INCLUDE  PROVIDING  SPECIFIC  MEDICAL 
SURVEILLANCE-  THE  USE  OF  APPROVED  PERSONAL  PROTECTIVE  EflUIPMENT  If 
WARRANTED-  INCORPORATION  OF  ENGINEERING  CONTROLS  TO  REDUCE  EXPOSURE 
TO  OPERATORS-  AND  PROVIDING  INDUSTRIAL  HYGIENE  ASSESSMENT  OF  THE 
EXPOSURES.  IN  ADDITION-  WORKERS  SHOULD  BE  FORMALLY  ADVISED  OF  THE 
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S'.  QB  Sll^lSZ  fib  PP  UUUU  1111&3D 

RISKS  ASSOCIATED  UITH  WORKING  WITH  DOP.  ALL  IimEDIATE  DOP  USE  AREAS 
SHOULD  BE  LABELLED  AS  A  "CANCER  SUSPECT  AGENT  AREA",  AND  ACCESS 
SHOULD  BE  LiniTED  TO  ONLY  AUTHORIZED  PERSONNEL-  THESE  AREAS  CAN 
Br  DEFINED  AS  AREAS  THAT  HAY  OVEREXPOSE  WORKERS  TO  DOP  CONCENTRATION 
CONVERTING  FROO  DOP  TO  REFINED  CORN  OIL  IS  UNDER  CONSIDERATION 
TO  FURTHER  PROVIDE  PROTECTION.  ONCE  THIS  IS  ACCOnPLISHED ,  CONTROLS 
DESIGNED  TO  REDUCE  DOP  EXPOSURES  WILL  BE  RELAXED  APPROPRIATELY- 
3-  LOCAL  HEDICAL  AND  SAFET'^  STAFF  ACTIVITIES  SHOULD  BE  CONTACTED  TO 
HADE  ACTUAL  ASSESSHENTS  OF  DOP  EXPOSURES  AND  CONSULTED  FOR  MORE 
SPECIFIC  INFORHaTION. 

a-  AOCCOn  ORGANIZATIONS  USING  R-m,  TDA“1DM  AND  ALL  OTHER  DOP 
TESTERS  ARE  REflUIRED  TO  PROVIDE  THIS  HEADflUARTERS  WITH  THE  FOLLOWING 
INFORMATION  IF  DOP  IS  USED: 

A.  NUMBER  OF  WORKERS  OCCUPATIONALLY  EXPOSED  TO  DO?- 
B-  TYPE  OF  PERSONAL  PROTECTION  USED  -CE-G-,  TYPE  OF  RESPIRATOR, 
GLOVES,  APRONS,  ETO- 

C-  CONFIRMATION  OF  LABELLING  OF  DOP  USE  AREAS  AS  "CANCER 
SUSPECT  AGENT  AREAS-" 

D-  USE  OF  local  EXHAUST  VENTILATION  DESIGNED  TO  REDUCE 
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EXPOSURE  TO  OOP. 

E.  RESULTS  OF  BREATHINS  ZONE  SAMPLES  FROM  LAST  PERIOD  TESTED- 

F.  CONFIRMATION  AS  TO  UHETHER  UORKERS  ARE  BEING  SEEN  BY  A 
PHYSICIAN  FOR  ROUTINE  MEDICAL  SURVEILLANCE  THAT  IS  SPECIFIC  FOR  DOP 
EXPOSURES. 

6-  PLANS  TO  PROVIDE  WORKER  EDUCATION  WITH  MILESTONES  OR  REPORT 
OF  LAST  CLASS. 

IF  NO  ACTION  HAS  PREVIOUSLY  BEEN  TAKEN  IN  ANY  OF  THE  ABOVE  AREAS  i 
THEN  SO  STATE.  NEW  INITIATIVES  MUST  BE  REPORTED  WITH  MILESTONES 
FOR  COMPLETION.  M-m,  TDA-lOH  AND  ALL  OTHER  DOP  TESTER  USERS  MUST 
CONFIRM  THAT  DOP  IS  STILL  BEING  USED. 

7.  PROVIDE  THIS  INFORMATION  TO  Hfl..  AMCCOM,  ATTN:  AMSMC-SG-.  ROCK 

ISLAND,  IL  LiaiN  NLT  12  MAY  im- 

fi.  POC  IS  MAJ  JAKUBOWSKI,  AV  7N3-Sai6. 
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TEST  Pt.AH:  ** ALTERNATIVE  FOR  OOP" 


Reference:  Engineering  Study  proposal  (ISP  F1-7~006O  (Revised  11  Aug  87) 


1 .  BACKGROUND 

The  referenced  ESP  requires  that  Research  Directorate  (RO)  submit  a 
detailed  Test  Plan  outlining  their  effort  to  find  an  alternative  for  OOP 
(also  called  DEHP)  in  filter  penetrometer  testing.  A  kickoff  meeting  was 
held  19  Oct  87  at  which  Mr.  Larry  Friedman  (PAD),  Project  Engineer  (PE), 
and  Mr.  Hugh  R.  Carlon  (CRDEC,  RD),  Principal  Investigator  (PI),  agreed 
to  the  effort  and  scheduling  which  are  detailed  below. 

2.  STATEMENT  OF  WORK: 

In  this  effort  Research  Directorate  (RD)  will  attempt  to  identify  an 
alternative  material  for  OOP  that  (1)  has  acceptable  toxicological 
properties,  (2)  performs  acceptably  In  filter  penetrometer  systems,  and 
(3)  has  other  attributes  such  as  reasonable  cost.  Ideally,  an  acceptable 
material  already  cleared  by  the  Surgeon  General  might  be  identified. 
Otherwise  candidate  materials  must  be  screened  and,  if  an  alternative  for 
DOP  is  identified,  action  to  have  it  cleared  for  use  will  be  initiated. 

The  scope  of  the  present  work  does  not  permit  toxicological  testing  of 
candidate  materials  to  be  performed.  Thus,  the  approach  must  be  to  study 
candidate  materials  that  are  least  likely  to  be  toxic  based  on  presently- 
available  Information,  and  to  contemplate  toxicological  scrutiny  only  of  a 
promising  alternative  for  DOP,  should  one  be  Identified,  in  subsequent 
work. 

Research  Directorate's  (RD’s)  effort  will  include  the  following: 

a.  Investigate  prior  research  studies,  reports  and  papers. 

b.  Identify  alternatives  for  DOP/DEHP,  beginning  with  materials  that 
have  been  cleared  by  the  Surgeon  General  and  have  appropriate  physical 
properties.  If  no  such  materials  can  be  found,  then  candidate  materials 
will  be  selected  which  have  appropriate  physical  properties.  Some 
candidate  materials  include  tetraethylene  glycol  (TEG),  pentaethylene 
glycol  (PTAEG),  hexaethylene  glycol  (HEXEG),  oleic  acid,  di -(2-ethyl hexyl ) 
sebacate  (DOS/DEHS),  erythritol,  pentaerythritol ,  and  glyceryl 
fflonostearate  (a  wax).  Corn  oil  will  not  be  evaluated.  RD  shall  procure 
promising  materials  having  appropriate  physical  and  promising 
toxicological  properties.  Candidate  materials  should  be  non-carcinogenic, 
nomutagenic  and  nontaratogenic,  since  they  must  eventually  meet  approval 
by  the  Surgeon  General.  No  materials  that  have  been  disapproved  by  the 
Surgeon  General  will  be  considered. 

c.  Examine  physical  properties,  chemical  properties,  toxicological 
properties,  materials  commercial  availability,  and  material  unit  cost. 
Prioritize,  candidate  materials  from  "most  likely  to  succeed"  to  "least 
likely  to  succeed." 
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d.  Other  factors  which  must  be  considered  in  choosing  a  material  to 
replace  DOP/DEHP  are: 

(1)  Maintenance.  It  is  undesirable  to  use  a  material  that  will 
clog  the  tester  and/or  support  fungus  growth  In  same. 

(2)  Destructive  vs.  Non-Destructive  Testing.  DOP/DEHP 
penetration  testing  is  considered  non-destructive.  The  new  material  must 
also  be  non-destructive.  In  this  context,  "non-destructive"  means  not 
damaging  to  filters  in  standard  test  aerosol  concentrations.  This  does 
not  rule  out  the  possibility  that  acceptable  materials,  and  DOP/DEHP, 
might  actually  damage  filters  in  massive  concentrations. 

(3)  The  new  material  shall  be  examined  for  and  exhibit  adequate 
stability  and  aging  characteristics. 

e.  Submit  prioritized  list  or  promising  candidate  materials  which 
have  not  been  previously  cleared  by  the  Surgeon  General  to  PAD  for  review 
by  the  Health  and  Veterinary  Services  Office  for  official 

approva 1 /recommendat i ons . 

f.  (1)  Initiate  testing  with  the  Los  Alamos  Monodispersed  Aerosol 
Prototype  Penetrometer  (LAMAPP)  system,  as  agreed  with  Mr.  Friedman  (PAD), 
in  the  reasonable  expectation  that  data  gathered  for  DDP/DEHP  and 
candidate  replacement  materials  using  the  LAMAPP  will  be  applicable  as 
well  to  the  old  Q127  penetrometer  system,  and  other  systems  presently 
using  DOP/DEHP.  This  effort  will  be  coordinated  by  the  PI  with  Mr.  Larry 
Ortiz  at  Los  Alamos  National  Laboratory  (LANL).  The  approach  will  be 
first  to  study  DOP/DEHP  in  detail.  The  LAMAPP  will  be  operated  over  a 
wide  range  of  adjustments  of  flow  rate  and  other  parameters  to  observe 
effects  upon  aerosol  geometric  mean  diameter  (QMD)  and  geometric  standard 
deviation  (GSD).  In  this  way,  the  ability  to  "tune"  LAMAPP  with  candidate 
liquids  to  produce  aerosols  of  O.Spm  GMD  and  <1.3  GSD  in  suitable  mass 
concentrations  will  be  assessed.  Candidate  materials  will  be  prioritized 
as  to  ability  to  meet  these  specifications. 

(2)  Should  the  LAMAPP  not  be  available  for  prolonged  assessment 
of  candidate  materials  as  outlined  in  (1)  above,  testing  will  revert  to  an 
old  Q127  system.  An  attempt  will  be  made  to  use  the  PMS  LAS-X  Laser 
Aerosol  Spectrometer  to  evaluate  GMD  and  GSD  in  that  case,  since  rapid 
monitoring  of  these  is  essential  to  the  test  schedule  and  is  not  reliably 
afforded  by  the  "OWL"  instrumentation  provided  with  the  old  Q127  systems. 

g.  Based  on  these  tests,  recommend  suitable  material (s),  if  any,  from 
which  a  stable  "monodispersed"  aerosol  should  be  able  to  be  generated  by  a 
Q127,  or  other  existing,  penetrometer  system.  Determine  the  optimum  test 
parameters  to  achieve  the  stable  "monodispersed"  aerosol. 

h.  Advise  PAD  in  performance  of  comparative  testing  between  the  new 
material (s)  and  DOP/DEHP  on  actual  canisters  as  outlined  in  paragraph 
C.1.c.(8)  of  the  ESP. 
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3.  REPORTING: 


Brief  monthly  leter  reports  shall  be  submitted  to  the  PE  beginning  30 
Oet  87.  A  Final  report  shall  be  submitted  to  the  PE  within  30  days  of 
completion  of  work,  and  upon  approval  shall  be  published  as  a  CRDEC 
Technical  Report  (TR)  or  Special  Publication  (SP). 

4.  SCHEDULING: 

As  agreed  by  the  PE  and  PI  at  the  kickoff  meeting  the  schedule 
(milestones)  in  paragraph  C.4  of  the  ESP  is/are  not  acceptable  because  too 
little  time  is  allowed  for  meaningful  performance  of  Phase  I  by  RD  as 
compared  to  that  for  Phase  II  by  PAD.  Instead,  the  following  schedule  is 
specified: 


SCHEDULE 


Mi lestone 


Date  Completed 


Funds  received  by  RO 


30  Oct  87  (approx) 


Candidate  material  delivered 
for  Phase  II  testing 

Continuing  evaluation  of  candidate 
materials  and  advising  PAD  in 
Phase  II  testing 

Delivery  of  Final  Report  to  PE 


30  Jun  88 

31  Jan  89 


30  Apr  89 


(signed) 


HUGH  R.  CARLON 
Principal  Investigator 
Operational  Sciences  Branch 
Physics  Division 
Research  Directorate 
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THE  Q127  PENETROHETER  MACHINE 


The  Q127  (Figure  D.1.)  is  one  of  at  least  three  aerosol 
penetrometer  machines  that  have  been  standardized  by  PAD  and  other  organi¬ 
zations  to  perform  testing  with  essentially  monodispersed  aerosols  having  a 
mean  droplet  diameter  of  O.Spm.  Other  standard  machine  models  are  the  Q76 
and  the  Q107  aerosol  penetrometers. 

The  Q127  machine  can  produce  test  flows  of  up  to  about  100  1pm 
(3.5  cfm),  and  is  adjustable  to  test  flows  of  16,  32,  42.5  and  85  1pm.  The 
Q76  machine  can  produce  essentially  monodispersed  aerosols  at  test  flows  of 
700  to  7000  1pm  (25  to  250  cfm),  and  the  Q107  machine  can  produce  test 
flows  of  0  to  70,000  1pm  (0  to  2500  Cfm).  The  aerosol  concentration  pro¬ 
duced  by  all  three  machines  is  approximately  80  +  20  mg/m3. 

The  Q127  machine  is  used  to  test  aerosol  penetration  through  res- 
piratoi-  canister  filters,  and  is  fitted  with  a  semi-automatic  test  chuck 
for  this  purpose.  The  076  and  Q107  machines  are  used  to  test  larger,  open- 
faced  filters  and  filter  banks. 

All  three  machines  presently  are  manufactured  by  Air  Techniques, 
Inc.  (ATI),  1716  Whitehead  Road,  Baltimore,  Maryland  21207,  telephone 
(301 ) -944-6037.  ATI  designates  the  Q127  machine  as  its  Model  TDA-100,  the 
Q76  machine  as  its  Model  TOA-110,  and  the  Q107  machine  as  its  Model 
TDA-120.  Since  all  three  machines  operate  using  the  same  principles 
including  generation  of  a  U.3Mm  test  aerosol  at  concen  at ions  of  up  to  100 
mg/m3,  it  is  reasonable  that  results  obtained  in  the  present  work  using 
our  Q127  machine  can  also  be  reproduced  in  the  larger  Q76  and  Q107 
machines. 


The  discussion  beyond  this  point  will  concern  itself  only  with 
the  Q127  machine?  specifications  for  this  machine  (ATI  Model  TDA-ICO)  are 
given  on  the  two  pages  following  Figure  D.1.  The  present  purc.iase  price  of 
a  new,  basic  Q127  machine  is  $24,820.00,  effective  1  April  1983. 

The  Q127  machine  used  by  the  authors  in  the  research  reported  here 
was  not  a  new  machine  like  that  shown  in  Figure  D.I.,  but  it  was  very 
similar  in  general  appearance.  Our  machine  was  modernized  to  incorporate  a 
digital  temperature  cont'c'!ler  for  the  DOP/candidate  "pot",  and  other 
features,  by  Mr.  Frank  Blaha  of  Experimental  Fabricaf'on  Division,  RD&E 
Suppoi  t  Directorate,  CROEC. 

All  Q127  machines  provide  several  adjustments  that  allow 
the  operator  to  control  the  test  aerosol  produced  so  that  it  has  suitable 
characteristics  including  geometric  mean  diameter  (OMO),  geometric  stan¬ 
dard  deviation  (Cg),  and  mass  concentration.  These  adjustments  3>*e  summu* 
rized  in  Table  0.1. ,  where  their  effects  on  GMD  and  Og  are  shown. 


Appendix  D 


67 


Table  D.1  Effect  of  Q127  Machine  Adjustments  Upon  Aerosol  Produced. 


Operator 

Adiustment 

Effect  on  Geometric 
Mean  Diameter 
(GMD) 

Effect  on  Geometric 
Standard  Deviation 
(6SD.  ffg) 

Increase  reservoir  ("pot") 
temperature  without  changing 
other  settings. 

decreases 

decreases 

Increase  quench  air 
temperature. 

increases 

increases 

Increase  ratio  of  quench 
air  to  vapor  pickup  air. 

decreases 

decreases 

Several  candidate  materials  were  identified  in  out*  rec^earch  that 
performed  suitably  as  OOP  replacements.  These  are  ranked  according  to 
probability  of  success  (most  probable  first)  in  Table  D.2.,  where  operator 
adjustments  needed  to  obtain  the  aerosol  specifications  shown  also  are 
indicated.  With  this  information,  the  operator  of  another  Q127  machine, 
old  or  new.  should  be  able  to  duplicate  our  test  results  within  the  limits 
of  statistical  variation  between  machines. 

Operators  of  machines  other  than  the  Q127,  such  as  Q76  and 
Q1Q7  machines,  also  should  be  able  to  duplicate  our  results  as  shown  in 
Table  D.2.  by  taking  into  account  the  normal  range  of  adjustments  used  for 
operation  with  OOP  and  comparing  individual  settings  with  those  in  the 
table  here. 
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mtm  The  TDA<100  Monodispersed 
Aerosol  Penetrometer  (Q127)  incor¬ 
porates  the  most  advanc^  technology 
of  unique  design  to  make  .3  micro¬ 
meter  monodispersed  aerosol,  meas¬ 
ure  and  control  the  aerosol  particle  size 
and  concentration  plus  measure  the 
percent  penetration  of  the  tested  com¬ 
ponent  by  the  aerosol. 

The  TDA-100  is  a  basic  apparatus 
consisting  of  three  major  components. 
They  are; 

1.  The  penetrometer  itself  consist¬ 
ing  of  the  aerosol  making  and 
controlling  equipment. 

2.  The  particle  size  indicator  and  the 
mechanical  analyzer  which  moni¬ 
tor  the  aerosol  particle  size. 

3.  The  percent  penetration  indicator 
and  associated  light  scattering 
chamber  which  measures  the 
percent  of  aerosol  penetrating 
the  component  being  tested. 

There  arc  many  adaptations  and 
possibilities  for  various  chuck  and  test 
fixtures  which  enable  testing  of  a  great 
variety  of  samples  ranging  from  flat 
material  to  highly  complex  respirators. 

In  general  the  TDA-100  operates  as 
follows: 

Compressed  air,  passing  through  a  filter 
and  moisture  trap,  is  connect^  to  the 
penetrometer  and  regulated  to  a  pres¬ 
sure  of  35  pounds  per  square  inch 
gage  (psig).  The  air  is  then  divided  into 
two  streams,  vapor  ond  diluent.  TTie 
vapor  stream  flows  at  20  liters  per  mi¬ 
nute  through  a  preheater,  then  into  an 
aerosol  generator  and  over  the  surface 
of  liquid  which  is  maintained  at  165  ± 
2“C.  The  diluent  stream  is  cooled  by  a 
vortex  tube  and  then  heated  by  an 
electrical  element.  It  bypasses  the 
aerosol  generator  at  a  flow  rate  of  80 
liters  per  minute  and  joins  the  vapor 
stream  on  the  outlet  side  of  the 
generator  to  make  an  aerosol.  The 
aerosol  is  passed  into  an  aging 


chamber  where  it  is  stabilized.  During 
testing,  aerosol  flows  from  the  aging 
chamber  to  the  chuck  or  test  fixture 
adaptation  and  through  the  compon¬ 
ent  under  test.  As  aerosol  is  continually 
being  made  when  the  penetrometer  is 
operating  and  testing  is  intermittent, 
the  excess  aerosol  is  exhausted  to  the 
atmosphere  from  the  aging  diamber. 

The  aerosol  particle  size  is  main¬ 
tained  at  a  predetermined  level  by  con¬ 
trols  on  the  penetrometer  and  is  mon¬ 
itored  by  the  aerosol  particle  size  indi¬ 
cator.  This  indicator  electronically  meas¬ 
ures  aerosol  particle  size  from  a  sample 
of  the  aerosol  continually  passing 
through  a  mechani  jI  analyzer.  This 


mechanical  analyzer  measures  aerosol 
particle  size  by  the  degree  of  polariza¬ 
tion  of  a  light  beam  which  passes 
through  a  sample  of  the  aerosol.  The 
particle  size  of  the  aerosol  is  controlled 
by  adjusting  the  temperature  of  the  di¬ 
luent  air  stream. 

A  sample  under  test  is  subject  to  a 
concentration  of  aerosol  of  approxi¬ 
mately  100  micrograms  per  liter.  Using 
this  concentration  as  a  base  line  of 
100%, the  amount  of  aerosol  penetrat¬ 
ing  the  sample  under  test  is  measured 
by  the  percent  penetration  indicator. 
Such  measurements  are  registered 
linearly  on  the  meter. 


SALTIMORS,  MARYLAND  21207 
TCLERHONB  (301)  944-6037 
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TDA*’100  Monodispersed  Aerosol  Penetrometer 


(Q127) 


MAJOR  COMPONENTS 
AND  SPECIFICATIONS 

■  AEROSOL  GENERATOR:  Produces 
0.3  miaon  aerosol  at  a  conccntra- 

,  tion  of  100  miaograms/liter 

■  VAPOR  FLOVA/METER:  Rariges  from 
5-50  SLPM  ^  35  P3IG 

■  DILUENT  FLOWMETER:  Ranges 
from  10-100  SLPM  @  35  PSIG 

■  TEST  FLOWMETER:  Rangijsfrom  16- 
85  SLPM  @  5"  HG 

■  RESISTANCE  INDICATOR:  Optional 

■  MECHANICAL  ANALYZER:  Meas¬ 
ures  light-angle  refraction  from  0“- 
50®  with  four  Polaroid  and  three 
condensing  lenses 

■  PARTICLE  SIZE  INDICATOR:  Solid 
state  type,  capable  sensitivity  of  ten 
divisions  to  1  ®  rotation  of  Mechani¬ 
cal  Analyzer,  approximate  size- 14" 

X  8"  X  8" 


■  SCAHERING  CHAMBER:  Forward 
light  scattering,  approximately  5"  x 
5"  X  20"  in  size,  with  no  dimming 
control  and  filter  factor 

■  PERCENT  PENETRATION  METER: 
Solid  state  type  with  ranges  of 
100%,  10%,  1%  .1%,  ,01%.  Ap¬ 
proximate  size- 14"  X  8"  x  8". 
Three  place  digital  read  out  optional 

■  VORTEX  TUBE:  5  cubic  feet  per  min. 
capacity 

■  MIXING  CHAMBER:  Containing  baf¬ 
fles  with  porte  for  exhaust,  sample, 
inlet  and  test  sample 

■  VACUUM  PUMP:  Capable  of  deliv¬ 
ering  up  to  85  SLPM  @  5"HG 
pneumatic,  silent  operating  type 

■  A'R  OPERATED  CHUCK;  Manufac¬ 
tured  to  house  customers'  canisters 
of  varying  sizes,  etc,  to  be  tested 


■  CONSTANT  VOLTAGE  REGULATOR: 
250  VA  rating.  Input  of  95-130  VAC 
output  of  118  VAC  ±  0.5% 

■  CONTROL  PANEL:  Consisting  of 
master  "ON-OFF"  par+ide  size  con¬ 
trol,  solid  statii  time  proportioning 
liquid  temperature  cgntrol,  chuck 
control  switches 

_  APPLICABLE  STANDARDS 
AND  SPECIFICATIONS 

U.S.  Federal  Standard  209b,  paragraph 
50. 

American  Association  of  Contamina¬ 
tion  Control  standards  CvIT,  Cr.-2T 
and  CS-6T. 

American  National  Standards  Institute 
N101.1-1972. 

ANSI/ASME  N510-1980. 

Institute  of  Environmental  Sciences  lES- 
RP-CC-002-86. 

American  Society  of  Testing  and  Mater¬ 
ials  D-1899. 


te  o'* 


A  test  bench,  TDA  101,  is  available  as  an  accessory  to  the  TDA-WO  for  testing  leaks 
in  facepieces  of  both  full  and  half  mask  respirators.  The  bench  has  two  test  heads, 
a  spray  nozzle  for  aerosol,  a  penetration  readout  meter,  valves,  connectors  and 
hardware  for  hook-up  to  the  TDA- 100  Monodispersed  Aerosol  Penetrometer. 
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Table  D.2  Q127  Machine  Settings  to  Achieve  OOP  Replacement  Aerosols, 

Showing  Candidate  Materials  Ranked  in  Order  of  Probable  Success.’*' 


TvDical  Performance  "Owl 

'  Readings 

"Pot" 

Part. Size 

Ratio 

•k* 

Rank 

Material 

Range  of 

Yield 

for  Range  of 

Temp. 

Control 

Quench/ 

Foot- 

-ina 

*  Trade  Name 

CMD  (urn) 

ma/ffl3 

<^a  CMD 

'dsoreesl 

oc 

(Voltaae)  Vapor  Air 

notes 

1 

Eastman 

.21- 

87 

1 .26- 

44, 

170 

0 

90/10  1pm  A. 

"eicosane" 

.30 

87 

1 .19 

46 

170 

0 

90/10 

2 

Emersol 

.20- 

76 

1 .20- 

35, 

166 

69 

90/10 

B. 

875 

.30 

76 

1 .25 

50 

15-5 

75 

90/10 

3 

Emersol 

.20- 

86 

1.20- 

36, 

155 

64 

90/10 

C. 

871 

.30 

85 

1 .22 

50 

155 

70 

90/10 

4 

Emery 

.20- 

70 

1 .23 

43, 

170 

46 

90/10 

0. 

3004 

.30 

100 

1  .23 

50 

180 

75 

90/10 

5 

Emery 

.19- 

110 

1.20 

35, 

196 

87 

90/10 

E, 

3006 

.21 

110 

1.20 

35 

195 

87 

90/10 

6 

Industrene 

.18- 

200 

1.29- 

34, 

170 

79 

90/10 

F. 

206LP 

.30 

66 

1.31 

49 

160 

75 

90/10 

7 

Emersol 

.19- 

76 

1.25- 

35  at 

160 

72 

90/10 

6. 

233LL 

.30 

76 

1.40+ 

0.20  CMD 

160 

82 

90/10 

8 

Kemester 

.26- 

698 

1.38 

48, 

166 

0 

90/10 

H. 

105 

.32 

698 

1.38 

48 

166 

0 

90/10 

FOR 

COMPARISON: 

OOP 

.19- 

146 

1.21- 

29, 

172 

36 

80/20 

1. 

.20 

146 

1.22 

29 

1  72 

38 

80/20 

,26 

146 

1.30- 

48. 

172 

100 

80/20 

146 

1.54 

48 

172 

100 

80/20 

Test  Conditions;  a.  Quench  air  held  at  260C  before  heating. 

b.  Line  vacuum  5  in.  water. 

_ c.  Air  flow  rates;  through  test  chuck  32  1pm;  through  Owl  5  1pm. 

*  Highest  rankings  have  highest  probability  of  success;  materials  not  listed 
are  not  considered  to  be  viable  candidates  for  the  0127  machine. 


(continued  next  page) 
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Tab1«  0.2  (concluded) 


Footnotes;  A.  Impure  sample}  no  longer  commercially  available  (see  text). 
B.  Isostearle  acid,  Emery  Div.,  Quantum  Chem.  Co., 

70-76%  pure;  also  oerforma  well  in  the  LAMAPP  machine. 

G.  Isostearic  acid,  Emery  Oiv.,  Quantum  Chem.  Co.,  60-66%  pure 

D.  Synthetic  hydrocarbon,  85%,  Emery  Oiv.,  Quantum  Chem.  Co. 

E.  Synthetic  hydrocarbon,  Emery  Oiv.,  Quantum  Chem.  Co., 
strong  odor-  high  “pot"  temperature;  0.21  Mas  max.  CMO. 

F.  Oleic  acid,  71%,  Humko  Chem.  Oiv.,  Witco  Corp. 

G.  Oleic  acid,  74%,  Emery  Oiv.,  Quantum  Chem.  Co. 

H.  Methyl  oleate,  69%,  Humko  Oiv.,  Witco  Corp. 

I.  The  "standard"  for  candidate  performance  (see  Sec.  4.4  ). 
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TMt  ’'UHAPP" 


PROTOTYPE  PENETROMETER  MACHINE 
WITH  "LAS-X"  AEROSOL  SPECTROMETER 


Tht  Los  Alamos  Monodlspersed  Aerosol  Prototype  Penetrometer 
("LAMAPP”)  was  developed  at  the  Los  Alamos  National  Laboratory  during  a 
research  program  funded  by  the  Product  Assurance  Directorate  (PAD)  of  the 
U.S.  Army  Armament,  Munitions  and  Chemical  Command  (AMCCOM).  The  purpose 
of  the  program  was  to  design,  build,  and  test  a  prototype  respirator 
filter  test  penetrometer  with  improved  performance  over  the  aging  Q127 
test  system  (Appendix  D).  The  improved  penetrometer  was  to  incorporate 
state-of-the-art  principles,  components,  technology,  and  procedures  for 
the  task  of  testing  respirator  filters. 

The  specific  design  goals  were: 

e  to  produce  from  di-(2-ethylhexyl )  phthalate  (DEHP  or  "DOP", 
Appendix  A),  a  stable  test  aerosol  having  a  geometric  mean  diameter  (GMD) 
of  O.Spm  with  a  geometric  standard  deviation  (og)  of  1.20  or  less;. 

#  to  provide  a  reliable  means  of  monitoring  the  size, 
distribution,  and  concentration  of  the  test  aerosol; 

•  to  produce  a  system  capable  of  providing  filter  test  flow 
rates  of  16,  32,  42,  64,  and  8S  1pm; 

a  to  provide  rapid  response  filter  penetration  measurements  to 
the  0.03%  level. 

Figure  E.1.  shows  the  cart-mounted  LAMAPP  system  that  was  deliv¬ 
ered  to  PAD  and  is  now  in  side-by-side  operation  with  a  Q127  machine  in  the 
Research  Directorate  of  the  U.S.  Army  Chemical  Research,  Development  and 
Engineering  Center  (CRDEC).  The  principle  of  operation  is  as  follows. 

In  the  LAMAPP,  an  evaporation/condensation  type  of  aerosol  genera¬ 
tor  is  used  to  produce  a  nearly  monodisperse  aerosol  for  testing  filters. 
The  principle  employed  is  to  evaporate  a  liquid  to  a  vapor,  and  then  to 
condense  this  vapor  onto  salt  (NaCl)  nuclei  to  form  small  individual  parti¬ 
cles  comprising  the  test  aerosol  or  smoke. 

Unlike  most  evaporation/condensation  generation  processes,  the 
LAMAPP  utilizes  a  polydisperse  aerosol  to  initiate  production  of  a  final, 
nearly  monodisperse  aerosol.  The  fine  polydisperse  aerosol  is  first  gener¬ 
ated  by  room  temperature  nebuHzation  (atomization)  of  an  organic  liquid 
like  DOP,  followed  by  flash  evaporation.  This  procedure  allows  rapid 
vaporization  of  small  particles  at  temperatures  well  below  the  primary  liq¬ 
uid  boiling  point. 
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LASKIN  Nozzle  Aerosol  Nebulizers 


Thus«  the  vaporization  temperature  can  be  kept  much  lower  than  for 
the  conventional  method  of  boiling  a  liquid  in  a  heated  container,  thereby 
decreasing  any  thermal  decomposition. 

In  a  separate  nebulizer,  an  aerosol  is  generated  simultaneously 
from  a  dilute  NaCl  solution  and  then  is  mixed  into  the  liquid  particle  aer¬ 
osol  stream  before  both  aerosols  enter  the  vaporizer.  The  NaCl  solution 
droplets  dry  to  very  small  nuclei  particles  that  do  not  evaporate  because 
of  the  high  vaporization  temperature  of  salt. 

The  OOP  or  other  organic  vapor  is  condensed  in  a  coaxial  condensation 
tube  that  provides  locally  an  unchanging  environment  for  the  rapidly-condensing 
vapors,  while  the  NaCl  aerosol  provides  excess  nuclei  to  initiate  and  con¬ 
trol  condensing  particle  growth. 

This  unique  condensation  process  is  accomplished  by  injecting  high 
concentrations  of  the  hot,  vaporized  organic  material  at  relatively  high 
velocities  (about  30  m/sec)  into  a  slower-moving  (about  5  m/sec)  coaxially 
flowing,  clean,  cool  air  stream  in  the  presence  of  the  excess  NaCl  nude''. 

Thus  the  geometry  of  the  vapor  injection  and  coaxial  air  cooling  flow  pro¬ 
vide  the  rapid  local  mixing/cooling/dilution  environment  necessary  for  con¬ 
trolled  condensation  of  individual  particles  from  the  organic  liquid's 
vapor  phase. 

The  condensed  liquid  aerosol  has  a  nearly  uniform  particle  size, 
and  it  is  then  delivered  to  the  Filter  Test  Chuck  system  for  filter  tests. 
Filters  are  tested  by  comparing  the  concentration  of  the  aerosol  penetrat¬ 
ing  the  filter  to  that  challenging  the  filter.  Both  concentrations  are 
determined  by  standard  light  scattering  techniques,  utilizing  isokinetic 
sampling  upstream  or  downstream  of  the  filter  being  tested.  From  the  ratio 
of  the  two  concentrations,  a  fractional  penetration  and  filter  factor  (FF) 
can  be  calculated. 

The  LAMAPP  can  produce  mass  aerosol  concentrations  of  25  mg/m3  at 
flow  rates  of  100  1pm.  Aerosol  size  distribution  parameters  (log-normal 
distribution)  can  be  controlled  closely  and  reproduced  over  the  range  from 
about  0.2  to  0.5um  GMO  with  a  corresponding  erg  of  1.20  or  less,  using  OOP 
as  the  organic  liquid. 

A  brief  description  of  the  major  subsystems  and  components  of  the 
LAMAPP  is  given  in  the  following  paragraphs.  Refer  to  Figure  E.1.  for  the 
general  location  of  the  components.  Refer  to  Figure  E.2.  for  a  schematic 
diagram  of  the  polystyrene  latex  (PSL)  calibration  subsystem,  and  to  Figure 
E-3.  for  a  schematic  diagram  of  the  air  flow  through  the  LAMAPP  system. 

The  PSL  calibration  subsystem  is  used  to  calibrate  the  LAS-X  Laser 
Aerosol  Spectrometer  (described  on  the  following  pages)  before  the  LAS-X  is 
used  for  aerosol  size  measurements.  The  small  sampling  tube  from  the  LAS-X 
is  inserted  into  a  PSL  supply  tube  on  the  LAMAPP  panel  during  calibration. 

A  commercially  available  glass  DeVilbiss  nebulizer  (Figure  E,2.) 
is  used  to  generate  monodisperse  PSL  aerosol  from  standard  or  reference  PSL 
water  solutions.  The  solution  stream  is  sheared  by  a  high  velocity 
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TOGGLE 


PSL  CALIBRATION  SUBSYSTEM 

Figure  E.2  Polystyrene  Latex  (PSL)  Calibration  Subsystem. 
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AIR  FLOW  DIAGRAM  -  PROTOTYPE  PENETROMETER 
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airstream  in  the  nebulizer  to  produce  a  sub-micron  aerosol.  Larger  drop¬ 
lets  leaving  the  nebulizer  are  impacted  on  its  upper  curved  surface,  and 
almost  a11  droplets  leaving  the  nebulizer  contain  only  one  PSL  sphere; 
these  evaporate  to  leave  a  nearly  monodispersa  aerosol  of  solid  PSL 
sphores. 

The  Test  Aerosol  Subsystem  provides  nearly  monodisperse  aerosols 
of  OOP  or  other  organic  liquids  to  the  penetrometer.  Its  operation  can  be 
understood  by  reference  to  Figure  E.3.,  where  its  components  are  shown  at 
the  bottom  of  the  figure. 

Compressed  air  is  dried,  cleaned,  and  regulated  for  delivery  to 
the  NaCl  and  DEHP  (OOP)  generators.  The  DEHP  (OOP)  generator,  which  may, 
of  course,  contain  another  candidate  OOP  replacement  material,  uses  a 
Teflon  Laskin  nozzle  to  shear  and  entrain  the  liquid  into  airborne 
droplets.  The  size  of  the  droplets  decreases  as  the  air  pressure  is 
increased.  The  resulting  polydispersed  liquid  droplet  aerosol  is  then 
evaporated  in  the  Vaporization  Tube  (see  Figure  E.I.),  which  is  wrapped 
with  a  heating  tape  (labeled  "HEAT  TAPE"  in  Figure  E.3.). 

The  NaCl  generator  (Figure  E.3.,  bottom)  generates  a  solid  aerosol 
of  condensation  nuclei  from  a  0.3%  weight/volume  NaCl  water  solution.  This 
solution  concentration  oust  be  used  to  obtain  the  target  O.Spm  diameter 
aerosol  of  OOP  or  another  material.  The  NaCl  generator  functions  like  the 
OOP  or  other  liquid  generator  Just  described,  using  a  Teflon  Laskin  nozzle 
in  a  Teflon  "pot"  at  room  temperature.  The  NaCl  aerosol  Joins  the  DEHP/DOP 
or  other  aerosol  prior  to  entering  the  Vaporization  Tube  (Figure  E.3.). 

The  Vaporization  Tube  temperature  is  held  at  a  constant  tempera¬ 
ture  between  ISOOG  and  ISO^C  to  vaporize  the  DEHP/DOP,  or  other  liquid, 
aerosol.  The  NaCl  solution  aerosol  is  dried  in  the  tube,  but  is  otherwise 
unaffected  by  its  passage.  A  Temperature  Controller  (Figure  E.3.)  controls 
the  heating  tape,  and  thus  the  tube  temperature.  The  tube  is  stainless 
steel. 


Any  excess  liquid  falls  into  a  trap  at  the  bottom  of  the  tube. 
Leaving  the  Vaporization  Tube,  the  vaporized  liquid  and  the  NaCl  condensa¬ 
tion  nuclei  enter  the  Teflon  Condensation/Oilution  Tube  (Figure  E.I.), 
where  the  liquid's  vapor  recondenses  onto  the  NaCl  nuclei  in  a  controlled 
manner  to  produce  a  nearly  monodisperse  aerosol.  Clean  air  entering  the 
vertical  tube  (Figure  E.3.)  also  cools  and  di^lutas  the  aerosol. 

In  the  Aging  Chamber  (Figures  E.1.  and  E.3.)  the  aerosol  is  mixed 
to  a-uniform  concentration  and  the  size  distribution  is  stabilized.  The 
aerosol  then  flows  to  the  Filter  Test  Chuck,  where  test  filter  canisters 
are  held  and  sealed  semi -automatically  using  a  manually-actuated 
pneumatically-operated  drive  system.  Air  at  30  psig  closes  and  seals  the 
chuck  (Figure  E.3.),  which  is  equipped  with  safety  features  including  the 
requirement  for  two-hand  operation. 

Leaving  the  Test  Chuck,  the  aerosol  stream  splits  and  flows  to  a 
Photometer  and  also,  through  an  aerosol  Capillary  Diluter,  to  the  LAS-X 
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Laser  Aerosol  Spectrometer  (Figures  E.1.  and  E.3.).  The  LAS-X  is  described 
beloN,  and  also  in  the  manufacturer's  specification  sheets  on  the  following 
pages . 


In  the  photometer,  forward-scattered  light  produces  an  integrated 
signal  for  all  particles  greater  than  O.lpm  in  diameter.  Samples  from 
upstream  or  downstream  of  the  test  filter  are  selected  by  switches  on  the 
Photometer  front  panel.  The  relative  concentration  of  the  aerosol  sample 
before  and  after  the  test  filter  thus  is  established,  giving  the  filter's 
protection  factor.  Absolute  aerosol  concentration  is  determined,  when 
desired,  by  using  a  piece  of  filter  paper  in  the  chuck  that  is  weighed 
before  and  after  exposure  to  a  known  aerosol  flow  rate  for  a  known  time. 

An  HP-65  Microcomputer  (Figure  E.1.)  calculates  and  prints  aerosol 
size  distribution  data  directly  from  data  taken  by  the  LAS-X  spectrometer. 
Menus  options  are  offered  for  sample  repetition,  data  presentation  and 
print  out.  Some  example  tapes  are  contained  in  Appendix  I  of  the  present 
report. 


The  LAS-X  spectrometer  sizes  single  particles  at  a  rate  of  about 
2000/cm3,  transmitting  particle  size  data  to  the  HP-8S  Microcomputer. 

During  the  year's  measurements  reported  here,  the  LAS-X  system  had  to  be 
returned  twice  to  the  manufacturer  for  calibration,  and  was  taken  under  a 
service  contract  following  the  second  calibration  as  a  precaution  against 
downtime  in  the  event  of  additional  operating  difficulties.  See  additional 
data  on  the  two  pages  following  Table  E.1. 

« 

Of  the  many  candidate  OOP  replacement  liquids  listed  in  Table  4 
that  were  evaluated  using  the  LAMAPP  machine,  several  were  found  to  work 
quite  well.  These  are  summarized  in  Table  E.1.  in  this  appendix,  where 
LAMAPP  machine  settings  necessary  to  achieve  these  results  also  are  listed. 

A  comparison  of  Table  E.1.  with  Table  D.2.  in  Appendix  D  shows 
that  some  materials,  including  Emersol  675  (isostearic  acid)  and  Emery  3004 
(synthetic  hydrocarbon),  work  quite  well  both  in  the  LAMAPP  and  the  Q127 
machines.  Thus, it  might  prove  feasible  to  use  one  or  more  such  liquid 
materials  in  both  machines,  just  as  it  is  possible  to  use  DOP  in  this  way. 
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Table  E.1  LAHAPP  Mach^n^  Settings  to  Achieve  OOP  Replacement  Aerosols, 

Showing  Candidate  Materials  Ranked  in  Order  of  Probable  Success. 


Tvoical 

Performance 

Nad 

Liquid 

Evap. 

Aerosol 

Rank 

Material 

Range  of 

Yield 

Setting 

Setting 

Tube  Temp . , 

Dilution 

Foot 

-inq* 

Trade  Name  CMO  (urn) 

ma/m3 

Jpsi)_ 

(DSi) 

1®C) 

Air  (lorn) 

notes 

1 

Emery 

.18- 

23 

1.18- 

•  4.5 

2.0 

170 

30 

A. 

3002 

.28 

1.30 

3.5 

2.0 

170 

25 

2 

Emersol 

875 

.195-. 21 

16 

1 .20 

6.0 

3.0 

165 

50 

B. 

3 

Emery 

.21- 

35 

1  .24- 

-  4.3 

2.0 

135 

40 

2219 

.31 

1.20 

3.6 

2.0 

135 

50 

4 

Emery 

3004 

.18-. 23 

26 

1 .32 

5.0 

3.0 

165 

35 

C. 

5 

Emersol 

233LL 

.31 

— 

1  .23 

4.25 

2.0 

147 

25 

0. 

POR  COMPARISON: 


4 

OOP  a  30 

40-50  1.25  9.5  4.0  156 

70  E. 

Test  Conditions:  a. 

LAS-X  air  flows:  sample  1  cra3/sec;  sheath 

0.5  cm3/sec. 

b.  HP85  printing  CMO  graph  and  data  table  (Appendix  I). 

c.  System  air  flow:  at  test  chuck,  32  1pm;  pressure  15  psi. 

d.  Sodium  chloride  (NaCI)  solution  0.3%  by  weight  in  water. 


*  Highest  rankings  have  highest  probability  of  success;  materials  not  listed 
are  not  considered  to  be  viable  candidates  for  the  LA>!APP  machine. 


**  Footnotes: 


A.  Synthetic  hydrocarbon,  99%,  Emery  Div.,  Quantum  Chem.  Co. 

B.  Isostearic  acid,  Emery  Div.,  Quantum  Chem.  Co., 

70-76%  pure,  bypass  air  necessary  at  1-3  1pm; 
also  performs  well  in  the  Q12T  machine. 

C.  Synthetic  hydrocarbon,  85%,  Emery  Div.,  Quantum  Chem.  Co., 
bypass  air  necessary  at  5-7  1pm. 

D.  Considered  very  promising,  but  not  recommended  for 
use  in  LAMAPP  pending  completion  of  future  testing; 
bypass  air  necessary  3.0  1pm. 

E.  OOP  is  the  "standard"  for  candidate  performance;  see 
Sec.  4.4.  Other  CMDs  have  not  yet  been  run  with  OOP 

in  the  LAMAPP  machine  pending  SOP  approval. _ 


•Appendix  E 


84 


FEATURES 

•  Solid  state  photodetectors 

•  Long  life  He>Ne  laser 

•  Greatest  sensitivity  —  0.09 

•  2.2tr  steradlans  collecting 
solid  angle 

•  High  resolution  —  0.007/im 

•  Self>contalned  data  system 

•  Sample  Intervalometer 

•  Self-contained  printer 

•  RHA  referenced  to  laser  —  AGO 

•  Low  coincidence  error ' 

•  Very  low  maintenance 

•  Serial  RS232C  output 

•  Built-In  CRT  Display 


APPLICATIONS 

•  Clean  room  monitoring 

•  Filter  testing 
'•  Air  pollution 

•  Smokes,  dust,  and  fine  powders 

•  Milling  and  chemical  process  controls 

'ENERAL  DESCRIPTION 

The  standard  LAS-X  Is  offered  with  four  overlap¬ 
ping  size  ranges  with  each  size  range  divided  Into 
fifteen  linear  size  intervals  providing  up  to  60  size 
channels  covering  the  0.09-3.0  ^m  or  0.12-3.0  pm 
range.  An  additional  size  range  of  0.12-7.5  pm  is 
available.  The  LAS-X  utilizes  aluminum  extrusions 
for  mechanical  stability.  Laser  and  detector  align¬ 
ment  are  achieved  with  spring-loaded  x-y  screw 
adjustments.  The  LAS-X  laser  is  a  hybrid  He-Ne 
632.8  nm-  tubs  with  an  aluminum  envelope  spe¬ 
cially  designed  for  the  LAS-X.  The  LAS-X  pulse 
height  analyzer  (PHA)  has  Its  reference  voltage 
derived  from  the  source  of  illumination  providing 
effective  automatic  gain  control  <AGC).  Program¬ 
mable  ampiifiers  are  used  to  gain  switch  and  pro¬ 
vide  the  size  ranging  to  accommodate  the  large 
dynamic  range  of  the  instrument. 

The  method  of  particle  sampling  is  with  an  aero- 
dynamically  focused  jet  which  constrains  particle 
flow  to  smalt  diameter  particle  sample  stream  sur¬ 
rounded  by  a  filtered  sheath  flow.  The  particle 
sample  stream  is  positioned  at  the  focus  of  a  S  mm 
parabolic  mirror.  The  collected  light  is  collimated 
by  the  parabolic  mirror  and  after  reflecting  off  a  45* 
flat  mirror,  it  is  refocused  by  an  aspheric  lens.  A 
single  photodiode  detector  with  over  50^  quantum 
efficiency  converts  the  collected  light  into  a  signal 
)hotocurrent. 

The  LAS-X  has  an  MOS  memory  with  sixteen 
addresses.  Fifteen  of  the  addresses  are  used  for 
particle  sizo  distribution  storage.  The  remaining 
address  is  used  for  counting  all  particles  larger 
than  Channel  IS.  A  selectable  e-diqit  decimal  dis- 


•  Compressed  gas  monitoring 

•  Pharmaceutical  manufacturing 

•  Mining 

•  Chemical  and  biological  studies 

•  Engine  exhaust  particulate  analysis 

play  is  provided  for  real-time  data  monitoring 
requirements  of  precise  particle  counts.  The  LAS- 
X  provides  a  built-in  CRT  for  real-time  displays  of 
particle  distribution  functions.  A  line  printer  is 
built-in  with  automatic  print  functions.  An  asyn¬ 
chronous  serial  ASCII  RS232C  data  output  is 
standard. 

OPTICAL  SYSTEM 

The  LAS-X  has  a  unique  optical  system  with  the 
largest  collecting  solid  angle  In  the  Industry.  The 
active  laser  cavity  provides  an  energy  deniity  in 
excess  of  500  W  cm-’  with  a  beam  width  of  400- 
600  (0.09-3.0  Mtn  range).  The  collecting  optics 

include  two  front  surface  mirrors  and  an  aspherical 
refracting  element  housed  in  a  single  aluminum 
block  (optical/sample  module). 

The  primary  collecting  mirror  is  a  parabolic  ele¬ 
ment  of  5  mm  f.l.  which  has  been  gold-plated  to 
provide  90%  reflectivity  at  632.8  nm.  Particles  pass 
through  its  focus  when  in  the  sampling  volume. 

The  second  front  surface  mirror  is  dielectrically 
coated  to  provide  better  than  99%  reflectivity  at 
632.8  nm.  The  dielectrically  coated  aspheric  col¬ 
lecting  lens  completes  the  collecting  optical  sys¬ 
tem.  The  combined  imaging  system  has  an  effec¬ 
tive  magnification  of  4X.  The  system  collects  light 
from  35-120%  providing  a  2.2n‘  steradian  solid 
angle. 

AIRFLOW  SYSTEM 

The  airflow  system  In  the  LAS-X  is  a  fully 
plumbed  type  with  aerodynamic  focusing.  See 
Figure  2. 

The  sample  flow  enters  the  optical/sampis 
.  module  through  an  external  Intake.  The  shortest 
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Fig.  1.  Oplical  Sytl«m  Oisgtim 
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Fig,  2.  Air  Flovn  Diigrim 
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direct  path  is  provided  to  the  Illuminated  sample 
volume.  The  aerosol  sample  passes  through  a 
short  section  of  hypodermic  tuhlng  (500  /im  diame¬ 
ter)  where  it  joins  with  a  flow  of  filtered  sheath  air. 
The  flow  remains  essentially  laminar  and  is  aero- 
dynamically  focused  by  a  nozzle.  The  aerosol 
sample  stream  la  ~100  ^rm  diameter  when  inter¬ 
secting  the  laser  beam. 

The  pump  is  a  diaphragm  pump  having  up  to  6 
liter  min-'  capacity.  The  sample  flow  and  sheath 
flow  can  be  independently  monitored  and  sat  by 
the  metering  valves.  ‘0‘  ring  seals  are  used 
throughout  the  optlcal/sample  module.  Connec¬ 
tions  are  made  with  '/<i"  pipe  threaded  fittings. 
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Wil  f' PERFORMANCE 

The  high  resolution  multiranging  capabilities  of 
the  L  AS-X  have  greatest  Importance  in  the  submi- 
cron  size  range.  Figure  .3  Illustrates  the  spectral 
ffS"  resolution  of  the  LAS-X  with  a  mixture  of  three 


OOW  latices  on  Range  2.  The  LAS-X  Is  a  full  spec¬ 
trometer  with  alt  size  classes  sampled  simultane¬ 
ously  In  the  selected  range.  Size  ranges  may  be 
manually  selected;  however,  in  the  AUTO  mode, 
the  LAS-X  will  sequence  through  all  size  ranges. 
Size  range  and  size  channel  information  Is  encoded 
in  the  data  outputs. 

Fig.  3.  Ptniel*  tlx*  iptctrum  Irom  t  mlxlur*  ol  3  DOW  lillc*i  thowing 
rttoluilon  ol  LAS-X 
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AODEtIDUM  1 

SELECTED  POLYETHYLENE  GLYCCIE  AS  "DOP"  SIBSTITUIES 


B.  V.  Getber 

US  Axn^  AEB^GCM  Oi^cal  Systems  Laboratory 
Aberdeen  Proving  Ground,  Maryland 

Abstract 


The  reccnmendatlon  Is  made  that  Polyethylene  glycol  (PEG)  400  be  considered 
as  a  substitute  for  "DOP"  in  aerosol  generators  producing  a  polydisperse  distri- 
butd.on'  for  testing  the  integrity  of  filters  and  filter  assaiblies  and  for  testing 
respirator  ^t.  Purthm:,  the  reconniendatlon  is  made  that  pentaethylene  glycol 
(E'aiEG)  and  possibly  hex^tbylaie  glycol  be  considered  as  a  substitute  for  "DOP" 
in  aerosol  gsierators  thermally  prooiclng  "taonodisperse"  aerosol  for  quaU^  accept¬ 
ance  tests  according  to  US  Fedi^al  specifications  and  standards.  The  toxicology 
data  base  available  on  the  polyethylene  glycol  family  of  dhaaical  conqpounds  is  dis¬ 
cussed  and  the  conclusion  is  drawn  that  the  probability  of  approval  and  acceptance 
as  a  non*hazardous  substance  in  the  filter  and  filter  media  test  role  is  high. 

Data  aid  analysis  supporting  PTAEG  performance  equivalent  to  "DOF"  in  the  filter 
aid  filter  media  test  role  are  given  or  referenced.  Cost  and  availability  of  the 
substitute  materials  is  discussed.  Concltisions  based  on  the  present  data  and 
InfoisoatLon  are  given  and  reccomendations  for  further  work  are  made. 

Objectives 

The  objectives  of  the. effort  herein  described  were  (a)  to  conduct  preliminary 
Investigatians  and  analyses  of  the  use  of  certain  polyethylene  glycols  as  substi¬ 
tutes  for  di(2-ethylheKyl)  phthalate  (coninonlv  known  as  ’TX3P")  In  both  polydisperse 
aerosol  generators  and  thesn^  ("monodisperse")  aerosol  generators  as  respectively 
used  to  determine  the  Integtl^  of  filters,  filter  assemblies,  and  respirator  fit 
and  the  quality,  of  filter  media  and  filters,  (b)  to  acquire  and  analyze  information 
on  the  cost  and  availability  of  stich  substitute  materials  and  (c)  to  acquire  and 
analyze  the  available  toxicology  data  base  on  these  materials  in  order  to  assess 
the  probability  of  approval  and  acceptance  as  non-hazardous  materials  in  these 
testing  roles. 


Background 

On  October  15,  1980,  the  National  Cancer  Institute  published  a  draft  National 
Toadoology  Program  Techrd.cal  Report^^)  on  di(2-ethylhe«yl)  phthalate,  coomonly 
known  as^'DOP" .  The  report  presents  bioassay  data  on  rats  and  miee  and  indicates 
that  "DOP"  causes  increased  incidence  of  h^>atocellular  carcinomas  or  neoplastic 
zndules  in  rats  and  hq>atocellular  carcinomas  or  adenomas  in  mice.  Should  the 
Secretary,  US  Depamsent  of  Health  and  Human  Services,  car  his  designee,  (OSH/^  > 
classify  "DOP"  as  a  Category  I  potential  carcinogen,  then  the  model  stantod  set 
forth  in  CFR  1990.151(2)  vill  apply.  The  standard  will  set  the  lowest  feasible 
concentrations  and  time  limits  for  Inhalation,  dermal  and  eye  exposures  to  "DOP". 

However,  CFR  1990.131  also  states  in  paragraph  (c)(1)  (1)  diat,  when  it  is 
detezBdned  by  Secretary  that  there  are  a^L^le  stibs^tutes  for  all  uses  or 
classes  of  users  that  are  less  hazardous  to  humans,  the  proposal  shall  permit  no 
occupational  exposure.  The  determination  of  the  acceptability  of  substitutes 
Includes  consideration  of  availability,  practicability,  rela^ve  degree  of  hazard 
and  the  economic  consequences  of  the  substitution.  It  is  therefore  to  be  expected 
diet  use  of  "DOP"  mild  be  precluded  for  any  specific  role  for  which  a  less 
hazardous  substitute  is  showi  to  be  available  and  wt^e  practicability  and 
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eecnoaLc  feasibility  cai  be  denms traced.  The  Secretary  tnust  conduct  public 
hearings  on  the  estedblishtnent  of  aty  standard  idilch  is  thai  pid^lished  in  the  ^ 
Federal  Register.  In  Che  case  of  "IXDP".  it  is  reasonable  to  eiqpect  est^lishment 
of  a  quantitative  standard  and/or  Che  acceptance  of  substitutes  for  use  in  filter 
testing  by  the  sumner  or  fall  of  1981. 

The  present  report  addresses  the  possibility  that  menbers  of  the  class  of 
cheraical  ccmpounds  known  as  polyethylene  glycols  can  substitute  for  "DOP"  in  the 
various  ncdes  of  filter,  filter  siedia  and  respirator  testing. 

■  Nature  of  the  Polyethylene  Glycols 

The  polyethylene  glycol  fandly  has  the  following  general  formula: 


K3(ca2-CH2-0)j^H 

where:  n  1,  2,  3,  4,  5,  ...  defines  a  particular  menber  of  the  family.  The 
glycols  are  dlhydroxy  derivatives  of  the  paraffins.  Ethylene  glycol  (n  ®  1)  is  the 
airiest  oaiber  of  the  family.  Ethylene  glycol  may  be  considered  to  be  intermedi¬ 
ate  between  the  tnono-hydroxv  cotipound,  C2HcOH,  ethyl  alcohol,  'and  the  trihydroxy 
conpound,  glycerol,  C3Hc(0H)3.  As  n  Increases,  the  menbers  of  the  family  change 
from  liqudLds  to  waxy  solids .  The  polyethylene  glycols  are  prepared  ccomercially 
by  the  condensation  of  ethylene  crdLde  carried  out  In  water  or  etiiylene  glycol  macie 
basic  with  sodLixn  hydrcnddie.  A  mixture  of  polyethylene  glycols  results.  In  the 
United  States,  the  major  suppliers  are  the  Union  Carbide  Coxporation^^^  and  the 
Dow  Chanical  Conpany(4) .  The  polyethylene  glycol  mixtures  are  identified  by  their 
average  molecular  weight  vMch  is  typically  specified  as  200,  300,  400,  600,  1000, 
etc.  The  polyethylene  glycols  are  used  in  pharmaceutical  preparations  (oinonents, 
lotions,  suppositories,  and  tablet  coatings)  and  cosmetics  (lotions,  creams,  lip¬ 
stick,  cake  make-up,  etc.).  Some  are  used  as  direct  food  additives  (coatings, 
flavorings).  There  are  many  other  industrial  and  chemical  use3(3,4).  The  human 

ingestian  or  ejqposure  to  the  polyethylene  glycols  has  led  to  considerable  study  of 
their  effects  on  biological  systems. 

The  polyethylene  glycols  are  presently  under  consideration  by  the  US  Amy 
for  use  in  generating  smoke  in  which  to  conduct  troop  training  exercises. 

Toxicology  Data  Base  for  Polyethylene  Glycols 

Table  I  is  a  sxianary  checklist  of  available  information  on  the  toxicology 
data  base  of  the  polyethylene  glycols.  The  information  (with  the  exception  of  the 
current -US  Anry  studies)  is  available  from  the  toxicology  Information  ResT>onse 
Center  w).  Ocher  Infomation  sources  are  the  literature  of  Union  CarbideW, 

D^  ChB^^^^^knpany  \4) ,  and  the  Workplace  Environmental  E3q)osvn:e  Level  Guide 

The  US  Army  AERADOOM  ChEmical  Systems  Laboratory  (CSL)  has  been  investigating 
the  inhalation  toxicity  of  Polyethylene  Glycol  200  (PEG  200)  for  sone  tine.  The 
experimental  phase,  of  the  studies  is  complete  as  of  October  1980.  All  bioassay 
studies  should  be  oonplete  and  a  report  written  by  the  spring  of  1981Q7) .  So  far 
it  appears  that  the  material  will  be  judged  suitable  for  use  as  a  safe  training 
smoke  to  tdnich  unprotected  hunans  can  be  exposed  using  relatively  hi^ 
concentrations. 
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Table  I:  ChecklisC  Suimary  of  Available  Information, 
Polyethylene  Glycol  Family 


Type  of  Information 

Routes  Other  Thmi 
Inhalation 

Inhalation  Route 

Acute  Toxicity^ 

Some  available 
information 

In  process  by 

US  Amy  CSL 

2 

Subacute  Toxicity 

Some  available 
information 

In  process  by 

US  Amy  CSL 

3 

Siibchronic  Toxicity 

Some  available 
information 

In  process  by 

US  Amy-CSL  - 

Chx'onic  and  Long-Term  Toodcity^ 

Some  available 
information 

- 

Hunan  Tests^ 

Some  available 
information 

-■ 

Single  exposure  of  up  to  24  hours  to  a  chemical 
by  parenteral,  oral,  cutaneo\:s,  inhalation  or 
othl^  bocfy  routes  of  entry. 

Any  repeated  exposure  to  a  chemical  for  periods 
greater  than  24  hours  but  usually  within  a  time 
period  of  21  to  30  days. 

Any  repeated  exposure  to  a  chemical  for  periods 
greater  than  30  days  but  usually  for  periods  of 
90  days  or  13  wedcs. 

Chronic:  Any  repeated  exposure  to  a  chemical  for/* 
periods  greater  than  90  days  but  ustially  for 
periods  of  1  or  2  years,  i.e. ,  52  or  104  wedits. 
Long-^Term:  Any  repeated  es^sure  to  a  dtasical 
for  periods  greater  than  104  weeks  or  for  the 
lifespan  of  an  animal  species. 

Any  available  infoimation  on  hunan  exposures. 

Because  of  its  intended  xise,  the  Arty  nominated  polyethylene  glycol 
(Cheodcal  Abstract  Services  (CAS)  Registry  No.  25322-68-3)  for  carcinogenicity 
testing.  On  the  basis  of  the  available  data  howeve^*,  the  NCI  Chaidcal  Select^oi 
Working  Group  (CSWG)  tjnanlmously  decided,  in  a  meeting  of  Jvxie  28,  1979,  that, 
animal  carcinogenclty  testing  was  not  required  for  the  polyetliy'lene  glycols  . 

The  NCI  evaluation  of  the  data  base  was  performed  by  Dr.  E.  Weisburger. 

In  suanaxy  of  this  section,  it  is  evident  that  an  extensive  published  toxi- 
ology  data  base  eactsts  for  die  polyediylene  glycols  as  a  class  of  coopovsids .  This 
data  base  will  shortly  (spring  1981)  include  detailed  quantitative  Information  on 
animal  ei^sure  via  ihhalatLon.  Soae  longer  term  animal  carcinogenicity  studies. 


1.  Acute  Toxicity; 

2.  Subacute  Toxicity 

3.  Subchronic  Toxicity: 

4.  Chronic  and  Long-Term 

ToxI'aty';  —  - 


5.  Hunan  Tests: 
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have  been  performed  in  the  past  but  no  Information  considered  adverse  was  found  as 
of  1978. 


PEG  Substitution  in  Polydlsperse  Aerosol  Generators 

"DOE"  has  been  exclmlvely  used  to  generate  a  polydlsperse  (relatively  wide 
size  distribution)  aerosol  for  use  in  testing  the  integ^ty  of  clesoi  rooms,  clean 
bmiches,  glove  boxes,  gas  masks,  l^A  filter  bar^  and  respirator  fit. 

At  least  two  aerosol  generation  methods  are  in  use.  One..method  is  based  on 
the  Laskin  submerged  nozzle  as  described  by  Echols  and  Young .  The  liquid  physi¬ 
cal  properties  controlUr^  the  resultant  particle  size  distribution  are  probaijly 
viscosity,  svoface  tension  and  density.  The  liqtaid  atairLzation  process  is  very 
complex  and  dependent  on  nozzle  geometry.  A'  priori  theoretical  predictions  for  a 
particular  nozzle  cannot  be  made.  Considering  only  liquid  substitution  and  the 
same  atomization  system,  a  first  approximation  is  that  the  average  particle  size 
'Mill  be  related  to  the  liquid  properties  through  the  Ohnesorge  nxaiber,  such  that: 

r 

where:' 

H  is  the  average  drop  size 
is  the  liquid  "viscosity 
is  the  liquid  density 
'^Oj^  is  the  liquid  surface  tension 

All  of  the  liquid  polwthylene  glycols  have  similar  val'ues  for  density  (1.127)  and 
surface  tension  (A4. 5; .  '  The  Ohnesorge  Nuiber  approximation  therefore  results  In  a 
selection  based  on  essentially  viscosity.  Using  this  technique,  PEG  AGO  (w^  "  105) 
is  the  liquid  which  matches  the  Ohnesorge  Nuober  for  "DOP".  A  sample  of  PEG  AGO 
was  sent  to  the  Harvard  Air  Cleaning  Laboratory  for  controlled  quantitative  cocpari- 
son  (particle  size  distribution)  with  oti:ier  conpetiti've  candidate  "DOP"  siibstitutes 
In  tlis  generation  mode.  The  preliminary  results  are  reported  by  M.  First  in  an¬ 
other  paper  in  these  proceedings  (16  th  DCE  Nuclear  Air  Cleaning  CoiUPerence, 

San  Diego,  .CA,  Oct  1980). •  The  preliminary  results,  show  that  the  count  median  dia¬ 
meter  am  the  geosetric  standard  deviation,  as  measured  with  an  aerosol  laser 
spect:rometer(lO)  were  in  the  acceptable  rai^e  for  a  "DOP  sihstitute.  It  should 
be  pointed  out  hcwever  that,  if  needed,  adjustn^ts  of  particle  size  could  probhly 
be  made  by  blending  with  PEG  300  (for  smaller  size)  or  PEG  600  (for  larger  size) . 

The  second  mode  of  polydlsperse  gemration  consists  of  discharging  a  regulated 
quantity  of  liquid  onto  a  heated  area'll) .  The  liquid  ■vapors  are  picked  tjp  by  an 
inert  carrier  gas,  (nitrogen  or  argon)  and  condensed  to  a  polydlsperse  aerosol.  The 
liquid  ptysical  properties  most  in^rtant  in  this  generation  inode  are  probably 
vs^r' pressure  and  thermal  stability.  -  Com  oil,  another  candidate  "DOP"  substitute, 
decccposed  in  xjse  but  PEG  400  did  not  and  is  apparently  an  acceptable  substitute(12). 
(The  flash  point  for  PEG  AGO  by  closed  cup  test  is  in  excess  of  350°F.) 

The  Ijqjact  of  the  hygroscopicity  of '  the  polyethylene  glycols  on  the  stability 
and  reproducibility  of  the  test  aerosol  has  been  questioned  ^^3) .  Data  are  avail¬ 
able  w)  showing  that,  at  equilibrium,  the  particle  size  because  of  water  absorption 
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might  increase  17*  at  257*  PH,  47.  ac  507*  BH,  and  117.  ae  757*  BH.  'Ihia  factor  does  not 
appear  to  be  slgnlficanC  but:  final  deCenidnaElcsi  should  be  made  by  extensive  user 
test. 


In  sumtaiy  to  tl:ds  section.  PEG  400  (or  a  blend  chosen  for  precise  pmd.cla 
size  distribution  control)  so  far  appears  to  be  a  good  phyrsical  cmidldate  as  a 
"OOP"  sLibstitute  in  polydlsperse  aerosol  generators.  It  is  intensive  and  easily 
available  and  appears  to  reproduce  the  performance  of  "DGP"  used  presently  in  this 
aerosol  generation  mode.  Ihe  extensive  available  toxicology  data  base,  so  f^ 
shoeing  no  adverse  data,  generates  a  high  degree  of  confidence  that  this  class  of 
compounds  will  allow  unprotected  hunan  es^sure  to  reasraable  and  practicable 
concentrationrtlnie  profiles. 

Substitutes  For  Use  in  Thermal  ("Monodlsperse")  Aerosol  Gmierators 
Standard  Methods 


efficiency  Particulate  Air  (HEPA)  filters  manufactured  for  the 
US  Goverimimat  are  tested  in  accordance  with  the  quali^  acceptance  test  procedures 
for  filters  and  media  contained  in  KCL  Std.  282.  The  indust^  standard  method  for 
evaluation  of  air  assay  media  Is  given  in  ASIH  Std.  D2986  and  is  ^sentlally  eqrd.V'- 
alent  to  the  standard  mllltazy  test  procedure  for  filter  media. 

In  all  cases,  the  standards  require  the  generation  of  "DOP"  test  smoke  by  a 
thermal  evaporation/condensation  process.  The  design  goal  of  the  test  generator 
is  to  produra  a  cloud  of  essentially  monodlsperse  partlcles'  having  a  diameter  of 
0.3  um  and  a  mass  concentration  of  199^-  ^  particle  size  Is  monitored 

by  an  NRL  oarticle  size  meter  (owl)(^^).  However;  as  shown  by  Hinds,  First, 
et.  al.w),  tlie  NEIL  cmI  indicates  an  average  size  (weighted  by  the  ei^th  power 
of  diameter)  If  a  distribution  of  particle  sizes  is  introduced.  Using  a  laser 
aerosol  spectrometer,  they  showed  that  the  Q-127  generator  available  to  them  coxild 
not  achieve  the  desi^  goal  of  -  0.03  v®*  In  terms  of  the  geometric  standard 
deviation  (GSD)  they  were  able  to  adiiew  1.15  but  not  the  1.1  desired. 

Arthur  D.  little,  Inc. .  under  contract  (1°)  to  the  US  Amy  to  itqprove  the  0-127 , 
also  adiieved  a  GSD  «  1.15  wi^  a  very  considered  and  sophisticated  approach  but 
could  do  no  better  except  at  low  concentrations  and  flow  rates.  Th^  developed  and 
used  a  real-time  measurement  device  (which  uses  a  HeCd  laser)  which  measures  the 
GSD  by  observing  the  polarization  ratio  at  two  fixed  scattering  angles  (84^  and 
U60). 


The  ci^ability  of  the  thermal  generation  process  to  produce  monodlsperse 
particles  deserves  further  study.  H^ver,  for  the  present  purpose  and  as  a  first 
step,  a  candidate  substitute  mater ial  need  only  dem^trate  co^arable  behavior  In 
a  side  by  side  coopariscn  with  "DOP"  in  equivalmt  thexi^  gsierators.  The  ability 
to  produce  mono<hsperse  particles  Is  confovmded  with  generator  design  and  operation 
and  complete  resolution  cannot  be  esipected  at  this  tline, 

The  critical  liquid  physical  properties  controlling  thermal  generation  are 
vapor  pressiare  and  thermal  stability.  The  desired  goal  of  monodisperslty  dictates 
the  xise  of  a  relatively  pure  ccopound.  In  order  to  obtain  a  monodlsperse  aerosol, 
all  particle  growth  (condensation)  must  start  simultaneously,  proceed  at  the  same 
rate  and  arrive  at  the  same  final  size.  This  is  clearly  Impossible  with  asdxture 
of  compounds. having  (h.ffezent  vapor  pressures.  The  cani^date  "DOF"  substitutes 
of  relevant  interest  axe  tiierefore  the  pure  polyethylene  glycols  which  are  closest 
to  "DOP"  In  vapor  pressxsre .  (measxired  at  sotm  reasonable  reference  temperature) . 
Vapor  pressure/teoperature  data  have  been  published  for  a  series  of  pure  glycols 
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to  tecraethylstifi  glycol  by  Gallaughcr  and  Hibberc^  Figure  1  below  is  a  plot  of 
est±nates  mde  from  their  data  for  the  tetnperature  achieving  Stim  Hg  vapor  pressure 
for  metiibers  of  the  series.  A  linear  projection  appears  reasonable  and  indicates 
that  a  match  of  "DOP"  performance  should  lie  between  pentaethylene  glycol  as  a 
lower  bomd  and  hexaeth,yl«ie  glycol  as  an  upper  bound. 


OXIDE  UNITS,  r) 

H-0-(CH2-CH2-0)  -  H 

Figure  OxLde  Units  in  Polyethylene  Glycol  vs.  Estimated  Tenperature 
Achieving  Snm  Hg  Vapor  Pressure 


Either  liquid  should  be  useful  i£  the  appropriate  generator  controls  can  be 
varied  to  con^iensate  for  the. differences. Pentaethylene  glycol  should  make  a  test 
aerosol  of  acceptable  concaitration  at  a  lower  reservoir  temperature  than  "DOP”. 
Hexaethylene,  glycol  will  undoubtedj.y  require  a  higher  reservoir  tenperature.  The 
count  median  diameter  (GID)  and  the  geometric  standard  deviation  (GSD)  will  be 
dependent  on  the  control  of  the  tenperature  gradients  achievable  in  the  condensa¬ 
tion  region  pf  the  specific  generator  in  question. 

Both  pentaethylene  glycol  and  hexaethylene  glycol  are  difficult  to  obtain  at 
present.  Pentaethylene  glycol  purported  to  be  97%  pure  was  procured  from  the 
Coltcbia  Organic  Chendcal  Cctnpany,  Coluibia,  SC  and  used  in  the  tests  described 
herein.  (Hexaethylene  glycol  was  not  received  in  time  to  be  included  in  the  tests.) 

Experimental  Procedure 

Preparatory  Tests  (Sept  23.  1980) 

Tests  were  conducted  with  the  cooperation  and  facilities  of  the  Occupational 
Safety  and  Health  Products  Division  of  the  Tape  Group  of  the  3M  Ca»pany,  St.Paul,MN. 
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The  quality  assurance  section  there  I'las  had  several  years  experience  'id.th  the  Q-127 
type  tnachine  made  by  All,  lac.,  Baltimore,  They  have  many  machines  at  various 
plant  sites  including  those  at  the  St.  Paul  laboratory.  -They  test  the  filter 
media  aid  their  prodoct  line  of  disposable  respirators  as  part  of  the  process 
and  for  quality  control  and  acceptance  in  the  manufacturing  process. 

TWo  side-by-side  Q-127  type  machines  of  very  recent  msnufacture  were  used 
for  the  present  work.  The  machine  used  for  testing  the  pentaethylene  glycol  was 
drained  of  "DOF"  while  still  hot  and  allowed  to  cool.  The  reservoir  was  then 
flushed  with  methyl-ethyl-ketone,  drained  and  blown  dry  with  cenpressed  air.  Next, 
the  reservoir  was  filled  with  tetraethylene  glycol  and  drained.  The  reservoir  was 
then  filled  with  pentaethylene  glycol  and  brou^t  up  to  1700C.  ("DOP"  is  generated 
at  1670C  in  the  St.  Paul  laboratory) .  All  other  machine  controls  were  set  at  the 
standard  levels  for  "DOP".  Dense  smoke  was  inmediately  made  but  initial  indica¬ 
tions  from  the  owl  and  the  aerosol  laser  spectrometer  were  chat  the  particle  size 
was  much  larger  than  desired.  It  was  therefore  decided  to  chill  the  conpressed 
air  (incoming  dew  point  -  200C)  to  lower  the  temperature  in  the  condensation  region 
of  the  tnachine.  This  was  accomplished  by  constructing  a  jury- rigged  heat  exchanger 
using  a  length  of  compressed  air  hose  colled  into  a  5  gallon  pail  containing  dry 
ice.  itodifications  were  made  to  the  Q-127  to  allow  insertion  of  thermometers  into 
both  the  vapor  pick-up  and  diluent  air  lines .  Although  the  expedient  dry  ice  tech¬ 
nique  appears  drastic,  the  temperatures  resulting  in  the  vapor  pick-up  and  diluent 
air  Linas  are  not  unreasonable  and  appear  easily  achievable  by  more  conventional 
laboratory  and  plant  practices.  As  a  further  precaution,  the  machine  was  again 
drained  and  ref illed- with  fresh  pentaethylene  glycol.  At  a  reservoir  tenperature 
of  170OC  the  concentration  was  found  to  be  in  excess  of  185  yg/l.  (Concentration 
was  measured  conventionally  by  weighing  a  timed  accumulation  on  an  ^solute  filter 
pad  with  knowledge  of  the  volume  flow  rate.)  The  reservoir  tenperature  was  there¬ 
fore  reduced  and  variations  in  fla»?  rates  and  tenperatures  of  the  vapor  pick-up 
and  diluent  air  were  tried  in  order  to  bring  the  apparent  particle  size  (as  indi¬ 
cated  by  the  owl  an^  the .laser  aerosol  spectrometer)  into  the  desired  size  range 
region. 

Laser  Aerosol  Spectrometer 

The  Laser  Aerosol  Spectrometer  Medal  ASAS-300A  systsn.tnade- by -Particle 
Measuring  Systems,  Inc.,  BotiLder,  00  (IMS)  was  used  to  determine  particle  size. 

The  system  had  been  calibrated  the  previous  week  with  Dow  polystyrene  Idtex  micro¬ 
spheres  of  known  size.  The  validity  of  tixe  calibration  procedure  and  the  insensi¬ 
tivity  of  the  iMtiuDient  to  refractive  index  changes  is  discussed  by  Hinds , 

First,  et.  and  by  Knollenberg  (18),  The  ASAS-300  probe  can  measure  parti¬ 

cle  diameter  down  to  0.15  ym  in  the  lowest  range.  Procedures  exist  to  merge  the 
data  vdien  the  measurements  involve  overlapping  ranges . 

For  the  present  tests  the  instrument  was  modified  for  "in-line"  sanpUng. 

The  normal  inlet  horn  was  removed  and  replaced  with  a  IMS  supplied  stream  " focus ser" 
with  tubing  connector.  The  normal  integral  suction  fan  was  removed  arid  replaced 
with  a  plug  and  tubing  nipple.  An  aerosol  "clean  up"  filter  and . rotameter  was 
placed  downstream  of  the  instrunent.  A  Cast  Model  1531  vacuua  puqp  was  used  to 
pull  the  smoke  sample  from  the  chuck  of  the  Q-L27  through  the  instrument  train. 
Surgical  tubing  (3/8"  OD)  was  used  throughout  for  connections. 

The  validity  of  measurements  using  the  laser  aerosol  spectrometer  is  very 
dependent  on  particle  nunber  concentration.  A  "by-pass"  dlluter  was  therefore 
used  between  the  Q-127  chude  take  off  and  the  PMS  instrument  to  achieve  a  count 
rate  of  about  100  counts  per  second.  In  the  actual  test,  count  data  were 
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accumulated  for  about  30  seconds.  Tha  "by-pass"  diluter  splits  the  sampled  stream 
Into  two  fractions.  One  of  tdie  fractions  is  filtered  and  then  remerged  with  the 
tffifiltered  fraction.  The  count  rate  cai  be  varied  using  throttling  valves  and  con¬ 
trolling  the  fraction  of  the  flow  which  is  filtered  in  relation  to  the  unfiltered 
fraction. 


Proof  Testing  (Sept  24,  1980) 

Stable  operation  of  Che  Q-127  with  pentaethylene  glycol  was  achieved  in  the 
desired  concaitration  range.  Mass  concentrations  in  the  range  of  72-113  ug/A  were 
adiieved  over  the  reservoir  temperature  range  of  145-150°C.  The  operating 
conditions  are  shown  in  Table  II. 


Table  II:  Q-127  Conditions  Using  Pentaethylene  Glycol 

Reservoir  Tenperature  . . 

Tenperature  Vapor  Pldcip  Air  . . . 

Tanperature  Diluent  Air . , 

Flow  Rate  Vapor  Pickup  Air  . 

Flow  Rate  Diluent  Air  . 

"Heater"  Vaxiac  Setting  . 

"Particle  Size"  Varlac  Setting  . 

Owl  Setting  . • . . . ; . 


145-150OC 
.  .  -^2300 
.  .  M70C 
.  ^-12  1pm 
.  <>-85  1pm 
.  <^34  div 
.  '^17  div 
.  28-290 


Three  sets  of  representative  pentaethylene  glycol  particle  size  measure¬ 
ments  as  made  with  the  PMS  A3AS-300A  laser,  aerosol  spectrcmeter  system  are  given  in 
Table  III.  and  coopared  with  two  sets  of  representative  'TX)P"  cJata. 


’  Table  III:  Particle  Size  Count  Comparison 
Pentaethylene  Glycol  (PTAEG)  vs.  Di(2-ethylhe3qrl) 
Phthalate  Using  PMS  ,AS^  300A  Instrument 


Instrument 

Channel 

Instrument 

- 

Calibrated 
lUdpoint 
Size,  ym 

"DOP"  A 

"DOP"  B 

PTAEG  A 

PTAEG  B- 

PTAEG  C 

1 

3 

0.155 

180 

189 

267 

375 

285 

2 

3 

0.165 

185 

210 

294 

408 

301 

3 

3 

0.175 

209 

233 

329 

428  ■ 

339 

4 

3 

0.185 

251 

206 

274 

384 

355 

5 

3 

0,195 

241 

286 

263 

379 

291 

6 

3 

0,205 

220 

208 

241 

333 

297  . 

7 

3 

0.215 

209 

225 

194 

279 

304 

8 

3 

0.225 

204 

160 

169 

207 

288 
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Table  III:  <Cont.) 


9 

3 

0.235 

197 

180 

133 

203 

255 

10 

3 

0.245 

170 

180 

150 

139 

207 

11 

3 

0.2-55 

166 

189 

104 

176 

182 

12 

3 

0.265 

138 

125 

97 

113 

154 

13 

3 

0.275 

131 

122 

70 

75 

135 

14 

3 

0.285 

108 

110 

40 

65 

101 

15 

3 

0.295 

126 

110 

54 

51 

89 

4 

2 

0.318 

68 

77 

16 

21 

12 

5 

2 

0.343 

54 

60 

8 

10 

13 

6 

2 

0.368 

36 

43 

5 

6 

7 

7 

2 

0.393 

19 

34 

2 

3 

3 

8 

2 

0.418 

12 

14 

1 

2 

1 

9 

2 

0.443 

5 

7 

0 

1 

0 

10 

2 

0.468 

7 

6 

0 

0 

0 

11 

2 

0.493 

3 

7 

0 

1 

0 

12 

2 

0.518 

4 

4 

0 

0 

0 

13 

2 

0.543 

1 

4 

0 

0 

0 

14 

2 

0.568 

2 

2 

0 

.  0 

0 

15 

2 

0.593 

•  2 

1 

0 

0 

0 

Particle  Size  Data  Redi-ictlon 

The  PMS  ASAS  300A  probe  can  only  sense  particle  diameter  as  low  as  0.15  ijm. 

It  is  evident  fron  Table  III  that  the  size  distribution  was  not  caa?>letely  deter¬ 
mined  since  the  instrument  was  not  enable  of  measxiring  the  lower  end  of  the  size 
spectrum.  Initially,  an  heuristic  method  was  developed  to  try  to  infer  the  missing 
data.  That  method  was  based  on  the  premise  that  the  mode  of  the  distribution  was 
centained  in  the  measured  data.  It  was  clear  that  calculations  based  cn  the  trun¬ 
cated  data  overestimated  the  count  median  diameter  (CMD)  and  underestimated  the 
geometric  stani^d  deviation  (GSD) .  This  is  to  be  expected  when  the  contributicin 
of  the  smaller  particle  diameters  are  not  included  in  the  population.  It  is  of 
interest  to  note  that  a  linearized  graphical  estimation  procedure  using  log- 
probability  paper  was  more  reliable  in  estimating  the  GSD^.i^ian.  a  purely  computa¬ 
tional  procedu^.  The  linearized  graphical  procedure  is  more  satisfactory  than 
coeputation  when  the  distrihution  deviated  from  the  assinption  that  the  logs  of  the 
diameters  are  normally  distributed.  The  standard  c^utatlonal  procedure  gives  all 
points  equal  weight  whereas  in  the  linearized  graphical  procedure  one  ignores  the 
deviations  at  the  tails  of  the  distributions .  Cihe  need  for  a  wei^ting  factor 
scheme  similar  to  that  used  in  some  types  of  statistical  bloassay  is  apparaent. 

A  se^ch  of  the  statistical  literature  uncovered  the  Pearson-Lee-Fisher  (PLF) 
method  of  extrapolating  singly  truncated  nonnal  distributions.  The  method  was 
validated  and  programned  for  the  present  purpose  for  the  computer  by  PeHnsyle^"^^' . 
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Table  IV  presents  the  results  of  conputation.  for  the  two  sets  of  "DOP"  size  data 
and  the  three  sets  of  PTiffiG  size  data.  The  (>D  and  the  GSD  are  givai  for  both  the 
reasured  truncated  population  (r»7  data)  and  the  P-L-F  corrected  estimation. 

Table  IV ;  Count  Median  Diameter  (OD)  and 
Geomealc  Standard  Deviation  (GSD) 

Estimates 

B^lsed  on  Raw  Data  P-L-F  Corrected 


Test 

QO 

GSD 

2®' 

GSD 

pm 

pm 

"DOP"  A 

0.222 

1.26 

0.210 

1,31 

"DOP"  B 

0,.223 

1.27 

0.206 

1.34 

PTAEG  A 

0.202 

1.20 

0.188 

1.26 

PTAEG  B 

0.200 

1.20 

0.186 

1.26 

PTAEG  C 

0.209 

1.21 

0.201 

1.24 

Owl  Interpretation  of  Particle  Size  Distribution 


Hinds,  First,  et.  al.  showed  that  the  polarization- ratio  owl,  when 
challenged  ^th  a  distributian  of  particle  sizes,  indicates  a  wei^ted  average 
particle  size.  The  specific  polarization  ratio  was  estimated  to  vary  with  particle 
diameter  to  the  8.1  power.  A  nunerical  integration  sch^ne  was  employed  to  ccnpute 
values  for  the  average  polarization  ratio,  the  components  of  \diich  were  calculated 
from  the  Mie  theory.  They  showed  that,  for  a  tinae  log-normal  distribution,  an  in¬ 
finite  rtnber  of  GSD-CMD  pairs  would  yield  an  owl  setting  of  29°.  Hcwever,  it  can 
be  shewn  for  log-normal  distrlbuti.ons  of  particle  size  that  simple  relationships 
axLst  between  the  weighted  average  particle  size  and  the  CMD  and  GSD^'^-*-^  .  In 
particular,  the  average  particle  size  wei^ted  to  the  eighth  pawer  is  related  to 
the  CMD  and  GSD  as  follows: 


Table  V  shews  the  relationship  between  the  GSD  and  CMD  pairs  xjsed  ^  Hinds,  First,  .. 
et.  al,  vl5),  (all  of  which  yield  an  average  particle  size  (d  or  0.3  pm  "seen  by 
the  owl  at  setting  of  29°),  and  the  value  of  ^  cooputed  fron' equation  (1)  using 
the  same  pairs. 


Table  Vt 

GSD  ■ 

CMD 

1.00 

0.300 

1.05 

0.294 

1.10 

0.286 

1.15 

0.274 

?  vs .  d  _ 

Pr 


? 

0.300 

0.300 

0.297 

0.300 

0.297 

0.300 

0.296 

0.300 
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Table  V:  (Cent.) 

1.20  0.260  0.297  0.300 

1.2b  0.2A6  0.300  0.300 

1.30  0.230  0.302  0.300 

It  is  concLvided  that  the  weighted  average  gives  results  practically 
equivalent  to  d  ^and  may  be  used  to  infer  the  average  size  ’’seen"  by  the  owl 
whai  sanpling  a  polydisperse  aerosol  whose  diffl-'eters  are  log-normally  distributed. 
Table  gives  the  estimaticTns  made  for  the  two  "rOP"  tests  and  the  three  PTAEG 
tests  previously  tabulated: 

Table  VI:  Average  Particle  Size  7  "Seen"  by  Owl 

P-L-F  Corrected 


Test 

CMP 

GSD 

■  ? 

ym 

yin 

"DOP"  A 

0.210 

1.31 

0.281 

"DOP"  B 

0.206 

1.34 

0.290 

PTAEG  A 

0.188 

1.26 

0.233 

PTAEG  B 

0.186 

1.26 

0.230 

PTAEG  C 

0.201 

1.24 

0.242 

Filter  Penetration 


sansons 


Several  disposable  half- face  respirators  manufactured  by  the  3M  Company  were 
tested  on  the  side  by  side  Q-127  machines  respectively  filled  with  penpaethylene 
glycol  and  "OOP".  'Rjo  glass  filter  pads  were  also  tested.  The  results  are  shown 
in  Table  VII.  ' 


Table  VII:  Conparative  %  Penetration  Tests 

"DOP"  7.  PEN.  PTAEG  7.  PEN 


Respirator  #  1 
Respirator  2 
Respirator  if:  3 
Respirator  if  A 
Respirator  if  5 
Respirator  if  6 
Respirator  if  7 
Respirator  if  8 
Respirator  if  9 
Glass  Fiber  Filter  A 
Glass  Fiber  Filter  B 


2A 

32 

10 

10 

1.27 
24 
1.37 
1.26 
4. 44 

3.7 

0.08 


23 
27 
10 
10 

1.1 

24 
1.24 
1.11 
4.0 
3.1 
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Tetraethylme  Glycol 

Tetraethylene  glycol  is  cocmercially  available  and  relatively  inexpensive. 
Tine  did  noe  allow  testing  it  during  the  program  of  Septenber  23-24.  However,  it 
was  later  deternlned  '22)  chat  it  would  not  make  aerosol  within  the  operating  range 
of  the  Q-127  with  any  control  ever  piurticle  size  and  concentration. 

Discussion  of  Results 


Although  additional  tests  are  re-jUired  before  unequivocal  conclusions  can  be 
chrawn,  it  appears  that  pentaethylene  glycol  (PXAEG)  shows  good  promise  as  a  substi¬ 
tute  for  "DOP"  in  the  thermal  generation  mode.  Use  of  neither  "DOP"  nor  PTAEG  in 
the  0-127  machines  at  the  3M  C^any  in  St.  Paul  achieved  the  design  goals  of  a 
count  median  diameter  of  0.3  pm  ^d  a  geometric  standard  deviation  of  1.10.  The 
lowest  geometric  standard  deviation  reported  by  others  as  achievable  in  the  Q-i2.' 
is  1.13,  However,  the  lowest  (best  estimate)  during  this  test  series  was  1.24  - 

using  PTAEG  (T^le  IV) .  The  3M  Conpany  standard  operating  procedures  are  scrupu¬ 
lous  in  attention  to  detail.  The  machines  are  even  kept  in  a  tenperature  con¬ 
trolled  environnent  at  72oF.  The  corpressed  air  is  oil- free  and  has  a  dew-point  of 
-20^0 .  Passing  tiie  compressed  air  tiurough  a  particulate  filter  rated  to  retain 
sub-mierm  particles  do^  appear  to  affect  the  resultant  particle  size  distribu¬ 
tion  (23) ,  Means  of  controlling  the  GSD,  therefore,  remain  a  nystery.  It  is  con¬ 
ceivable,  however,  that  lade  of  control  of  condensation  nuclei  too  small  to  be 
filtered  by  the  particulate  filters  normally  enployed  for  compressed  air  service 
cause  a  variation  in  particle  growth  rate  which  then  affects  the  GSD.  The  only 
known  way  of  removing  these  nuclei  is  to  condense  liquid  upon  them  and  cause  them 
to  grow  to  a  physically  removable  size.  This  is  daimstrated  in  variable  volume 
cloud  chanbers  by  saturating  with  water  vapor  aid  then  cooling  by  sudden  e:qpansion 
of  the  volume.  The  water  ^oplets  condense  on  the  nuclei  and  are  removed  by 
settling  and/or  filtration.  The  process  is  repeated  ("punping")  mtil  tio  nuclei 
are  present.  It  is  conceivable  that  this  nuclei  removal  process  or  an  equivalent 
process  applied  to  the  compressed  air  used  for  vapor  pick-up  and  diluent  air  in 
the  Q-127  might  resolve  the  GSD  problem.  Control  of  the  040,  on  the  other  hand,  is 
much  easier.  Covariation  of  the  mass  concentration  (reservoir  tenperature)  and  the 
tenperature  gradient  in  the  condacisation  region  of  the  Q-127  machine  can  usually 
result  in  the  desired  owl  reading.  Itowever,  the  GSD  is  also  affected  by  this  pror 
cedure  and  without  a  real-time  GSD  "meter"  one  would  not  be  aware  of  It  is' 

conceivable  that  with  a  real-time  meter  the  GSD  night  be  inproved  through  proper 
setting  of  the  Q-127  controls.  The  Arthur  D,  Little  GSD  meter  d®)  would  be  a  very 
valuable  addition  to  the  Q-127  system  for  such  a  purpose.  The  mantial  owl  version 
allowing  observation  over  a  scan  of  scattering  angles  to  pick  up  the  Higher  Order 
Tyndall  Speefara  (24)  produced  by  monodisperse  aerosols  night  also  serve  the  purpose. 
It  would  be  slower  in  use  than  the  A.  D.  Little  instrument  but  would  be  much, 
cheaper  to  make.  Conceivably  its  operation  could  also  be  made  faster  by  autcxnatlng 
the  coupled  electro-optical  and  mechanical  functions . 

In  perspective,  it  appears  that  the  pentaethylene  glycol  shows  eccellent 
promise  of  substituting  for  "DOP"  in  thermal  generation.  In  the  side-by-side  com¬ 
parison  with  "DOP"  the  GSD  was  smaller  and  although  the  CMD  was  also  smaller  than 
desired,  no  diffictolty  is  anticipated  in  Increasing  it.  The  limited  schedule 
available  for  this  program  sinply  did  not  permit  further  work  at  this  time  and 
future  tests  are  planned  to  acquire  the  additional  information.  The  results  of  the 
side-by-side  filter  penetration  tests  are  encouraging.  There  is  an  une:!q)lained 
eni^na,  however,  in  that  the  smaller  average  particle  size  of  the  PTAEG  alweys  gave 
a  sotneKhat  lower  penetration  value  thsn  the  larger  average  particle  size  of  the 
"EOP".  The  only  explanation  so  far  cenceived  is  the  possible  existence  of  a 
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blmodality  (skewed  toward  larger  particles)  in  the  particle  size  distribution  which 
mLghc  not  have  been  observed  with  the  laser  aerosol  spectronieter .  It  would  be  very 
interesting  to  chedc  the  particle  size  distribution  with  another  type  of  instru¬ 
ment  havim  a  larger  range  such  as  the  quartz  crystal  micro-balance  cascade 
Ijipactor  . 

From  a  qualitative  point  of  view,  PTAEG  is  relatively  odorless  even  when  hot. 
"DOF"  is  odorless  when  dissendnated  cold  but  has  a  distinctive  odor  when  dissatina.- 
ted  hot.  The.  smoke  observed  in  the  owl  seemed  brighter  than  "COP"  smoke,  at  equiva¬ 
lent  concentrations .  Changes  in  the  aerosol  characteristics  (size  and  ooncentraiori; 
seemed  '^ery  responsive  to  changes  in  the  Q-127  control  settings.  Except  for  an 
initial  stabiliMtion  period  (in  which  impurities  were  perhaps  volatilized  aad 
purged),  the  PTAEG  operation  appeared  more  stable  over  time  than  the  "DOP"  opera¬ 
tion.  One  unknown  factor  at  tWLs  time  is  the  stability  of  PTAEG  under  prolonged 
heating  in  the  reservoir.  The  initially  water-white  material  was  slightly  yellow 
when  looked  at  after  two  days  of  operation.  This  must  be  investigated  for  longer 
periods  in  future  tests. 

Cost  and  Availability 

Neither  pentaethylene  glycol  nor  hexaethylene  glycol  is  easily  available  at 
present.  PEG  200  which  could  be  the  feed- stock  source  of  the  pure  coipounds  is 
available  and  very  inexpensive  (about  $7/gallon  in  55  gallon  lots).  Pentaethylene 
glycol  represents  21%  of  the  total  weight  in  PEG  200  but  requires  extreme  measures 
such  as  high  vacxjun  distillation  to  effect  separation.  The  Inland  Vacuum  Ccnpany 
of  Rochester,  NYj  made  a  preliminary  feas^ility  study  of  Mgh  vacuum  distillation 
for  recovery  of  PTAEG.  They  reported  ^^6)  that  about  25%  of  the  21%  PTAEG  in 
PEG  200  mi^t  be  recovered.  However,  two  passes  through  their  equipment  are 
required  at  a  feed  rata  of  about  two  gallons /houe.  Product  purity  has  yet  to  be 
detetnined.  Taking  all  factors  into  consideration,  they  believed  that  they  could 
initially  supply  PTAEG  at  a  cost  of  $500/gallon  but  that  furtiier  process  refinanent 
and  larger  scale  operation  might  conceivably  lower  the  cost  to  the  neighborhood  of 
$200/gaUon  <27) , 

An  alternative  process  which  may  be  more  efficient  and  thuis  faster  is 
plant-scale  liquid  chrcxnatography  (28) .  peg  200  has  been  supplied  to  the  domestic 
representative  of  the  Elf  Aquitaine  Conpany  of  France  for  a  feasibility  determina¬ 
tion  and  preliminary  cost  estimate.  Results  are  not  yet  available. 

Another  avenue  not  yet  explored  is  the  possibili^  that  pentaethylene  or 
hexaethylene  glycol  might  be  produced  by  some  optimized  chemical  reaction  which 
would  enable  siirple  and  inexpensive  pxirification.  Further  exploration  of  this 
possibility  is  required. 

In  perspective,  one  must  note  that  total  present  usage  in  the  US  of  "DOP"  for 
filter  media  and  filter  quality  acceptance  testing  is  probably  less  than 
5000  gallons/year.  Considering  the  limited  alternatives  (expensive  ventilation 
equipment,  persomel  protection,  environmental  pollution  control  equiipment)  the 
additional  operating  cost  may  not  be  unreasonable.  The  cost  of  labor  to  operate 
and  support  the  quality  control  and  acceptance  facilities  will  prob^ly  be  a  much 
higher  element  or  operating  cost  thaiu  the  cost  of  the  pentaethylene  glycol. 

It  should  be  noted  that  the  cotnrents  made  above,  are  relevant  only  to  operaticn 
of  thermal  generation  C'monodisperse")  equipment.  The  PEG  AGO  reccuuendad  for 
polydisperse  aerosol  generators  is  relatively  inexpensive  and  cost  should  not  be  an 
important  factor. 
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Conclusions 

1.  Based  cs>  die  available  toxicology  data  base  for  the  polyethylene  glycols,  the 
probability  appears  high  that  PEG  400  and  pentaethylene  glycol  (PTAEG)  could  re¬ 
ceive  approval  by  the  Secretary,  US  Departimnt  of  Health  and  Human  Services  or  his 
designee  (OSHA)  as  substitutes  for  "DOP"  in  the  various  filter,  filter  media, .and 
respirator  test  roles. 

2.  Based  on  coqparative  tests  performed  (Sep  80)  at  Harvard  Air  Cleaning  Labora¬ 
tory,  it  appears  that  PEG  400  or  a  related  mixfnare  or  blend  acceptably  matches 
"DOP"  perform^ce  in  polydisperse  aerosol  generators  employing  submerged  atomiza¬ 
tion  nozzles. 

3.  Based  on' cccnparative  tests  performed  (Sep  80)  at  the  3M  Company,  it  appears 
that  PTAEX3  acceptably  matches  "DOP"  performance,  controllability,  and  stability  in 
the  Q-127  thermal  generator  and  filter  penetration  measxxremant  system. 

4.  PEG  400  and  related  mixtures  or  blends  are  relatively  inexpensive  (about 
$7/gallon)  and  widely  available. 

5.  PTAEG  is  not  easily  available  at  present. 

6.  Although  the  presait  estimated  cost  of  producing  PTAEG  is  high  ($200- $500 /gal) 
its  use  Illicit  not  be  unreasonable  considering  the  limited  and  expensive  alterna¬ 
tives  known  at  present. 

7 .  Alternative  production  methods  for  PTAEG  have  been  conceived  and  may  result  in 
a  nore  reasonable  cost. 

8.  Tetraethylene  glycol  which  is  xcidely  available  and  relatively  inexpensive  could 
not  be  made  to  work  in  the  Q-127. 


Recommendations 


1.  Investigation  of  the  use  of  pentaethylene  glycol  (PTAEG)  as  a  "DOP"  substitute 
shoxild  be  esqjanded  and  continued,  In  particular  the  ^fects  of  continuous  heating 
should  be  detezmined. 

2.  Ihe  med  for  "monodisperse"  filter  and  media  testing  should  be  re-examined. 

New  specif icatictis  and  st^dards  should  be  developed  as  appropriate. 

3.  New  equipment  should  'be  developed  to  inplement  new  standards  as  appropriate-. 
Shortconings  of  present  equipment;  e.g.,  coitinuous  heating,  should  be  eliminated. 

4.  If  "monodisperse"  testing  continues  to  be  the  standard  method,  efforts  should 
be  made  to  determine  the  causes  of  GSD  variations  and  control  than  with  the  hopeful 
outcome  of  achieving  a  GSD  closer  to  1.1. 

5.  If  "monodisperse"  testing  continuies  to  be  the  standard  method,  real-time  GSD 
meters  should  be  Incorporated  into  die  test  systems. 

6.  The  possibilities  of  producing  PTAEG  at  lower  cost  should  be  Intensively 
explored. 
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7.  The  capabilities  of  hexaethylene  glycol  as  a  "DOP" substitute  should  be  eigslored. 

8.  Bequests  should  be  submiccsd  to  the  Secretary,  US  Department  of  Health  and 
Huooan  ^rvices  and  to  OSHA  asking  approval  for  the  use  of  PEG  400  and  PTAEG  in 
their  respective  test  roles. 
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TOXICOLOGICAL  SCREENING  OF  CANDIDATE 


OOP  REPUCENENT  MATERIALS 


Reference  4  of  the  main  text  includes  a  discussion  of  the  process 
that  was  used  to  search  for  candidate  materials  to  replace  DOF*  by  consid* 
ering  their  toxicological  and  physical  properties,  and  their  likely  envi¬ 
ronmental  impact.  This  process  is  represented  schematically  in  Figure  Q.1. 

Physical  property  screening  is  discussed  in  Appendix  H,  and  will 
not  be  considered  further  here. 

Since  inhalation  is  the  principal  route  of  entry,,  but  dermal  and 
oral  routes  must  also  be  considered,  materials  were  searched  for  minimal 
toxicity  in  these  categories  if,  indeed,  such  data  existed  for  materials  of 
potential  interest.  Also,  it  was  considered  desirable  that  the  smoke  or 
its  precursors  should  not  tiave  an  unpleasant  odor  that  would  contaminate 
the  facility  or  the  operator's  clothing. 

A  toxicological  evaluation  was  conducted  on  the  most  promising 
materials  identified  during  a  search  of  chemical  and  physical  properties. 
The  results  of  the  toxicology  search  are  tabulated  in  Table  G.l, 

These  show  that  among  the  materials  or  compounds  in  the  data  base 
that  had  low  to  moderate  toxicities  were  the  ethylene  glycols  and  oleic 
acid.  Data  are  also  given  for  OOP  and  DOS,  and  for  the  tris  phosphate  con¬ 
taining  the  2-ethylhexyl  group  that  is  suspect  as  a  cause  of 
carcinogenicity  in  such  compounds. 

The  biological  properties  of  DOS  have  been  extensively  reviewed 
under  a  contract  with  the  Department  of  Energy;  see*.  Silverstein,  B.D., 
White,  0.,  Brower,  J.E.,  and  Bernholc,  N.M.,  Biological  Effects  Summary 
Report  Pi  (2-Ethvlhexvl 1  Sebacate.  BNL  51729  UC41 ,  Brookhaven  National 
Laboratories,  Upton,  New  York,  October  1983. 

Recent  guidance  to  the  U.S.  Army  Research,  Development  and 
Engineering  Center  (CRDEC)  has  indicated  that  DOS  should  not  be  considered 
further  as  a  replacement  material  for  OOP,  since  it  is  likely  that  DOS 
also  will  be  added  to  the  growing  list  of  suspect  carcinogens. 

Another  class  of  compounds  that  is  believed  to  exhibit  low  toxic¬ 
ity  are  the  straight  chain  alkanes.  These  are  discussed  further  in 
Appendix  H  and  in  the  text. 
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Table  Q.1  Toxicity  of  Possible  Replacement  Materials. 
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PHYSICAL  PROPERTY  SCREENING  OP  CANDIDATE 


DOP  REPUCEMENT  MATERIALS 


The  process  of  candidate  replacement  material  screening  based  on 
physical  properties  was  Indicated  In  Figure  G.1.  of  Appendix  Q.  and  has 
been  discussed  In  some  detail  In  the  text  of  the  main  report. 

The  U.S.  Army  Chemical  Research,  Development  and  Engineering 
Center  (CRDEC)  Simulant  Data  Center  was  created  as  a  repository  for 
simulant  Information  that  facilitates  retrieval  based  on  numerical  data  for 
40  chemical  and  physical  properties  of  hundreds  of  compounds.  Those  com¬ 
pounds  whose  properties  fall  within  a  designated  range  of  properties, 
either  singularly  or  In  combination,  thus  can  be  selected. 

When  only  a  few  physical  property  data  are  available  for  proper¬ 
ties  such  as  normal  boiling  point,  vapor  pressure,  water  solubility,  sur¬ 
face  tension  and  liquid  viscosity,  data  can  be  extrapolated  with  a  good 
degree  of  accuracy  using  various  proven  models  and  estimation  techniques. 

Chemical  structure  of  possible  replacement  materials  Is  Important 
not  only  from  a  toxicological  standpoint,  but  because  many  candidate  mate¬ 
rials  are  members  of  families  of  compounds  whose  physical  properties  vary 
In  an  orderly  way  as  the  molecular  weight  Is  Increased  or  decreased,  and 
thus  can  be  modeled  effectively.  Structures  of  some  possible  replacements 
for  DOP  are  shown  in  Table  H.1. 

In  Table  H.2.,  representative  physical  properties  of  some  possible 
replacement  materials  for  DOP  are  given.  In  Table  H.3.,  many  physical 
properties  of  selected  straight-chain  alkanes,  separated  by  only  one  carbon 
in  their  chains,  are  tabulated.  It  can  be  seen  quite  clearly  that  selec¬ 
tion  of  most  promising  candidate  materials  for  use  in  a  given  smoke 
penetrometer  machine  is  greatly  facilitated  by  such  tabulated  Information. 

Other  examples  of  candidate  screening  by  physical  properties  are 
given  In  the  main  text  of  this  report.  The  discussion  of  candidate  materi¬ 
als  actually  tested  in  this  program  follows  the  format  of  compounds 
within  families,  evaluated  by  order  of  Increasing  or  decreasing  molecular 
weight. 


APPENDIX  H 


115 


Cheoucal  Name 


Formola 


Dioctyl  phthalate 

(CH,(CH,)3CH(CjHj)CHjO|,-CjH^ 

Dibutyl  phthalate 

c,h^|c(0)0C3H,1j 

Diiaooetyl  phthalate 

Tetraethylene  glycol 

H0-(CH2CH20)^H 

Pentaethylene  glycol 

H0-(CH2CH20)5H 

Hexaethylene  glycol 

H0.(CH2CH20)gH 

Oleic  acid 

CH3(CH2)yCH=CH(CH2)yCOOH 

B»-(2-ethyIhexyl)  aebaeate 

(CH3(CH2)3CH(C2H5)CH20C(0)C^Hg-) 

Bia-(2-ethylhexyl)  phosphate 

(CH3(CH2)3CH(C2H3)CH20J2P(0)OH 

Tri8-(2-ethylhexyI)  phosphate 

(^3(C^)3^H(C2H5)CH20)3P0 

PEG  200 

mixture 

Ehythritol 

HO-CHj|CH(OH);jCHjOH 

Peutaerythritol 

C(CHjOH)^ 

Table  H.1  Chemical  Structures  of  Possible  Replacement  Materials, 
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Cluanical  Name 

MW 

BP 

Vapor  Preanire 

VlKoeity 

Surface  Te 

Q20*C 

Q20*C 

e  20*C 

Dioctyl  phthalate 

390 

384 

7.1  X  lO"® 

79 

33 

Dibutyl  phthalate 

278 

340 

% 

1.5  X  10”® 

19.7 

33.4 

Diiaooctyl  phthalate 

390 

3.0  X  10"^ 

83.0 

32.3 

Tetraethylene  glycol 

194 

314 

73  X  10“® 

55.0 

46.1 

Oleic  acid 

282 

441est 

1.1  xlO'® 

38.8 

32.8 

Bi»>(2-ethylhexyl)  aebacate 

426 

462 

1.3  X  lO"* 

41.4 

39.0 

Bis-(2-ethylhexyl)  phoephate 

322 

431 

2.0  xlO"® 

6.5 

33 

Tria-(2-«thylhexyl)  phoephate 

434 

395e8t 

6.5  X  10"* 

14.1 

31.0 

PEG  200 

'200 

'307 

56 

Erythritol 

122 

330 

3.2  X  10'^ 

Pentaeiythritol 

136 

370  est 

2.0  X  10*® 

Table  H.2  Physical  Properties  of  Possible  Replacement  Materials. 
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Table  H.3  Selected  Straight  Chain  Alkanes. 
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SELECTED  EXPERIHENTAL  DATA 


AND  RESULTS 


In  this  appendix,  strip  charts  from  the  HP-8B  Microcomputer 
(Appendixes  E  and  J)  used  with  the  LAS-X  Laser  Aerosol  Spectrometer  are 
reproduced  at  7S\  of  their  original  dimensions.  Each  chart  contains  data 
in  four  size  ranges,  each  containing  15  "bins"  for  which  the  particle  diam¬ 
eters  (urn)  sampled  are  shown.  The  table  at  the  top  of  each  chert  includes 
aerosol  number  concentration,  geometric  mean  diameter,  and  geometric  stan¬ 
dard  deviation  (Og)  based  on  the  computed  fit  (dashed  curve)  for  the  meas¬ 
ured  particle  size  distribution  shown  in  the  figure.  Certain  assumptions 
are  made  in  the  computations  which  are  discussed  in  Appendix  J. 

The  data  shown  are  representative,  and  include  results  for  samples 
of  DOP,  DOS;  and  a  variety  of  candidate  materials  that  were  found  to  be 
promising.  It  can  be  seen,  for  example,  that  DOP  itself  does  not  perform 
as  well  in  the  penetrometer  machines  as  do  several  of  the  candidate 
replacement  materials. 

Although  the  approved  Test  Plan  (Appendix  C)  called  for  aerosols 
with  a  0.3  pm  geometric  mean  diameter  (GMD)  and  a  Og  less  than  1.3,  in  the 
experimental  procedure  it  was  standard  practice  to  attempt  to  generate  aer¬ 
osols  ranging  in  mean  diameter  from  0.2  to  0.3  pm  (since  recent  recommenda¬ 
tions  for  penetrometer  operation  include  the  use  of  particles  smaller  than 
0.3  pm  because  these  are  more  effective  in  penetrating  modern  filters  than 
are  larger  particles). 

Thus  some  of  the  data  included  in  the  tables  here  are  for  particle 
diameters  of  0.2  pm  or  slightly  less,  while  others  are  in  the  size  range 
closer  to  0.3  pm.  In  some  cases  the  performance  of  a  candidate  material 
changed  significantly  across  this  diameter  range,  particularly  the  Og  val¬ 
ues  (see  Tables  0.2.  and  E.1.  in  Appendixes  D  and  E,  respectively. 

On  each  page,  the  penetrometer  machine  used  and  its  operating  set¬ 
tings  are  indicated.  Aerosol  characteristics  also  are  given  (these  can  be 
seen  as  well  in  the  top  table  of  each  chart 
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DfiTE  .  ■'■22  TIME  104i4i:i  ec;.?. 

MAX  CNTS.-iEC-  -iEC*  10 

R'0-3  TPi.'H  0  eiHS  2  00  ML 'SEC 
DILUTtCiH  RftTIO  *>  1  000E+000 

TEMPERATURE  <C;»  2.200E*001 

ATM  PRESSURE  <«»•  7 .  S00E  +  002 

REL  HUMIDITY  5.000E  +  001 

A  PARAMETER  ■  0.000E+000 

e  PARAMETER  ■  0.000E+000 

C  PARAMETER  -  0.000E+0Oe 

HUM  CONC  <NUMB/c*3)a  2J»2it.*5pi>C 

GEOM  MEAN  01AM  (  vwJy'S^SSE-OOO 
GEOM  STANDARD  DE'-  <»0  . 282E*0;»e 
MASS  CONC  7>«:jt€^03 

UNDIL  MHSSCONCm-^  l»3?«  3.974E-003. 
MAX  CNTS'-SEC  ■  4.301E+e02 

PEAK  DIAMETER  <W(ii>  ■  3.046E-001 
FIT  NUM  CONC  <»/cm3)»  0.000E+000 
FIT  GEOM  MN  DIA  l.OeOE-OOe 

FIT  GEOM  STAND  DEV  ■  1.000E+00E 
FIT  UNDIL  Me  <iii4''i»3)»  o.eeeE+eeC’ 


PROBE 

RANGE 

■  3  TOT 

CNTS»  4264 

BIN 

DIA 

COUHT 

DISTN  UALUE 

e 

.  120 

101 

1 .04E+002 

1 

.  126 

36 

3.37E*001 

2 

132 

18 

2  esE-t-eei 

3 

.  138 

12 

1 .41E4001 

4 

.  144 

10 

1  .  2264-001 

5 

1S0 

10 

1  27E4.0O1 

6 

156 

8 

1 .06E4-001 

7 

.  16" 

10 

1  37E4-001 

S 

168 

3 

1  .  14E4-001 

<» 

.  174 

1 1 

1  ,  62E4-001 

10 

1:50 

3 

1  22E4-001 

1  1 

126 

•u 

1  42E+001 

1 2 

r5  2 

14 

2 . 27E4-001 

i  3 

1?8 

14 

2 , 34e-t-001 

14 

204 

25 

4.31E4-001 

2 1 0  ■; 

3970=* 

0UERC0UNT1 

PROBE 

RANGE- 

2  TOT 

CNTS-  4.-C1I 

BIN 

OIA 

COUNT 

DISTN  VALUE 

0 

170 

84 

2.5864001 

1 

.  200 

167 

5.9764001 

2 

.230 

569 

2.3264002 

3 

.260 

1033 

4.73E4002 

4 

290 

1037 

5.27E4002 

3 

.320 

737 

4 . 1164002 

6 

.  350 

394 

2.4064002 

7 

.  380 

177 

1 . 1664002 

8 

.410 

57 

4.0464001 

9 

.  440 

11 

8.3464000 

10 

.  470 

4 

3.2364000 

1 1 

.  500 

.  1 

2 .5764000 

12 

530 

4 

3.636-000 

13 

.560 

0 

0.0064000 

14 

590 

1 

1 .0164000 

.620  < 

23- 

OVERCOUNT  ;■ 

PROBE  RANGE- 

1  TOT 

CNTS-  2215 

BIN 

DIA 

COUNT 

DISTN  VALUE 

0 

.300 

2046 

3 .56E4002 

1 

.400 

145 

3  25E4001 

2 

.500 

7 

1 .92E4000 

3 

.600 

2 

6.49E-001 

4 

.  700 

3 

1 . 12E4000 

5 

.800 

0 

0.0064000 

6 

.  900 

4 

1  90E4000 

7 

1.000 

1 

5 .25E-001 

e 

1.100 

4 

2 .30E4000 

9 

1.200 

0 

0 .0064000 

10 

1.300 

0 

0 . O0E4OO0 

1 1 

1.400 

2 

1  45E4000 

12 

1  500 

0 

0.0064000 

13 

1 .600 

0 

0.00E4000 

14 

1 .700 

1 

8.75E-001 

1.800  < 

0ai 

OVERCOUNT) 

PROBE  RANGE- 

0  TOT 

CNTS-  1 

BIN 

DIA 

COUNT 

DISTN  VALUE 

0 

1.500 

1 

2. 12E-001 

1 

1.900 

0 

0.00E4000 

2 

2.300 

0 

O.O0E4O00 

3 

2.700 

0 

0.00E400 

4 

3 . 100 

0 

0. 0024000 

5 

3.500 

0 

0.00E4000 

6 

3.900 

0 

0. eeE4e00 

7 

4.300 

0 

0.0064000 

8 

4 , 700 

0 

0.0064000 

9 

5. 100 

0 

0.0064000 

10 

5.500 

0 

0.0064000 

11 

5.900 

0 

0.0064000 

12 

6.300 

0 

0.0064000 

13 

6.700 

0 

0.0064000 

14 

7.100 

0 

0.0064000 

7.500  C 

0-OVERCOUNT > 

Machine:  LAMAPP 

Geometric  Mean  Diameter  (mw)*  0.2883 
Geometric  Standard  Deviation  (ffg):  1.282 
NaCi  Solution  Pressure  (psi):  3.5 
Candidate  Liquid  Pressure  (psi):  2.0 
Aerosol  Dilution  Air  (Ipm):  25 
Tube  Temperature  (OC):  170 


Table  1.1  Performance  of  Emery  3002  Synthetic  Hydrocarbon 
in  the  LAMAPP  Machine. 
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j,;)  1.1  n  m  ,■  i  1  f  ..  j  .1  •  ■  1  0  2  ' 

■n  ^,l  i 


PROBE  RRHOE-a 


BIN 

OIA 

0 

.  170 

1 

.200 

2 

.230 

3 

.260 

4 

290 

5 

.320 

6 

.350 

7 

.380 

8 

.410 

9 

.  440 

10 

.470 

1 1 

.500 

12 

530 

13 

.560 

14 

.590 
.620  < 

TOT  7^110 


COUNT 

O'STN  VALUE 

1436 

1 .77E4002 

1155 

1 . 7064002 

291 

•1.7564001 

54 

9.8964000 

21 

4.2764000 

7 

l . 5664000 

2 

4.366-001 

2 

5  266-001 

1 

a .83E-e01 

1 

3.036-001 

0 

0.0064000 

1 

3.43E-001 

0 

0 . 0024000 

0 

U . 0024000 

1 

4.032-001 

3-00?PC0UNT> 


■  -a 


'■•'1 

J 

.-nlj 

-'3 


'JPTE  VV  time 

'■H;!;  CNT5.'iEC*  742 
»  ei-3  rpijN  0  BINS 
OILUTIOH  PHTIO 


<mm 


(C 

H4 

<.y. 


TEMPEPftT*Jfi'E 
^TM  PRESSURE 
PEL  HUMIOITV 
■i  PARAMETER 
ft  PARAMETER 
C  PARAMETER 
HUM  CONC  <NUMB/cii3>« 
OEOM  MEAN  OtAM  <u 

i;eom  standard  oeu 

MASS  CONC  <  murin' 


110720  PSLF 
5EC«  10 
S  00  MI./'SEC 

*  1  .  000E+'000 

-  2.200E+0O1 
«  7 . soeE^eoa 

-  s  eeeE-^oei 
>  0.0e0E>0O0 

-  A  .ee0E<^0eci 

•  0  000E+000 
01 

I  .  992E-E' 

1  .202E-^0e(! 

180« 


UNOIL  MASSC0N<»h-'Ii3  75' 

T— r6r0E-004 

MAX 

CHTS'-SEC 

« 

3  420E4002 

PEAK  DIAMETER 

2.0106-001 

PIT 

NUM  CONC 

(•/■cwS)- 

0 . 00064000 

FIT 

GEOM  rIN  OIA 

1  oeeE-eoB 

FIT 

GEOM  STAND  DEV  ■ 

1 .00064002 

FIT 

UNOIL  M0 

Cm'n.  *3j>« 

0 . 00064000 

PROBE  RAHCE=3 

TOT  CNTS-  3420 

BIN 

OIA 

COUNT  O'STN  VALUE 

0 

120 

64 

3.6264001 

1 

.  126 

40 

1 .7264001 

.  13S 

42 

1  .8964001 

5 

.  138 

32 

1 .5064001 

4 

.  144 

27 

1  .3264001 

5 

150 

44 

a. 2464001 

b 

.  156 

27 

1  .9664001 

162 

69 

3.79E4001 

s 

16A 

111 

6 .33E4001 

■_a 

174 

174 

1 .0364002 

10 

120 

309 

.8864002 

1 

106 

376 

3.3764002 

1  2 

192 

361 

2.4864002 

1  3 

190 

394 

a  .6464002 

14 

204 

359 

2.4864002 

2 1  0 

961 -OVERCOUNT  ) 

Table 

1.2  Performance 

PROBE  RANGE 
BIN 
0 
1 
2 

3 

4 

5 

6 

7 

8 
9 

10 
11 
12 

13 

14 


TOT  CNiS« 


DIA 

COUNT 

DTbTN  value 

.  300 

24 

i .67E4000 

.400 

4 

•  3 .59E-001 

.500 

0 

0 . 0064000 

.600 

0 

0 . 00E400O 

.700 

i. 

“ .00E-0O1 

.300 

1 

1 . 70E-0O1 

900 

2 

3 .80E-001 

1.000 

2 

4 .20E-001 

1.100 

1 

2.306-001 

1.200 

1 

2 .506-001 

1 . 300 

0 

0 . 0064000 

1.400 

0 

0.0064000 

1.500 

1 

3 . 106-001 

1.600 

0 

0.0064000 

1 . 700 

0 

0 . 00E4000 

1.300  < 

0-OVfrcOUNT> 

PROBE  RANGE' 
BIN  OIA 

1.500 
I  900 
2.300 
2.700 
3.100 

3.500 
3.900 


0 

1 

2 

3 

4 

5 

6 

7 

8 
9 

10 

11 

12 

13 

14 


4  . 

4. 

5. 

5  . 


.300 
.700 
100 
.500 
5.900 
g.300 
6.700 
7.100 
7.500  < 


'0  TOT  CNTS«  1 

COUNT  DISTN  VALUE 

0  0  00E-''e0e 

0  0.00E1-000 

0  0 . 00E4eed 

1  1.45E-001 

0  0.00E+000 

0  0.0eE4000 

0  0.0024000 

0  0.0024000 

0  0.00E4000 

0  W.00E4000 

0  0.00E40ee 

0  0 . 00E4000 

0  o.eeE40e0 

0  0.00E4000 

0  c.00E400e 

0»OVERCOUNT> 


Machine:  LAMAPP 

Geometric  Mean  Diameter  (Mm):  0.1992 
Geometric  Standard  Deviation  (Cg):  1. 
NaCl  Solution  Pressure  (psi);  6.0 
Candidate  Liquid  Pressure  (psi):  3.0 
Aerosol  Dilution  Air  (1pm):  50 
Bypass  Air  (1pm):  1.0 
Tube  Temperature  (°C):  165 


in  the  LAMAPP  Machine. 
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r<^hlc  X-3-  X-ifle. 


a  N IJ  M  C  0  N  ''  i  I  n  d  ■)  '  ( 1  0 ' 3  ■' 

■3  —  W 


OfiTE  S8.^n  '30  TIME  100830  PSLf 
MAX  CKTS^SEC-  385  SEC-  10 
l?>0“3  TRUN  0  Bins  1.00  ML-"SEC 
DILUTION  RHTIO  -  1 . 000E+000 

TEMPERATURE  <C)-  2.200E+001 

ATM  PRESSURE  <i»m  7.000E+0O2 

REL  HUMIDITY  <*4)-  5.000E+O01 

A  PARAMETER  -  0 . 00OE+000 

B  PARAMETER  ■  0.000E+00e 

i:  PARAMETER  -  0 . 00aEt-000 

HUM  CONC  (NUMB 'c«3)-  5.Jiaa6*««l2 

GEOM  MEAN  01  AM  <  v»>-rr063E-00> 
GEOM  STANDARD  OEU  1 . 207E+0^ 

MASS  CONC  <  t»il/ »3  >Tr~iM»»€-002 
UNDIL  MASSCON<a^- AS)-  1.0S?E-002 

MAX  CNTS-'SEC  •  5.954Ev002 

PEAK  DIAMETER  <««)  ■  3.046E-001 

FIT  NUM  CONC  <#/c*3)-  0.000E4>000 

FIT  GEOM  MN  oiA  1 . oeoE-oee 

FIT  GEOM  STAND  OEU  -  1.00OE<-002 
FIT  UNDIL  M0  <a</a3)»  0 . 000E*00e 


PROBE 

RANGE- 

3  TOT 

CNTS-  5954 

BIN 

OIA 

COUNT 

OISTN  VALUE 

0 

.  120 

30 

1 .02E40e2 

1 

.  126 

15 

3.22E4001 

2 

.  132 

7 

1 .57E+001 

3 

.  138 

0 

1 .8854001 

4 

.  144 

5 

I .22E4001 

5 

.  150 

3 

2.04E40ei 

i» 

.  156 

7 

1  8554001 

7 

.  162 

6 

1 .65E40ei 

is 

.  168 

3 

8  5554000 

8 

1?4 

5 

1  47E4001 

10 

.  1S0 

7 

2.1354001 

1  1 

.  136 

2 

6  30E4000 

U’ 

182 

5 

1 .62E4001 

13 

.  188 

5 

1 .67E4001 

14 

204 

1  1 

3  79E4001 

.210 

5810- 

OVERCOUNTJ 

PROBE 

RANGE-a 

TOT 

CNTS-  584; 

BIN 

DIA 

COUNT 

OISTN  VALUE 

0 

.170 

51 

3 . 14E4001 

1 

200 

75 

5,37E4001 

2 

.230 

419 

3 .42E4002 

3 

.260 

1201 

1  1OE4003 

4 

290 

1705 

1 .73E4003 

S 

.320 

1330 

1 .48E+003 

6 

.  350 

639 

7 . 775+002 

7 

380 

264 

3 . 4754002 

8 

.410 

105 

1  49E+002 

9 

.440 

22 

3.3454^01 

10 

.470 

1 1 

1 .78E+001 

11 

.500 

.3 

5  .  15E40015 

12 

.530 

1 

1 .82E+00..' 

13 

.560 

4 

7 . 66E400O 

14 

.580 

1 

2  .e2E400Ci 

620  < 

10- 

OUERCOUMT) 

PROBE  RANGE-1  TOT  CNTS-  3g0i 


BIN 

OIA 

COUNT  . 

OISTN  VALUE 

0 

.300 

3544 

1 . 23E4003 

1 

.400 

236 

1 . 06E4002 

2 

.500 

9 

4  84E4000 

3 

.600 

4 

2 .59E+000 

4 

700 

1 

7 .49E-001 

5 

.800 

1  70E4000 

6 

.900 

1 

9 .49E-001 

7 

1 .000 

1 

1 .05E4000 

8 

1  .  100 

1 

1 . 15E4000 

9 

1  .200 

1 

1 .25E+000 

10 

1 . 300 

0 

0.0OE4000 

11 

1 . 400 

1 

; .45E+800 

12 

1.500 

0 

0 . 0054000 

13 

1  600 

0 

0 . 0054000 

14 

1 . 700 

0 

0.00E4OO0 

1.800  < 

l-OveRCOUNT> 

PROBE  RANGE-0 

TOT 

CNTS- 

BIN 

DIA 

COUNT 

OISTN  VALUE 

0 

I  see 

0 

0.eoE+e00 

1 

1.900 

0 

0,00E4000 

2 

2.300 

0 

0.0054000 

3 

2.700 

0 

0.0054000 

4 

3. 100 

0 

0 .0OE40e0 

5 

3.500 

0 

e.08E4000 

6 

3.900 

0 

0.00E4000 

7 

4.300 

0 

0.00E4000 

8 

4,700 

0 

0 .0OE+000 

9 

5. 100 

0 

0. 00E4000 

10 

5.500 

0 

0.0eE4000 

11 

5.900 

0 

0.00E40O0 

12 

6.300 

0 

o.oeE4O00 

13 

6.700 

0 

0.0054000 

14 

7.100 

0 

0,0054000 

7,500  < 

1- 

OVERCOUNT> 

Machine:  LAMAPP 

Geometric  Mean  Diameter  (4m):  0.3065 
Geometric  Standard  Deviation  (Cg);  1 
NaCl  Solution  Pressure  (psi):  3T6 
Candidate  Liquid  Pressure  (psi):  2.0 
Aerosol  Dilution  Air  (Ipm):  50 
Tube  Temperature  (OC)s  135 


Table  1.3  Performance  of  Emery  2219  Methyl  Oleate  Stearate 
•in  the  LAMAPP  Machine. 
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OfiTE  Sis.  li'-'T  TiME  1 PSCP 
IflX  CMTS/'SEC-  ?EC«  19 

Cie-S  TPUH  0  BIt(s  '  00  ML 'SEC 
DILUTION  fi'flTIO  s  1  00OE  +  0OC! 

tempepstupe  C)*  -.aoeE+eoi 

OTM  PPESSUPe  <mm  .  E00E*00i 

PEL  HUMIDITY  ?,000E*001 

P  PflPPMETEP  a  O.000E*000 

e  PflRPMETEP  «  O  ,000E*00C' 

C  PARAMETER  -  0  000E*J?0e 

NIJM  CONC  <NUMB/cm3)-,'4Lr<«sreTrt!»2 
OEOM  MEAN  OIAM  '  uxi^  i  .  1  ?2E-0^ 
CEOM  STANDARD  DE'.'  •.3t7E*0at' 

MASS  CONC  (nn  ni37>-5-  aS7F»003 


IJHDIL  MASSC0N<»1»/ «»3>» 

5  093E-003 

MAX 

CNTS-'SEC 

m 

j  581E*002 

PERK 

:  DIAMETER 

<Vft. a 

; .070E-001 

PIT 

NUM  CONC 

''#.'C(»3>a 

0  000E*000 

FIT 

CEOM  MN  DIA  ■ 

1 . 000E-00S 

FIT 

GEOM  STAND  DEU  « 

.  000E4002 

FIT 

UNDIL  M0 

>  = 

0  000E'^00O 

ppoBE  ranc:e»3 

TOT  cNra«  3sai 

eiN 

DIA 

COUNT  0 

rSTN  VAUtC 

0 

120 

74 

1 .  saa+aaA 

i 

12P 

5.7 

1  14E-.j02 

2 

132 

55 

■  24E+002 

"9 

13S 

e 

.  •22E*0O2 

4 

144 

w  ^ 

4  0  £  *  0  0  Z' 

«; 

!  ?0 

i  ? 

.  i!;c' 

7- 

7 

.  \<iZ 

ijf  ^ 

\  H  *1 E  ♦  y  C*  i 

;5 

ISS 

tS. " 

1  ^lE-'OC'." 

•s 

174 

;  ^ 

10 

ISO 

107 

7  2SE-0O2 

1  i 

1S0 

ir : 

7  .3?Ef902 

12 

lyz 

214 

p. .  ?5E*0O2 

13 

.  1?S 

245 

S  21E+002 

14 

204 

27? 

?  62E+0CI.I 

Lio  C  l?“7sOV«l«:OUNT) 


PROBE  RANCEai;  TOT  CUfSa  3:-4i 


BIN 

Q 

iIA 

COUNT 

D'STN  UALUE 

0 

170 

303 

4  . 

94E«0O2 

1 

200 

1223 

. 

75E+O02 

2 

230 

631 

b; 

15E400'2 

3 

2^0 

2:=  1 

2 

57E*002 

4 

290 

107 

1  . 

09E*OO2 

5 

320 

55 

14E+00 1 

S 

350 

4? 

e 

96E+001 

7 

.300 

20 

’i 

63E+O01 

c 

410 

1  1 

■ 

56E*001 

i 

4  a  A 

S 

1  . 

21E+0OI 

10 

4  70 

1  0 

1  . 

62E+0O1 

1  1 

500 

3 

*5 

15E+O0O 

1  2 

=  .-1-1 

•9 

1 

1  . 

27E+0O1 

ii 

5f50 

3 

75E+O0O 

14 

590 

1 

02E+00O 

S20  < 

29-1 

;0UNT) 

PROBE 

RANGE 

■1  TOT 

CMT*: 

;.  -  7  2  1 

BIN 

C 

)IA 

COUNT  . 

OrSTH  VALUE 

0 

300 

244 

48E+00 I 

1 

400 

32 

1 

43E+001 

2 

500 

1 1 

O3E+00O 

3 

600 

10 

ft 

49E+00O 

4 

.700 

$ 

ft 

74E+000 

5 

.800 

4 

i 

4OE+00O 

6 

.  900 

2 

1 

90E'<-000 

7 

1 

.000 

1 

1 

05E+000 

8 

1 

.  100 

3 

• 

45E+000 

9 

1 

.200 

2 

50E+0OO 

10 

1 

.  300 

1 

1 

35E+000 

11 

1 

.400 

0 

d 

00E4000 

12 

1 

,500 

2 

3 

10E4-000 

13 

1 

.600 

0 

00E4000 

14 

1 

700 

O' 

Cl 

00E+00O 

1 

.800  < 

0- 

0VERC0UHT> 

PROBE 

RANGE 

■0  TOT 

CNT< 

BIN 

OIA 

COUNT 

DISTH  VALUE 

0 

I 

.500 

1 

4 

,  23E-001 

I 

1 

.900 

2 

•  1 

,  O5E+00O 

2 

2 

,300 

0 

0 

,  00E+000 

3 

2 

.700 

0 

,  006+000 

4 

3 

100 

0 

0 

00E+000 

5 

3 

.  500 

0 

0 

00E+000 

S 

3 

.  900 

0 

0 

.  00E  +  000 

7 

4 

300 

0 

0  , 

.  00E+00O 

8 

4 

,  700 

0 

0 

00E+00O 

9 

5 

100 

0 

0 

,  00E+O00 

10 

5 

.  500 

0 

0 

.  00E  +  000 

1 1 

5 

.900 

0 

0 

.  00E+000 

12 

C 

.  300 

0 

0 

.  e0E+000 ' 

13 

S 

.  700 

0 

0 

00E+00O 

14 

7 

.  100 

0 

0 

,  00E+000 

7 

,500  < 

0- 

'OUERCOUNT> 

Machine:  LAMAPP 

Geometric  Mean  Diameter  (Mm):  0.2172 
Geometric  Standard  Deviation  (cig):  1.317 
NaCI  Solution  Pressure  (psi):  5.0 
Candidate  Liquid  Pressure  (psi):  3.0 
Aerosol  Dilution  Air  (Ipm):  35 
Tube  Temperature  (OC):  165 


Table  1.4  Performance  of  Emery  3004  Synthetic  Hydrocarbon 
in  the  LAMAPP  Machine. 
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iNUMC6H-  Alrircl>  1  ^  3  > 
«  ro  A 


OflTE  3e>'7/20  TIME  141323  PSLF 
MftX  CNTS/SEC-  1038  SEC-  10 
P<0-3  TRUN  0  BINS  1  00  ML/SEC 


DILUTION  R6T10 

t . 000E400e 

TEMPERATURE 

<C)- 

2.2O0E40ei 

ATM 

PRESSURE 

<Mtl  H4)> 

7  000E40e2 

REL 

HUNIOITV 

C4)" 

5  0e0E-^0ei 

fl  PARAMETER 

m 

0.00064000 

B  PARAMETER 

m 

0  00064000 

C  PARAMETER 

m 

0.00064000 

HUM 

COHC  <NUMB/c«i3)- 

1  00164003 

GEOM 

MEAN  OIAM 

2.97SE-eei 

GEOM 

STANDARD 

OEU 

1 . 2S0E400e 

MASS 

CONC 

<«4/w3><> 

?. 1826-002 

UNOIL  MnSSCON<Mii'«.3>« 

2  1826-002 

MAX 

CNTS/SEC 

■ 

1  03864003 

PEAK 

DIAMETER 

<um)  m 

3  040E-001 

FIT 

HUM  CONC 

<#/cia3)- 

0 . 00064000 

FIT 

GEOM  MN  OIA 

1  0006-008 

FIT 

GEOH  STAND  DEV  - 

1 . 00064002 

FIT 

UHOIL  M0 

<M4-'h3>- 

0  00064000 

PROBE  RANGE-3 

TOT  CATS-  10175 

BIN 

OIA 

COUNT  DISTN  VALUE 

0 

.  120 

150 

3  2464002 

1 

.  120 

39 

0. 38E40et 

2 

.  132 

20 

4  3064001 

3 

.  138 

17 

3  99E4O01 

4 

.  144 

21 

3  146400 

5 

ISO 

17 

4  33E40 • . 

6 

.  150 

10 

2  0364001 

7 

.  102 

13 

3.57E4001 

8 

.  108 

23 

0  3364001 

9 

.  174 

12 

3.5464001 

10 

.  188 

13 

3  9064001 

11 

180 

10 

3.0464001 

12 

.  1?2 

20 

0  4364001 

13 

.  198 

10 

3  3064001 

14 

.204 

10 

3  3264001 

.210  < 

9750-OVERCOUNT) 

PROBE  RANGE- 

2  TOT 

CNT'S-  10377 

BIN 

DIR 

COUNT 

DI$TN  VALUE 

0 

.  170 

121 

7  4364001 

1 

.200 

lie 

7.87E4001 

2 

.230 

751 

1364002 

3 

.200 

3231 

2.96E4003 

4 

.290 

3116 

3  1764003 

9 

.320 

1594 

(  7864003 

0 

.350 

830 

1  0164003 

7 

.380 

296 

3 . 9064002 

8 

.410 

79 

1  1264002 

9 

.440 

39 

9  9164001 

10 

.470 

20 

3  2364001 

11 

.500 

15 

2.5764001 

12 

.330 

1 1 

a  0064001 

13 

.500 

14 

2  6864001 

14 

.590 

18 

3.6364001 

.020  < 

132-OVERCOUNT> 

PROBE  RANGE- 

1  TOT 

CAT'S-  5932 

BIN 

OIA 

COUNT 

DI3TN  VALUE 

0 

.300 

5548  ' 

1 . 9364003 

1 

.400 

210 

.9.4164001 

2 

.500 

57 

3.  1364001 

3 

.000 

35 

2.2764001 

4 

.  700 

24 

i  8064001 

5 

.800 

16 

1  . 3664001 

0 

.900 

10 

9  4964000 

7 

1 .000 

9 

9. 44E4000 

8 

1  .  100 

9 

1  03E4001 

9 

1.200 

4 

9  0064000 

10 

1 . 300 

4 

9  4064000 

11 

1 .400 

3 

4 . 3564000 

12 

1.500 

0 

0 . 0064000 

13 

1.000 

0 

0.0064000 

14 

1 .700 

2 

3  50640004 

1.800  < 

l-OVERCOUNT) 

PROBE  RANGE-e  TOT 

CNT5-  6 

BIN 

OIA 

COUNT 

0I3TN  VALUE 

0 

1.300 

6 

2  5464000 

1 

1  900 

0 

0.0064000 

2 

2 . 300 

0 

0.0064000 

3 

2.700 

0 

0  0064000 

4 

3. 100 

0 

0  0064000 

3 

3.300 

0 

0  0064000 

0 

3.900 

3 

0  0064000 

7 

4.300 

0 

0  0064000 

8 

4.700 

0 

0  0064000 

9 

5.100 

0 

0  0064000 

10 

5.500 

0 

’ 0 . 0064000 

11 

5.900 

0 

0 . 0064000 

12 

6.300 

0 

0  0064000 

13 

6.700 

0 

0.0064000 

14 

7.100 

0 

0 . 0064000 

7.900  C  0-OVERCOUNT> 


Machine;  LAMAPP 

Geometric  Mean  Diameter  (fim):  0.2975 
Geometric  Standard  Deviation  (Og):  1.256 
NaCi  Solution  Pressure  (psi):  9.5 
Candidate  Liquid  Pressure  (psi):  4.0 
Aerosol  Dilution  Air  (1pm):  70 
Tube  Temperature  (®C):  156 


Table  1.5  Performance  of  OOP  in  the  LAMAPP  Machine. 
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Ol=iTE  TIME  1  U  !  10 

MAX  CNTSx^EC*  l:?7  f" 
R.0-3  TPtJN  0  BINS 
DILUTION  RATIO  - 

TEMPERATURE  <C)« 

ATM  PRESSURE  <Mi» 

REL  HUMIDITY  <V.)« 

A  PARAMETER  ■ 

8  PARAMETER  ■ 

C  PARAMETER 
HUM  CONC  <NUMB/C»3>» 

CEOM  MEAN  OIAM  <«•)■ 

GEOM  STANDARD  OEU  ■ 

MASS  CONC 

UNDIL  MASSCON<«h^«3)» 

MAX  CNTS/'SEC  • 

PEAK  DIAMETER  <««>  ■ 

FIT  NUM  CONC  <*/'ci»3)» 

FIT  GEOM  MN  OIA  <p«)« 

FIT  GEOM  STAND  DEV  » 

FIT  UNOIL  M0  <:«^'»3)» 


PSLr 

to 


.00  ML/SEC 
I  000E*000 
i .  2eeE4-eei 
7  Se0E-^002 
s  eeoE-^eei 
0.000E4-e0e 
0  0oeE-*^0oc< 
0.eeeE<*'ee0 
1 .93eE-^ea2 
3  094E-e01 
1 .294E-«'e0e 
3  473E-003 
3  473E-003 
I  972E+002 
3.e4SE-eei 

0  oeeE-^eee 
I  eesE-eoB 
1  oeoE-^eea 
0  o00E-^eee 


PROBE  RANCE-3 


BIN 

OIA 

0 

.120 

1 

.126 

.132 

3 

.138 

4 

.  144 

5 

.  150 

C' 

156 

.  162 

16S 

i 

174 

:  0 

1  SO 

1 1 

196 

li- 

l?2 

13 

1 98 

14 

.  204 
.210 

TOT  CNTS«  1972 
COUNT  OISTN  VALUE 
33  STSE-t’Oei 

9  1.72E+001 

5  1.12E+001 

4  S  40E4ee0 

6  1.47E+001 

4  1.02E-»0et 

5  1  S9E4-001 

5  1  37E+001 

5  I  42E+001 

4  1  lSE+00t 

4  i  22E+001 

5  I  S7E+001 

2  b  50E+000 

4  I  34E+001 

5  1  r2£+001 

iSr ’»OVEftCOUMT‘:i 


PROBE  RANGE* 

2  T  O  T 

■If'  1  r*  :  rf 

BIN 

OIA 

COUNT 

DU’H  '..’ALUE 

0 

.  170 

19 

1  17E+001 

1 

200 

20 

1  43E40O1 

«• 

.230 

7'a 

6  44E4001 

3 

.260 

157 

4 . 2?E*002 

4 

.  290 

553 

5  62E4002 

5 

.  320 

479 

5  35E4O02 

6 

.  350 

199 

2  42E+002' 

•* 

.330 

63 

3  29£f001 

S 

.410 

40 

5  66E+001 

S 

.440 

12 

1  S2E+001 

10 

.  470 

6 

9  70E+00O 

11 

.500 

11 

i  39E+001 

12 

.  5.30 

10 

1  82E+001 

13 

.560 

2 

3  33E*000 

14 

.  590 

2 

4  A3E400O 

.620  ■: 

5*0VEftC0UNT> 

PROBE  RANGE* 

1  TOT 

CNT:*  127; 

BIN 

OIA 

COUNT 

DISTN  VALUE 

e 

.  300 

1 179 

4  10E+0O2 

1 

.400 

70 

3  14e'*'001 

2 

.  500 

19 

1  04E4001 

3 

.600 

5  • 

3  24E+000 

4 

.  700 

0 

0  00E400O 

5 

.300 

0 

0  00E'«-00O 

A 

90A 

0 

0  00E+00O 

7 

1.000 

A 

0 . 00E4000 

6 

1.100 

0 

0  00E+00O 

9 

1.200 

0 

0  00E't-000 

10 

1 . 300 

e 

0  00E+000 

1 1 

1 .400 

0 

0 . 00E'^00O 

12 

1  500 

0 

0  00E'+00O 

13 

1 .600 

0 

0  00E+000 

14 

1 . 700 

0 

0  00E400O 

1 . 800  •: 

0-OUEftCOUNTl' 

PROBE  RANGE* 

0  TOT 

CNi'r*  0 

BIN 

OIA 

COUNT 

OlsTN  VALUE 

0 

1 . 500 

0 

0  00E4000 

1 

1 . 900 

0 

0 . 00E+000 

2 

2.300 

0 

0  e0E4000 

3 

2.700 

0 

0.00E4000 

4 

3. 100 

0 

0 . 00E+000 

3  .  V00 

0 

0 . 00E+000 

6 

3.  .^00 

0 

0  00E+000 

7 

4.300 

0 

0  00E+000 

8 

4.700 

0 

0.00E-*-00e 

9 

5.  100 

0 

0.00E+00O 

10 

5.500 

0 

0  00E'«'000 

11 

5.900 

0 

0  00Ef000 

12 

6.300 

0 

0  00E'*'0A0 

13 

6.700 

0 

0 . 00E-'-000 

14 

7.100 

0 

0  00E  +  00ei 

7.500  <  O-OUERCOUNT^' 


Machine:  Q127 

Qeome'tiric  Mean  Diameter  (fiin):  0.3054 

Geometric  Standard  Deviation  (Og):  1.254 

Pot  Temperature  (OC):  165 

Quench  Air  Flow  Rate  (1pm):  90 

Vapor  Flow  Rate  (1pm):  10 

Owl  Setting  (degrees):  50 

Particle  Size  Setting  (volts):  75 


Table  1.6  Performance  of  Emersol  875  Isostearic  Acid 
in  the  Q127  Machine. 
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i  M  I.I  I'l  i;  On  i  1  ■  ’J 

,3  — 


DATE  8S'?-14  TIME 
MAX  CNTS.-'SECa  6  13 
P'0-3  TPUN  0  BINS 
DILUTION  RATIO 


l.:-S:'?0O  P3LF 
SEO-  10 
:  00  ML^SEC 


1 


<:  L. 


TEMPERATURE 
ATM  PRESSURE  <*• 

REL  HUMIDITY 
A  PARAMETER 
B  parameter 
C  PARAMETER 
NUM  CONC  <NUMB/'Ci«3) 
GEOM  MEAN  01  AM  (v«i 
GEOM  STANDARD  DEU 
MASS  CONC 

UNOIL  MASSCON(Mii/m 


000E+006. 
i:00E*00l 
00eE«00a 
.000£+001 
.  oeeE't'Boe 
0e0E4000 

000E*00e 

BR-tc 

, 995E-0?5 
219E-^^ 

_  J02 

1 .023E-00a: 


MAX 

CNTS/SEC 

ai 

8. 184E4>e02 

PEAK 

:  DIAMETER  (um)  » 

3.347E-00: 

FIT 

NUM  CONC 

0  0e0E4000 

FIT 

GEOM  MN 

DIA 

1  000E-00e 

FIT 

GEOM  STAND  DEV  - 

1 .0e0E''-002 

FIT 

UNDIL  M0 

0  000E400e 

PROBE  RANGE* 

3  TOT  CNT.»»  818t 

BIN 

DIA 

COUNT  OISTN  value 

0 

120 

53 

1 .09E+002 

1 

Hi 

18 

3  44E+001 

2 

132 

7 

1  57E+001 

3 

.  138 

3 

1  SBE'VOei 

4 

.  144 

8 

1 . 47E+001 

5 

.  150 

2  29E4001 

6 

.  158 

3 

7 . 95E+000 

1 

.  182 

4 

1  10E+00'. 

8 

.  188 

1 

2  85E+000 

.  1?4 

8 

1  r7E+001 

10 

130 

4  •. 

A  w 

:•  88E+001 

1  1 

188 

4 

1  28E+001 

12 

1  ?2 

1  ? 

»  37E+001 

13 

.  138 

1  *.■ 

OSE+OOl 

14 

.  204 

15 

8  90E*001 

.210 

5930aOVEKi:OUNT;' 

PROBE  RANGEsj 

:  T  ' 

'IM'ja  6.1:- 

SIM 

DIP 

COUNT 

DI^sTn  uAuuE 

0 

.  170 

55 

3 . 38E4-001 

1 

.200 

179 

1 . 28E4092 

2 

230 

921 

7.51E+002 

3 

.280 

1376 

1  28E4003 

4 

290 

1141 

l . 16E+003 

5 

320 

1212 

1 . 35E+003 

8 

.  350 

950 

1 . 16E+003 

7 

.  330 

2C0 

2 . 83E+002 

8 

.410 

73 

1  03E-^002 

9 

.440 

40 

6 . 08E+001 

10 

470 

16 

2  59E4-001 

11 

.500 

1 

1 . 72E+00O 

12 

.  530 

1 1 

2 . 00E+001 

13 

.580 

4 

7  88E+000 

14 

.590 

2 

4.03E+000  , 

.620  < 

3- 

OVERCOUNT> 

PROBE  RANGE- 1 

TOT 

CNTS-  3377 

BIN 

DIA 

COUNT 

OISTN  VALUE 

0 

.300 

3153 

1  .  ieE'«-003 

1 

.400 

203  ' 

9,10E+001 

2 

.500 

19 

1  04E+001 

3 

.800 

2 

1  .  30E+000 

4 

.700 

0 

0  e0E+00e 

5 

.800 

0 

0 . 00E+0@e 

6 

.900 

0 

0 . 0eE400O 

7 

1 .000 

0 

0 . 00E't>00e 

8 

1  .  100 

0 

0.00E4-000 

9 

1 .200 

0 

0.00E  4-000 

10 

1 .300 

0 

0 . 00E-^00e 

11 

1.400 

0 

0.e0E-»-000 

12 

1 .500 

0 

0  eeE-^eeB  . 

13 

1 .800 

0 

0 . 00E+000 

14 

1.700 

0 

0.e0E-T00o 

1  .800  ( 

0-1 

OVERCOUNT) 

PROBE  RANGE-0 

TOT 

CUTS-  0 

BIN 

DIA 

COUNT 

DISTN  VALUE 

0 

1.500 

0 

0  00E-*-000 

1 

1.900 

0 

0.00E-^00e 

2 

2.300 

0 

0.eeE40ee 

3 

2.700 

0 

0.00E-:-000 

4 

3.100 

0 

0.0eE-^00e 

3 

3.500 

0 

0 . 00E4-e00 

6 

3.900 

0 

e.0eE40ee 

7 

4.300 

0 

0  O0E-*-e00 

8 

4.700 

0 

0  00E4-000 

9 

5.100 

0 

0  00E-*-000 

10 

5.500 

e 

0  eeE-«-000 

11 

5,900 

0 

0.00E-:-000 

12 

8.300 

e 

0 .0eE-^e0e 

13 

8,700 

0 

0.0eE-f000 

14 

7.100 

0 

0.0eE4-00e 

?.500  <  0-OVERCOUNT > 


Machine:  Q127 

Geometric  Mean  Diameter  (4m):  0.2095 

Geometric  Standard  Deviation  (Og):  1.219 

Pot  Temperature  (®C):  155 

Quench  Air  Flow  Rate  (1pm):  90 

Vapor  Flow  Rate  (1pm):  10 

Owl  Setting  (degrees):  50 

Particle  Size  Setting  (volts):  70 


Table  1.7  Performance  of  Emersol  871  Isostearic  Acid 
in  the  Q127  Machine. 
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•• ;  v  >1  j,  1  f  a 


DfiTE  20  TIME 

Mflx  CHTS-''jECa  f?4  ';;EC»  lO 

R!0-3  TRUN  0  BINS 
DILUTION  KIBTIO 


TEMPERftrURE  'C'}- 

RTM  PRESSURE  C«m  H«;i« 
REL  HUMIDITY  <•/.?■ 

fl  PRRRMETER  - 

B  PRRRMETER  - 

C  PARAMETER  - 

NUM  COHC  <NUMB/cii3)« 
GEOM  MEAN  DIAM 
OEOM  STANDARD  DEL  » 
MASS  CONC 


00  ML/ SEC 
1  .  000E4.0O6 
i .200E+001 
7  E00E-^0O2 
«'  .000E-^0O1 
0  000E-t-000 
0  000E-»'00C< 
0  000E40OC 
?■  .938E4002; 
2.S44E-001 
I  230E40O0 
0.  lS>lE-003 


UHDIL  MASSC0N<(«^-  (i»3) 

n 

? . 191E-003 

MAX 

CNTS'-SEC 

m 

5  743E+00i 

PEAK 

:  DIAMETER 

<  jWfl'  > 

m 

2  746E-001 

FIT 

NUM  CONC 

<*/ci»3) 

m 

0  0e0E+000 

FIT 

GEOM  MN  DIR  'vm)" 

1 .000E-00e 

FIT 

GEOM  STAND  DEV 

9 

1 .000E+0O2 

FIT 

UNDIL  M0 

<•«•».  inS)*' 

0 .000E+00O 

PROBE  RANGE«3 

TOT 

Ci4Tj»  ■  561? 

BIN 

OIA 

COUNT 

0 

ISTN  VALUE 

0 

.  129 

53 

1 .09E+0e2 

1 

.  126 

27 

5.30E+001 

2 

.133 

3 

1 .8OE4001 

3 

.138 

15 

..■!  52E+001 

4 

.  144 

6 

1  47E+001 

5 

.  150 

5 

1  27E+001 

6 

.  156 

13 

3  44E+001 

7 

162 

5* 

2 . 47E  +  001 

3 

.168 

7 

1  9SEf001 

4 

.  17'4 

4  i‘ 

•i  .33E*00l 

10 

.  130 

■«> 

f  . 74E+001 

1  1 

.  136 

•i 

i  S9E+001 

u 

l?2 

1  3 

4 . 22E+001 

13 

1?8 

1  7 

5  6.-E  +  001 

14 

.204 

21 

r  24E+00t 

.210  ■■ 

53:-7aOV 

ERCOUNTY 

PROBE  RAUGE-2 

T  C'T 

C  '  1  ■  :  a  5  -  .1 

BIN 

CIA 

COUf'f 

C':'-'’!  '..'alvE 

0 

-  r  .*5 

50 

03E*00l 

1 

.200 

223 

1 . 63E+002 

2 

.230 

886 

V .23E+002 

3 

.260 

1354 

1 . 24E+003 

4 

2'29 

lie-  1 

1 . 20E+O03 

5 

.  320 

32  1 

1  03E  +  003 

IJ. 

350 

7l  1 

^  65E+002 

.  380 

320 

4 . 216+002 

8 

.410 

4  1 

5  31E+001 

4 

440 

■4 

V  15E+001 

10 

.  470 

!  0 

)  62E+001 

1  1 

.500 

if 

*'  15E  +  000 

12 

.530 

1 

1 . 32E+000 

13 

.560 

1 

1 . 32E+000 

14 

5?A 

4 . 0  -3  E  +  0  0  0 

.620  < 

U* 

OVERCOUNT. J 

PROBE  RANGE- 1 

TOT 

CNTfs 

BIN 

DIA 

COUNT 

D;::.TM  VALUE 

0 

.  300 

3055 

1 . 06E+O03 

1 

.400 

18  3 

3  43E+001 

2 

.500 

6" 

?  28E+000 

3 

.600 

if 

1  35E+000 

4 

.  700 

0 

0 . 00E+000 

5 

.300 

0 

0  00E+00O 

6 

.BOO 

0 

f  00E+000 

1 

1 .000 

0 

0  00E+0A0 

8 

1.100 

0 

0  e0E+000 

S 

1  .200 

0 

0 . 00E+000 

10 

1 .300 

0 

0  00E+000 

11 

1  .400 

0 

0  00E+000 

12 

1 .500 

0 

0  0eE+000 

13 

1 .600 

0 

0  00E+000 

14 

1 .700 

0 

0  ooE+eoo 

1.800  ( 

0-1 

OVEkCOUNT> 

PROBE  RANGE-0 

10T 

CN1S-  1 

BIN 

OIA 

COUNT 

DISTN  VALUE 

e 

1.500 

0 

0.006^000 

1 

1  .900 

0 

0.0OE+000 

2 

2.300 

0 

0  00E+000 

3 

2.700 

0 

0 . 00E+000 

4 

3. 100 

0 

0.006+000 

5 

3.500 

0 

0.00E+000 

€ 

3.900 

0 

0  00E+0e0 

7 

4.300 

0 

0.00E+000 

8 

4 . 700 

0 

0.006+000 

9 

5.100 

0 

0.006+000 

18 

5 . 500. 

0 

0 . 00E+000 

1  1 

5.900  ■ 

0 

0.006+000 

12 

6 . 300 

0 

0 .00E+000 

13 

6.700 

0 

0.0OE+000 

14 

7  100 

0 

0  006+000 

7.500  C 

0«OVERCOUNT> 

Machine:  Q127 

Geometric  Mean  Diameter  (urn):  0.2944 

Geometric  Standard  Deviation  (Og):  1.230 

Pot  Temperature  (OC):  180 

Quench  Air  Flow  Rate  (1pm):  90 

Vapor  Flow  Rate  (1pm):  10 

Owl  Setting  (degrees):  50 

Particle  Size  Setting  (volts):  75 


Table  1.8 


Performance  of  Emery  3004  Synthetic  Hydrocarbon 
in  the  Q127  Machine. 
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j.'  H  i.i  M  C  L*  H  ^  1  r- )  <  <  1 15  -  .7 
•s* 


■■‘d 


Oi^TE  TIME 

Mfi:'!  CHTS/SEC*  *137 
P  it)-3  TPiJH  0  BINS 
DILUTION  RftTIO 


TEMPERFlTURE 


<C) 


ATM  PRESSURE 
REL  HUMIDITY  <•-<>■ 

fl  PARAMETER  ■ 

B  PARAMETER 
C  PARAMETER  > 

HUM  CONC  <NUMB-'c»3) 
GIEOM  MEAN  OIAN  iurni 
GEOM  STANDARD  DEU 
MASS  CONC  <i»</i»3 
UNOIL  MASSCON<md^m3> 
MAX  CNTS/SEC 
PEAK  DIAMETER 
PIT  NUM  CONC  <i/c«3) 
PIT  GEOM  MN  DIA 
PIT  GEOM  STAND  OEU 
PIT  UNDIL  M0 


140'>00  PSLP 

SEC*  10 
)  00  NL/SEC 
-  i.aeeE^ABo 
a  ^.aeeE+eei 
7 .  seei^eea 
5.0eeE<feei 

0  0eeE>000 

0  e00E4-006 

0 .  oeeE4>ee0 
4  _  — 
92EE-0ei 
I  19lC-«-^ 
»ioe*<rg^ 
1 .918E-003 
4.374E+002 
1 .83eE-001 
0 . 0OeE>000 

I .ee0E-00e 
1 . 0O0E-»'00S 
0.0e0E4000 


PROBE  RANCE-S  TOT  CNT3-  4374 


BIN 

DIA 

COUNT 

OISTN  VALUE 

0 

120 

51 

1 .aSE4002 

1 

.  126 

41 

8.8iE4eei 

2 

.  132 

51 

1 .  iSE-t-eea 

3 

.  138 

56 

i . 32E4ee2 

4 

.  144 

93 

2 . 28E-i-e02 

5 

.  150 

123 

1  26E4002 

S 

.156 

20? 

5 .48E4O02 

< 

162 

250 

6.87E-t.002 

8 

.  168 

291 

0 .29E-«.ee2 

4 

10 

174 

328 

9.68E-t-0O2 

.  130 

395 

1 .20E-*-OO3 

1 1 

136 

345 

1  09E+003 

12 

132 

350 

1  .  14E-I-0O3 

1  3 

r?8 

307 

1  e3E-»003 

14 

.  2rt4 

323 

1 .  iiE-^oes 

210  ' 

1 158* 

OVERCOUNT) 

Table 

1.9 

Performance 

"■POPs 

.  TOT 

Ci*ija  223i: 

BIN 

DIA 

COUNT 

OiSTN  VALUE 

0 

.170 

1710 

1  .05E«'003 

1 

.  200 

1014 

7.26E4002 

2 

.230 

348 

2  e4E40e2 

3 

.260 

133 

1 .2264002 

4 

.290 

55 

5 . 5964001 

5 

.320 

24 

2.6864001 

6 

.  350 

1 

1 .2264000 

7 

.  380 

1 

I .3264000 

8 

.410 

0 

0.0064000 

9 

.440 

0 

0 . 00E4000 

10 

.*70 

0 

0.0064000 

1 1 

.500 

0 

0  0064000 

12 

.530 

0 

0.0064000 

13 

.560 

0 

0  00E4000 

14 

.590 

0 

0  00E4000 

.620  < 

0«ovep:ount) 

PROBE 

RANGEal 

tot 

CNTS*  62 

BIN 

OIA 

COUNT 

OISTN  VALUE 

0 

.  300 

62 

2  .  16E4001 

1 

400 

0 

0 . 00E4000 

2 

.500 

0 

0  0064000 

3 

600 

0  . 

0 . 00E4000 

4 

.  700 

0 

0.0064000 

5 

.800 

0 

0.0064000 

6 

.  900 

0 

0 .00E4000 

8 

9 

10 

11 

12 

13 

14 


.  100 
.200 
300 
.400 
.300 
.800 
.  700 


1 .800  < 


0 

0 

0 

0 

0 

0 

0 

0 


0  00E'*-000 
0  0eE-i-e0e 
0 . 00E-^0eo 

0 .00E‘<-000 
0 .00E-f000 
0 .00E+0eo 
0.O0E-^000 

0 .eeE+000 


PROBE 
BIN 
0 
1 
2 

3 

4 
3 
6 
r 
8 
9 

10 
1  1 
12 

13 

14 


RANGE! 
OIA 
.500 
.900 
.300 
.700 
100 
.500 
.900 
300 
.700 
.  100 
.500 
.900 
.300 
.  700 
.  100 
.300  <: 


0"OVBRCOUNT> 


'0  TOT  CNTS-  e 

COUNT  OISTN  value 

0  0  0OE-)-ee0 

0  e.00E-i-000 

0  A.eoE-^oee 

0  0 . 00E-t-000 

0  0  eoE+eee 

0  0.eeE-)-000 

0  0  ooE-^eee 

0  0.e0E+0e0 

0  0.eeE-)-0e0 

0  0 .  e0E-^000 

0  e.eoE-^eeo 

0  0.00E'^e00 

0  e.eeE-^eeo 

0  o.oeE't-eee 

0  0.0OE>e00 

0-OVERCOUNT) 


Machine;  Q127 

Geometric  Mean  Diameter  (Mm):  0.1926 
Geometric  Standard  Deviation  (Og):  1. 
Pot  Temperature  (OC);  196 
Quench  Air  Flow  Rate  (1pm):  90 
Vapor  Flow  Rate  (1pm):  10 
Owl  Setting  (degrees):  36 
Particle  Size  Setting  (volts):  87 


in  the  Q127  Machine. 
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li  I  ( IJ  "t  i;.  0  N  •  ■  i  1  n  '  d  ^  ;  1  0  '■  T  ) 

■S'  —  fo 


DATE  TIME  1  P<LF 

"IflX  CHTS/SEC-  iJSS  '^EC-  10 

P’9-3  TPtJS  0  eiKS  I  00  MU-'SEC 
DILUTION  RATIO  -  1  .  000E<-O0e 

TEMPERATURE  < C )=  £ . 200E+001 

ATM  PRESSURE  <(•«  ?  .  600E+002 

PEL  HUMIDITY  <;<>-  5,000Ei-001 

A  PARAMETER  ■  «  .  OOOE-fOOe 

e  PARAMETER  «  0.eeeE-»’00& 

C  PARAMETER  <■  0  .  ooeE'veoe 

HUM  CONC  <NUM8/cm3>-  6.831E+ee2 

OEOM  MEAN  DIAM  <VM>a  3.e92E-0ei 
GEOM  STANDARD  DEL-  -  1  .  3e5E-*-eoe 
MASS  CONC  <«i»/i«3>»  1.3S3E-ee2 
UNDIL  MASSCOH<»»k-'»3)-  1  . 383E-002 
MAX  CNTS^SEC  ■  S  .  688E-f002 

PEAir  DIAMETER  -  3.347E-001 

PIT  NUM  CONC  <#/c*3>-  0 . 08''p-f88e 
PIT  GEOM  MN  DIA  <««)-  1.00t£-00e 
PIT  GEOM  STAND  OEU  >  1 . OeOEfOOE 
PIT  UNDIL  N0  <««5/'»3)«:  O.OOOE-^OOD 


probe 

RAHGE- 

3  TOT 

CNT3-  665 

BIN 

OIA 

COUNT 

OrSTN  VALUE 

0 

.  120 

118 

2 .42E-»082 

1 

.  128 

29 

6 .  zsE-^eei 

2 

.132 

15 

3 .37E-*-001 

3 

.  13S 

14 

3 .29E-^001 

4 

144 

11 

2 .69E-:-001 

5 

.  150 

7 

1  .73Ef001 

i5 

158 

1 1 

2 .91E-^001 

7 

182 

1 1 

3  eaE-^eei 

8 

i8e 

11 

3  .  13E•^001 

9 

174 

10 

2 .95E-V001 

10 

1  20 

7 

2  13E-4-001 

1  I 

I:?? 

15 

4.72Et001 

I  2 

1?2 

22 

~  .  15E->001 

13 

1 28 

38 

1  21E-t-092 

14 

204 

48 

1  .  66E-^002 

210  ' 

':-2::6aO\^cPCOUNT  i 

PROBE 

p  an.:e«2 

TOT 

88;;:: 

BIN 

0  r  A  _  i: 

:oi.'K-  c 

'.'4'. -.8 

1 

.200 

1  *■  i 

392 

1  :30E^002 

2 

230 

94  1 

7 .63e-^00£ 

3 

.  280 

1043 

9  92E-t-002 

4 

.290 

1040 

.'  06E-*0O3 

5 

320 

1156 

1  29E-003 

8 

.350 

1028 

1 .25E+003 

? 

380 

399 

5 .25e-f002 

S 

.410 

221 

:  .  1.3E  +  002 

9 

440 

100 

t  52E■^002 

10 

470 

50 

8  08E-»001 

1  1 

.500 

X9 

8  69E->'001 

12 

.  530 

.34 

8 . 18E+001 

13 

.  560 

■0 

5 . 75E+001 

14 

.590 

29 

5.85E-^00l 

.820  ■; 

o 

II 

ERCOUNT'. 

PROBE  RANGE-1  TOT  CNTS-  3??S 


eiN 

DIA 

COUNT 

DISTN  VALUE 

e 

.300 

3210- 

1 . 12E+003 

1 

.400 

587 

2 . 54E■^002 

2 

.500 

128 

7  02E-t-001 

3 

600 

56 

3  63E'*00 1 

4 

.700 

12 

8 . 99E-t-00O 

5 

.300 

5 

4 . 25E+000 

8 

900 

0 

0  00E-^000 

7 

1 .000 

0 

0  00E-^000 

8 

1  100 

0 

0 .  eeE-^OAO 

9 

1 .200 

0 

0 . 00E-*-000 

10 

1  300 

0 

0  00E'«-000 

1 1 

1 .400 

0 

0 . 0eE'f00o 

12 

1 .500 

0 

A .  e0E'^000 

13 

1 .600 

0 

0 . 00E'^000 

14 

1 .700 

0 

0 . 00E'^000 

1 .890  < 

0  = 

OVERCOUNT > 

PROBE  RANGE-0  TOT 

CN,i»  0 

BIN 

DIA 

COUNT 

DISTN  VALUE 

0 

1.500 

0 

0 . 00E-^000 

1 

1 .900 

0 

0 . 00E+000 

2 

2.300 

0 

0  eoE-^-eeo 

3 

2.700 

0 

0 .  e0E-:-00e 

4 

3.100 

0 

o.oeE-feeo 

5 

3.500 

0 

0.00E-^000 

6 

3.900 

0 

0 .  oDE-t-eoe 

7 

4.300 

0 

0.00E-f000 

8 

4  700 

0 

0  00E-^000 

9 

5 . 100 

0 

»j  00E  +  000 

10 

5.500 

0 

0  e0E40e0 

1  1 

5.900 

0 

0  O0E-^000 

12 

8.300 

0 

0 . oeE+eee 

13 

6.700 

0 

0 . 0OE4-O00 

14 

7.  100 

0 

0.eeE^ee0 

7.500 

L  0- 

OVr-PCOUNT> 

Machine: 

Q127 

Geometric 

Mean 

Diameter 

(Mm):  0.3052 

Geometric  Standard  Deviation  (Og) :  1.305 

Pot  Temperature  (OC):  160 

Quench  Air  Flow  Rats  (1pm):  90 

Vapor  Flow  Rate  (1pm):  10 

Owl  Setting  (degrees):  49 

Particle  Size  Setting  (volts):  75 


Table  1.10  Performance  of  Industrene  206LP  Oleic  Acid 
in  the  Q127  Machine. 
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-  *1  ij  '1 C  0  *<  j.  I  j  •  I  I  0  i  ' 


OATE  time  PSl>' 

MAX  CHTS-'SEC-  i49  5EC*  IvT 
Pi  0-3  TRUN  0  Bins  '  00  ML-'CEC 
DILUTION  PATIO  -  1  000E+000 

TEMPERATURE  200E+0O1 

ATM  PRESSURE  <i»m  Hi»)»  V* .  600E+002 
REL  HUMIDITY  <;o«  5,000E+00! 
A  parameter  «  0.0'00E+0‘.. 

B  PARAMETER  -  0 . 000E+0W 

C  PARAMETER  -  8 . 000E+00Ci 

NUM  CONC  <NUM8/'ci»3,''^.-rr57?e«»P: 
GEOM  MEAN  OIAM  (.um/i  1 . 374E'^..  ; 
GEOM  STANDARD  DEL  /-  1.2531>00C. 
MASS  CONC  (.wn/nilb"  1  iJM^-iaaa 
UNOIL  MASSCON<,i«i»/«»3Tir-f^51E-003 
MAX  CNTS^SEC  »  £.4SlE-*‘002 

PEAK  DIAMETER  -  \  830E-001 

FIT  HUM  CONC  <*/ci»3>-  W  .  000E+000 
FIT  GEOM  MN  DIA  ( vm>>  1  00eE-00& 
FIT  GEOM  STAND  DEV  *  1.000E+002 
FIT  UNDIL  M0  <mii.(«3)s  0.000E+00e 


PROBE 

RANGE 

■3  TOT 

CNTSs  249 

BIN 

DIA 

COUNT 

OISTN  VALUE 

0 

.  120 

54 

1 . llE4e02 

1 

.  126 

62 

1  . 33E+002 

2 

.  132 

61 

1 . 37E+002 

3 

.  138 

r8 

1 . 33E>e02 

4 

144 

123 

3 .01E4002 

5 

IS0 

147 

3  75E+002 

6 

.  l?6 

143 

3  92E+0e2 

7 

.  162 

167 

4  59E+002 

0 

168 

165 

4 . 70E+0e2 

3 

1?4 

176 

5 . 19E+002 

10 

.  130 

173 

5 . 28E+0P2 

1 1 

.  136 

133 

4 . 35E+002 

12 

.  132 

138 

4 . 43E+002 

13 

.  138 

106 

3.55E+002 

14 

204 

125 

4 . 31E+002 

.210  '■ 

630»O‘.JEPCOUNT) 

PROBE 

RANGES 

2  TOT 

CNTSs  i^tii 

BIN 

OIA 

COUNT 

OfSTN  './ALUE 

0 

170 

770 

4  r4E*002 

J 

42? 

7  04E*0r<^ 

2 

.230 

130 

i  55E+002 

3 

.  260 

104 

3.32E+001 

4 

.290 

47 

4.77E+001 

5 

.320 

37 

4. 13E40ei 

6 

.350 

16 

1 .95E-f001 

7 

.  380 

1 

1 .32E+000 

8 

.410 

3 

4 .25E+00O 

3 

.440 

5 

3 . 03E+000 

10 

.■r70 

0 

0 . 00E+000 

1 1 

.  500 

0 

0  00E+000 

12 

.530 

0 

0  00E+000 

13 

.560 

0 

0 . 00E'f0O0 

14 

.530 

0 

0.00E-t-0eo 

.620  ( 

5si 

OUSRCOUNT^ 

PROBE  RANGES!  TOT  CNTSs  I0i 
BIN  DIA  COUNT  DISTN  WALUE 


0 

.  300 

34 

“ .27E+001 

1 

.400 

2 

3 .36E-001 

2 

.500 

3 

1 .ssE+eoo 

3 

.600 

2 

1 . 30E+000 

4 

.  700 

0 

0 . 00E400C1 

5 

.800 

O' 

0 . 00E+0O0 

6 

.  900 

e 

0 . 00E400O 

7 

1 .000 

0 

0 . 00E+000 

8 

1  .  100 

0 

0 .00E+000 

9 

1  .  200 

0 

0 . 00E^-0@0 

10 

1  .  300 

0 

0 .00E4-00@ 

1  1 

1 .400 

0 

0 . 00E+000 

12 

1 .500 

0 

0 .00F;-t-000 

13 

1 . 600 

0 

0 . 00E+000 

14 

1 . 700 

0 

0 . 00E+000 

1  800  ( 

0s 

OVERCOUNT > 

PROBE  RANGES0 

TOT 

CNi.Ss  ( 

BIN 

OIA 

COUNT 

OISTN  VALUE 

0 

1 .500 

0 

0 . 00E+000 

1 

1 .900 

0 

0 . 00E+000 

2 

2.300 

0 

0 .00E40e0 

3 

2.700 

0 

0  00E+000 

4 

3. 100 

0 

0 . 00E4000 

5 

3.500 

0 

0.00E+000 

6 

3 . 900 

e 

0  0OE4000 

7 

4  300 

0 

0 . 00E+000 

8 

4  ,  ?00 

0 

0.e0E4000 

9 

5. 100 

0 

0 . d0E+000 

10 

5.500 

0 

0  00E+000 

11 

5,900 

0 

0 .00E+000 

12 

6 . 300 

0 

0.00E+000 

13 

6.700 

0 

0 . 00E+000 

14 

7. 100 

0 

0 .0@E+000 

7,500  < 

0»l 

OVtRCOUNT> 

Machine:  Q127 

Geometric  Mean  Diameter  (4m):  0.1874 

Geometric  Standard  Deviation  (Og):  1.253 
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Vapor  Flow  Rate  (1pm):  10 

Owl  Setting  (degrees):  36 

Particle  Size  Setting  (volts):  72 


Table  1.11  Performance  of  Emersol  233LL  Oleic  Acid 
in  the  Q127  Machine. 
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Table  1.12  Performance  of  OOP  in  the  Q127  Machine. 
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Table  1.13  Performance  of  DOS  in  the  Q127  Machine. 
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CALIERATZON,  LIMITATIONS  AND  OTHER  PERTINENT 
ASPECTS  OF  THE  PMS  LASER  AEROSOL  SPECTROMETER, 
MODEL  LAS-X 


by 


Bernard  V.  Gerber,  Consultant 
Optimetrics,  Inc. 

2008  Hogback  Road,  Suite  6 
Ann  Arbor,  Michigan 


1 .  BACKGROUND 

The  Laser  Aerosol  Spectrometer,  Model  LAS-X,  made  by  Particle 
Measuring  Systems,  Inc.  (PMS),  1855  South  57th  Court,  Boulder,  Colorado 
80301,  is  the  key  instrument  in  the  program  discussed  in  this  report;  it  is 
also  described  briefly  in  Appendix  E. 

The  objective  of  the  present  program  was  to  find  non-hazardous 
substitutes  for  di  (2-ethylhexyl )  phthalate  (DEHP,  also  commonly  called 
OOP)  in  test  instrumentation  generating  aerosols  by  spray  or  thermal  means 
(evaporation/condensation).  The  inclusion  of  two  such  systems  was  speci¬ 
fied  for  this  investigation;  namely,  the  qi27  military  standard  OOP  machine 
and  the  Los  Alamos  Monodispersed  Aerosol  Prototype  Penetrometer  (LAMAPP, 
Appendix  E). 

The  PMS  LAS-X  laser  aerosol  spectrometer  is  an  integral  part  of 
the  LAMAPP  system  described  in  Appendix  E,  and  is  used  to  measure  particle 
size  distributions  generated  by  that  system.  The  generated  size  distribu¬ 
tions  are  expected  to  fit  a  log-normal  distribution  characterized  by  two 
parameters;  namely,  a  count  median  diameter  (CMO)  and  a  geometric  standard 
deviation  (Og). 

For  the  present  effort  the  desired  goal  was  specified  as  a  CMD  of 
0.3  pm  diameter  and  a  Og  ("sigma  g")  of  less  than  1.2.  It  must  be  noted 
that  these  values  are  subject  to  change  in  the  future.  The  Q127  has  been 
in  use  without  major  alteration  since  World  War  II  at  which  time,  based  on 
existant  theory,  it  was  thought  that  a  0.3  pm  particle  diameter  (unit 
density)  would  be  most  effective  in  filter  penetration. 

The  then-current  aerosol  technology  was  the  basis  for  the  design 
of  the  Q127  in  its  three  essential  components;  i.e.,  generation,  particle 
size  measurement,  and  penetration  measurement.  Of  particular  relevance  to 
this  discussion  is  the  particle  size  measurement  technique. 
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The  Q127  employs  an  electromechanical  version  of  the  (a 

code  name  used  in  World  War  11),  which  measures  the  ratio  of  the  intensi¬ 
ties  of  the  plane-polarized  mutual 1y-perpendicu1ar  components  of  white 
scattered  light  observed  90^  to  the  incident  beam.  The  measurement  is 
accomplished  through  an  analog;  namely,  the  angle  at  which  a  rotatable 
polarizer  balances  the  intensities  in  both  halves  of  a  fixed  bipartite 
polarizer. 

If  the  aerosol  is  nearly  monodisperse,  and  is  between  0.1  and  0.4 
pm  in  diameter,  then  this  angle  is  uniquely  correlated  to  the  particle 
size.  It  is  known  today,  however,  that  the  Owl  will  give  non-unique  read¬ 
ings  for  a  polydisperse  aerosol. 

Hinds,  et  alf'JZ  applied  the  laser  aerosol  spectrometer  to  the  Q127 
and  compared  the  results  to  the  Owl  settings.  They  concluded  that  there 
were  an  infinite  number  of  CMD-Og  pairings  that  would  give  the  same  Owl 
reading.  In  particular,  the  Owl  responded  to  an  average  particle  size 
based  on  eighth  power  weighting. 

Gerber'^^  identified  a  simple  relationship  based  only  on  CMD  and  Og 
to  calculate  this.  Hinds,  et  al,'^^  claimed  the  phenomenon  would  be  signif¬ 
icant  for  On  greater  than  1,09.  It  has  never  been  shown  in  the  present 
investigation  or  in  any  other  known  study  that  the  Q127  is  capable  of  gen¬ 
erating  such  a  monodisperse  aerosol. 

Apparently,  monodisperse  generation  has  been  assumed  in  the  past 
but  never  validated  even  though  laborious  means  (higher-order  Tyndall 
spectrad4^  the  gravitational  battery'^®, J6)  ^ere  available  to  make  this 
determination.  The  laser  aerosol  spectrometer  now  appears  to  be  a  rapid 
and  relatively  convenient  means  to  measure  CMD  and  possibly  Og  of  the  par¬ 
ticle  size  distribution  generated  by  the  Q127  with  some  degree  of  accuracy 
and  in  relatively  real  time  (with  the  aid  of  an  integrated  computer  to 
quickly  reduce  the  data). 

However,  the  basis  for  such  claims  mu::;t  be  Justified  and  it  is  the 
purpose  of  the  following  paragraphs  to  provide  pertinent  information,  data, 
ref erences,  and  comments.  It  must  be  noted  that  the  present  investigation 
used  an  early  model  LAS-X,  but  the  essential  features  remain  the  same  for 
current  models.  Some  improvement  in  resolution  can  be  expected  by  the  use 
of  current  models,  however. 

2.  LAS-X  DESCRIPTION 

A  schematic  of  the  LAS-X  optical  system  is  shown  in  Figure  J1,  and 
the  airflow  diagram  is  shown  in  Figure  J2.  The  laser  is  a  hybrid  He:Ne 
632.8  nm  tube  (TEMco  mode).  The  active  laser  cavity  provides  an  energy 
density  in  excess  of  500  watts  per  square  centimeter  with  a  beam  width  of 
300-1000  pm. 

The  aerosol  sample,  aspirated  by  a  diaphragm  pump,  is 
aerodynamical ly  focussed  by  a  nozzle  and  surrounded  by  a  clean  air  sheath 
in  an  attempt  to  position  the  particle  stream  (which  is  about  100  pm  wide) 
at  the  focal  point  of  a  6-am  parabolic  mirror.  The  scattered  laser  light 
is  collected  over  a  solid  angle  greater  than  2n  steradians  by  the  parabolic 
mirror. 
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The  collected  light  is  reflected  from  a  45°  diagonal  flat  mirror 
and  is  subsequently  refocussed  by  an  aspheric  lens  and  presented  to  a 
photodiode  detector.  The  signal  pulses  are  processed  by  an  integral  pulse 
height  analyzer  whose  reference  voltage  is  derived  from  the  illumination 
source  (reference  photodetector  in  Figure  J1).  Automatic  gain  control  and 
programmable  amplifiers  provide  size  ranging  and  the  large  dynamic  range  of 
the  instrument. 

The  instrument  as  used  in  these  investigations  is  an  older  mode! 
that  has  four  ranges  covering  0.12-7.5  pm  with  each  range  divided  into  15 
size  channels  ("bins"),  and  one  oversize  channel.  Each  bin  can  count  up 
to  20  million.  All  size  classes  are  simultaneously  sampled  in  the 
selected  range,  thus  forming  the  basis  for  calling  the  instrument  a 
"spectrometer" . 

Size  ranges  may  be  singly  selected  or,  by  choosing  the  "AUTO" 
mode,  the  instrument  will  sequence  through  all  size  ranges.  Size  range  and 
size  channel  information  is  outputted  along  with  the  count  data.  Various 
output  modes  are  available,  including  an  RS232C  serial  port  (8  ASCII  deci¬ 
mal  characters  plus  a  space  per  word,  18  words  per  frame,  line  feed/18 
words)  for  input  to  a  computer. 

This  study  used  the  HP85  component  of  the  LAMAPP  system;  sample 
strip  chart  outputs  are  shown  in  Appendix  I.  Other  integral  output  modes 
are  a  7-column  thermal  printer,  a  6-digit  decimal  display,  and  a  4-inch  CRT 
histogram  display  (Appendix  I).  The  sample  flow  and  the  sheath  air  flow 
can  be  varied  by  metering  valves  and  monitored  by  in-line  flowmeters. 

Too  high  a  particle  concentration  in  the  sample  will  cause 
"coincidence  error"  (multiple  particles  being  counted  as  one).  The  smoke 
concentration  from  the  Q127  is  between  three  and  four  orders  of  magnitude 
too  high  for  the  present  investigations.  Therefore,  two  diluters 
(manufactured  by  Thermo-Systems,  Inc.,  St.  Paul,  MN)  were  used  in  series  to 
bring  the  aerosol  concentrations  within  the  LAS-X  range  of  accuracy. 

If  required,  additional  information  concerning  the  current  LAS-X 
model  and  other  models  is  readily  available  from  PMS,  address  as  above. 

3.  MEASUREMENT  AND  CALIBRATION  OVERVIEW 

The  CMD  range  of  interest  in  this  investigation  was  0. 2-0.3  pm 
diameter.  Polystyrene  latex  (PSL)  particles  with  the  appropriate  charac¬ 
teristics  are  available  and  are  used  as  calibration  standards.  These  char¬ 
acteristics  are:  (1)  availability  in  various  discrete  mean  sizes;  (2) 
extremely  small  standard  deviation  associated  with  the  particle  size 
distribution. 

Recently,  one  particle  distribution  in  the  desired  size  range  has 
been  prepared  by  emulsion  polymerization  on  a  Space  Shuttle  mission,  to 
maximize  sphericity  by  minimizing  gravity.  It  is  available  from  the  U.S. 
National  Bureau  of  Standards  (NBS  1691  SRM). 
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There  are  materiel  and  procedural  factors  in  PSL  calibration  which 
are  best  discussed  later  in  this  appendix.  The  primary  points  which  are  to 
be  discussed  first  deal  with  the  basic  validity  of  PSL  as  a  calibration 
standard  for  LAS-X,  and  its  use  in  current  investigations. 

PMS  precalibrates  the  LAS-X  at  the  factory  before  delivery. 

Garvey  and  Pinnick'^'^  describe  the  calibration  procedure  in  some  detail. 

PSL  results  are  used  to  determine  a  normalization  constant  to  relate  meas¬ 
ured  voltage  to  theoretical  response  (scattering  cross-section  per 
particle).  The  theoretical  response  from  Mie  theory  is  derived  for  spheri¬ 
cal  particles  of  known  refractive  index.  PSL  refractive  index  is  between 
1.58  and  1.59  (real  index,  non-complex),  depending  upon  exact  composition.'^^ 

In  general,  the  inherent  LAS-X  instrumental  standard  deviation  is 
considerably  larger  than  that  of  the  PSL  lattices  (KnollenbergJ®) .  Even  if 
it  is  assumed  that  the  aerodynamic  sample  stream  focussing  operation  has 
been  accomplished  precisely,  there  remains  the  question  of  the. uniformity 
of  illumination. 

The  laser  beam  typically  is  about  800  pm  in  diameter'll®  at  the 
point  of  intersection  with  the  sample  stream,  which  is  about  100  pm  in 
diaT'^:?'.  The  laser  beam  intensity  varies  radially  as  a  Gaussian 
distribution.  R.  Luehr,  a  PMS  representative,  has  claimed  that  particle 
location  variation  typically  could  cause  a  plus  or  minus  one  bin  PSL  peak 
deviation. 'll!  More  will  be  said  on  this  later,  since  it  impacts  directly 
on  the  capabilities  of  the  LAS-X  to  measure  the  Og  of  a  sample  (although 
not  so  much  the  CMO  measurement). 

4.  CALIBRATION  AND  CMO  MEASUREMENT:  LAS-X 

4.1  PSL  Certification/VaUdation. 

A  particular  PSL  size  choice  should  show  maximum  counts  in  only 
one  channel,  if  chosen  judiciously  so  as  not  to  occur  at  the  junction  of 
two  adjacent  channels.  Absolute  calibration  requires  absolute  standards 
and,  in  the  size  range  of  interest  here,  only  the  MBS  standard  meets  that 
qualification. 

The  absolute  sizes  of  the  other  materials  has  been  a  debatable 
point  for  many  years.  Various  investigators'112-Jl6  remeasured 

selected  PSL  standards  and  checked  the  average  particle  size  and  standard 
deviation.  The  most  current  work'll®  is  considered  the  most  reliable.'^® 
Table  J.1.  has  been  extracted  from  the  report  of  Yamada,  et  al.'Jl® 

With  one  exception,  the  latest  work  indicates  that  nominal  sizes 
are  overestimates  varying  between  the  rough  limits  of  one  and  20  percent. 

One  nominal  size  is  underestimated  by  approximately  7%.  The  discrepancies 
in  the  particle  size  average  are  a  source  of  great  concern  to  those  inter¬ 
ested  in  absolute  calibration.  The  discrepancies  in  <Xg  are  not  of  concern. 
Knoll enberg'J®  (PMS)  has  done  very  recent  work  with  a  high-sensitivity  laser 
aerosol  spectrometer  (HS-LAS)  having  32  channels  between  0.065  and  1.000 
|im.  The  class  widths  vary  from  0.005  to  0.100  |im  over  the  specified  range. 
He  used  two  lasers  of  differing  wavelength  to  extend  the  Rayleigh  scatter¬ 
ing  region. 
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Table  J.1  Noffl-ina1  (Labelled)  vs.  Remeasured  Values. 


Average 

Diameter, 

Nominal 

(urn) 

Average 

Diameter, 

Remeasured 

(pm) 

Diameter 

Percent 

Difference 

_ _ _ 

cr. 

Nominal , 
(Mm)^ 

a, 

Measured, 

(pm) 

b 

Percent 

Difference 

L%) 

0.085 

0.069 

18.8 

0.0055 

0.0072 

30.9 

0.091 

0.083 

- 

8.8 

0.0058 

0.0068 

17.2 

0.109 

0.105 

- 

3.7 

0.0027 

0.0024 

-  11.1 

0.109 

0.107 

- 

1.8 

0.0027 

0.0020 

-  25.9 

0.176 

0.167 

- 

5.1 

0.0023 

0.0023 

0.0 

0.176 

0.174 

- 

1.1 

0.0023 

0.0022 

-  4.3 

0.210 

0.209 

- 

0.5 

0.0100 

0.0026 

-  74.0 

0.312 

0.333 

+ 

6.7 

0.0022 

0.0048 

118.0 

0.330 

0.327 

- 

0.9 

0.0040 

0.0024 

-  40.0 

The  NBS  standard  was  used  as  an  absolute  reference  to  adjust,  by 
proportion,  all  results.  The  NBS  standard  has  a  certified  size  of  0.269 
plus  or  minus  0.007  pm  with  a  standard  deviation  of  less  than  0.0053  pm. 

Table  J.2.  is  extracted  from  the  Knollenberg  paper. Where  the 
same  samples  were  measured,  excellent  agreement  with  electron  microscope 
measurements  of  Yamada  is  evident.  It  is  concluded  that  sufficient 
information  on  PSL  mean  sizes  in  the  range  of  interest  exists  to  determine 
an  accurate  normalization  constant^*^  which  will  calibrate  (size  vs  channel) 
the  LAS-X  (for  PSL  refractive  index  a  1.S86).  The  factory  calibration 
is  acceptable  for  submicron  PSL  particles. 

4.2  Refractive  Index  Effects. 


The  theoretical  light  scattering  response  for  spherical  particles 
is  a  function  of  refractive  index  as  well  as  particle  size  but,  fortunately 
for  the  particle  size  range  of  present  interest  and  for  tna  refractive 
indices  of  the  candidate  substitute  materials  under  consideration,  the  cor¬ 
rection  factor  appears  to  be  small.  We  may  establish  the  size  range  of 
interest  by  considering  the  "two  sigma”  range  (Og  *  1.2)  about  the  desired 
CMD. 


This  translates  to  (0.3/(2  x  1.2))  to  (0.3  x  (2  x  1.2))  or  0.12  - 
0.72  pm  diameter  (0.06-0.36  pm  radius).  As  previously  stated,  the  refrac¬ 
tive  index  for  PSL  is  taken  by  PMS  to  be  1.586.  The  refractive  index  for 
DEHP  is  1.486.  The  refractive  index  for  water  is  1.33.  The  candidate  liq¬ 
uids  can  be  expected  to  fall  in  the  range  1.3  to  1.6. 

Qarvey  and  Pinnick'^'^  have  studied  the  response  to  particles  of 
various  refractive  index  of  a  PMS  active  scattering  spectrometer  probe 
(ASASP-X)  which  has  essentially  the  same  optics  as  the  LAS-X. 
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Table  J,2  Comparison  of  HS-LAS  Measured  Latex  Particle  Sizes 

With  Nominal  Values. 


Nominal 

Mean 

Diameter 

(urn) 

Material 

Standard 

Deviation 

(urn) 

HS“LAS 
Rat  iced 
Size 

0.065 

PSL 

0.0069 

0.063 

0.086 

PSL 

0.0055 

0.067 

0.087 

S/B 

0.0046 

0.089 

0.091 

PSL 

0.0058 

0.085 

0.102 

CML 

0.0072 

0.104 

0.106 

PSL 

0.0053 

0.103 

0.109 

PSL 

0.0023 

0.102 

0.110 

PSL 

0.0047 

0.104 

0.123 

PSL 

0.0049 

0.120 

0.144 

PSL 

0.0037 

0.136 

0.173 

PSL 

0.0068 

0.161 

0.176 

PSL 

0.0023 

0.162 

0.198 

PSL 

0.0036 

0.180 

0.203 

CML 

0.0043 

0.199 

0.204 

PSL 

0.0020 

0.190 

0.215 

PSL 

0.0026 

0.181 

0.220 

PSL 

0.0065 

0.220 

0.261 

PSL 

0.0031 

0.245 

0.267 

PSL 

0.0033 

0.269 

0.269 

PSL 

nil 

0.269 

0.305 

PSL 

0.0084 

0.300 

0.320 

PSL 

0.0150 

0.305 

0.312 

PSL 

0.0020 

0.320 

0.364 

S/B 

0.0024 

0.363 

0.369 

VT/TBS 

0.0024 

0.359 

0.399 

PVT 

0.0060 

0.374 

0.412 

PSL 

0.392 

0.460 

PSL 

0.0048 

0.462 

Material  Code: 

PSL 

Polystyrene  Latex 

CML 

Carboxyl ate  Modified 

Latex 

S/B 

Styrene/Butadiene  Copolymer 

PVT 

Polyvinyl  Toluene 

• 

VT/TBS 

Vinyl  Toluene/Tertiary-Butyl  Styrene 

Figure  J.3  is  extracted  from  Reference  J7  and  forms  the  basis  for 
the  following  comments.  Calculations  for  DEHP  yield  a  theoretical  curve  that 
falls  between  the  1.33  and  1.544  index  curves.  It  is  difficult  to  obtain 
numerical  correction  factors  from  Figure  J.3.  without  access  to  the  base 
numerical  data. 
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Garvey  and  Pinnick'^'^  claim  that  water  droplets  (index  s  1.33)  are 
undersized  by  approximately  33%  for  particle  diameters  between  O.S  and  1.6 
pm.  This  would  be  in  the  upper  region  of  our  interest,  but  we  might  expect 
DEMP  to  be  undersized  by  about  70%  of  that  value  in  the  same  range,  or 
about  20-25%.  Below  a  diameter  of  about  0.4  pm  the  undersizing  is  propor¬ 
tionally  less.  Our  rough  estimate  is  10-15%.  It  is  also  evident  that  the 
sodium  chloride  curve  (index  s  1.544)  and  the  PSL  calibration  points  coin¬ 
cide  within  experimental  capabilities. 

The  manufacturer  of  LAS-X  (PMS)  provides  no  information  of  this 
kind.  It  is  concluded  that  the  refractive  index  factor  must  be  considered 
if  one  wishes  to  make  extremely  rigorous  measurements  of  mean  size  on  non- 
absorbing.  spherical  aerosols  of  materials  other  than  PSL.  This  factor 
could  be  important  in  making  claims  as  to  the  measured  CMD  but  is  much  less 
important  in  the  measurement  of  Cg  which  is  inherently  a  ratio  so  that 
absolute  errors  will  tend  to  cancel. 

5.  "SIGMA  G"  (Og)  MEASUREMENT/  LAS-X 

5.1  Available  Data* 

Published  data  on  the  measurement  of  Og  of  sample  aerosols  are  not 
extensive.  Salzman,  et  al,'^"'’^  report  measuring  a  Og  of  1.33  and  1.2  for 
0.312  and  0.176  pm  PSL  particles,  respectively.  (Tnese  particular  sizes 
are  Dow  nominal  measurements  which  have  since  been  remeasured).  Hinds,  et 
al,dA  published  a  large  scale  readable  histogram  for  0.234  pm  nominal  PSL 
measured  with  an  active  scattering  aerosol  spectrometer  probe  (PMS  model 
ASASP-300).  (PorstendorferJIB  reports  0.206  pm  for  these  PSL  particles  on 
remeasurement).  This  author  calculates  an  estimated  og  of  1.16  from  that 
histogram. 

Yamada,  et  a1,J‘'®  have  published  the  most  recent  and  comprehensive 
paper  to  date  comparing  LAS-X  measurements  with  their  own  electron  micros¬ 
copy  results. Table  J.3  is  an  extract  of  pertinent  data  from  that 
paper.  In  stream  alignment  tests  they  were  able  to  measure  Og  values  as 
low  as  1.04  with  the  LAS-X.  It  is  to  be  noted  that  the  LAS-X  values  are  in 
every  case  higher  than  the  electron  microscopy  values,  as  expected. 

CRDEC  requested  that  PMS  provide  data  on  factory  PSL  measurements 
using  the  LAS-X  in  the  range  0.2  to  0.3  pm  diameter.  Mr.  Robert  Luehr, 

PMS,  supplied  the  information  shown  in  Tables  J.4  through  J.7,  which 
follow. 


The  data  in  Tables  J.4-J.7  were  obtained  using  a  current  LAS-X 
system  with  better  resolution  than  the  older  model  used  in  our 
investigation.  This  current  model  has  the  capability  of  covering  the  span 
0.09  to  3.00  pm  in  four  ranges.  These  data  were  analyzed  by  the  present 
author,  and  a  few  observations  can  be  made  immediately. 

First,  note  that,  where  appropriate,  the  nominal  and  the 
Knollenberg  size  (see  Table  J.2)  is  given.  Second,  note  that  the  data  in 
Table  J.5  undoubtedly  are  for  the  NBS  certified  standard  (0.269  plus  or 
minus  0.007  pm).  Third,  note  that  the  LAS-X  measurement  of  this  standard 
seems  to  be  displaced  by  one  channel.  Fourth,  note  that  Tables  J.4-J.6 
truncate  at  smaller  particle  sizes;  this  is  most  severe  in  Table  J.6. 
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Table  J.3  PSL  Measured  by  LAS-X  and  Electron  Microscopy  (EM). 


Mean 

Nominal  Diameter  On, 

Diameter  by  EM. 

(urn) _ (um) _ by  EM _ by  LAS-X 


0.109 

0.176 

0.210 

.312 


0.105 

1.04 

1.10 

0.167 

1.03 

1.08 

0.209 

1.03 

1.00 

0.333 

1.02 

1.09 

0.327 

1.02 

1.13 

Table  J.4  LAS-X  Sizing  and  Standard  Deviation  Accuracy. 


Range  1 , 


Channel 

Raw  Count 

Size  Ranoe  (um) 

Interval 

15 

0 

0.71-0.75 

0.04 

14 

1 

0.67-0.71 

0.04 

13 

1 

0.63-0.67 

0.04 

i:* 

0 

0.59-0.63 

0.04 

11 

0 

0.55-0.59 

0.04 

10 

1 

0.51-0.55 

0.04 

9 

1 

0.47-0.51 

0.04 

8 

3 

0.43-0.47 

0.04 

7 

10 

0.39-0.43 

0.04 

6 

39 

0.35-0.39 

0.04 

5 

54 

0.32-0.35 

0.03 

4 

281 

0.29-0.32 

0.03 

3 

4118 

0.26-0.29 

0.03 

2 

1030 

0.23-0.26 

0.03 

1 

359 

0.20-0.23 

0.03 

Source: 

Robert 

Luehr 

(10  June  1988) 

e 

Particle 

Size  3 

0.305 

(im  (N^r.  size) 

0.300 

|jun  (PMS  size) 

It  is  a  well  known  statistical  fact  that  such  truncation  will 
cause  an  underestimation  of  sigma  g.  Schemes  have  been  devised  to  improve 
such  estimates. J19  Numerical^ZO  and  tabular^^l  procedures  for  these 
schemes  have  been  published.  Finally,  note  that  there  are  many  low  level 
counts  in  the  small  particle  bins  of  Range  2  in  Table  J.7.  It  is  likely 
that  these  are  due  to  spurious  surfactant  counts  or  to  the  use  of  water 
containing  impurities  in  making  up  the  diluted  PSL  suspensions. 

Cleanliness  will  clearly  affect  resulting  sigma  g  values. 
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Table  J.5  LAS-X  Sizing  and  Standard  Deviation  Accuracy 


Range  1 , 
Channel 

Raw  Count 

Size  Ranae  (Mm) 

Interval 

16 

0 

0.71-0.75 

0.04 

14 

0 

0.67-0.71 

0.04 

13 

0 

0.63-0.67 

0.04 

12 

0 

0.59-0.63 

0.04 

11 

0 

0.55-0.59 

0.04 

10 

0 

0.51-0.56 

0.04 

9 

0 

0.47-0.51 

0.04 

8 

1 

0.43-0.47 

0,04 

7 

0 

0.39-0.43 

0.04 

6 

4 

0.35-0.39 

0.04 

5 

3 

0.32-0.35 

0.03 

4 

1 

0.29-0.32 

0.03 

3 

28 

0.26-0.29 

0.03 

2 

261 

b. 23-0. 26 

0.03 

1 

67 

0.20-0.23 

0.03 

Source; 

Robert 

Luehr  (10  June  1988). 

Particle 

Size  s 

0.269  Mm 

Table  J.6  ..AS-X  Sizing  and 

Standard  Deviation  Accuracy. 

Range  1 , 
Channel 

Raw  Count 

Size  Range  (urn) 

Interval 

16 

0 

0.71-0.75 

0.04 

14 

0 

0.67-0.71 

0.04 

13 

0 

0.63-0.67 

0.04 

12 

•  0 

0.59-0.63 

0.04 

11 

0 

0.55-0.59 

0.04 

10 

1 

0.51-0.66 

0.04 

9 

0 

0.47-0.51 

0.04 

8 

3 

0.43-0.47 

0.04 

7 

18 

0.39-0,43 

0.04 

6 

98 

0.35-0.39 

0.04 

5 

95 

0.32-0.35 

0.03 

4 

139 

0.29-0.32 

0.03 

3 

131 

0.26-0.29 

0.03 

2 

592 

0.23-0.26 

0.03 

1 

493 

0.20-0.23 

0.03 

Source: 

Robert  Luehr  (10  June  1988). 

Particle 

Size  3  0.261  Mffl  (Mfr.  Size) 

0.245  Mm  (PMS  size) 
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Table  J.7  LAS-X  Sizing  and  Standard  Deviation  Accuracy 


Channel 

Ranae 

Raw  Count 

Size  Ranae  (urn) 

Interval 

16 

1 

0 

0.71-0.76 

0.04 

14 

1 

0 

0.67-0.71 

0.04 

13 

1 

1 

0.63-0.67 

0.04 

12 

1 

U 

0.59-0.63 

0.04 

11 

1 

0 

0.55-0.59 

0.04 

10 

1 

0 

0.51-0.55 

0.04 

9 

1 

0 

0.47-0.61 

0.04 

8 

1 

2 

0.43-0.47 

0.04 

7 

1 

10 

0.39-0.43 

0.04 

6 

1 

14 

0.35-0.39 

0.04 

5 

1 

30 

0.32-0.35 

0.03 

4 

1 

37 

0.29-0.32 

0.03 

3 

1 

78 

0.26-0.29 

0.03 

2 

1 

107 

0.23-0.26 

0.03 

1 

1 

608 

0.20-0.23 

0.03 

15 

2 

290 

0.193-0.20 

0.007 

14 

2 

153 

0.186-0.193 

0.007 

13 

2 

76 

0.179-0.186 

0.007 

12 

2 

38 

0.172-0.179 

0.007 

11 

2 

35 

0.165-0.172 

0.007 

10 

2 

29 

0.168-0.165 

0.007 

9 

2 

21 

0.151-0.158 

0.007 

8 

2 

32 

0.144-0.151 

0.007 

7 

2 

26 

0.137-0.144 

0.007 

S 

2 

28 

0.130-0.137 

0.007 

S 

2 

25 

0.124-0.130 

0.006 

4 

2 

22 

0.118-0.124 

0.006 

3 

2 

20 

0.112-0.118 

0.006 

2 

2 

49 

0.106-0.112 

0.006 

1 

2 

87 

0.100-0.106 

0.006 

Source: 

Robert 

Luehr  (10  June  1988). 

Particle 

Size  * 

0.220  pm 

These  circumstances  are  not  unlike  those  which  have  been  encoun¬ 
tered  by  CRDEC  investigators.  We  can  conclude  that  PMS  procedures  are  not 
significantly  superior  to  those  now  employed  at  CRDEC,  but  the  question 
remains  to  be  resolved  whether  they  can  be  improved. 

Although  one  can  compute  mean  size  statistics  (CMD  and  average 
diameter)  from  the  data  in  Tables  J.4  -J.7  ,  our  focus  is  only  on  sigma  g 
(Og).  Table  J.8.  g-ives  the  calculated  results. 
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Table  J.8 

Sigma-g  (Og)  From  PMS  Data  fnr  Selected  PSL 
Using  the  LAS-X  Aerosol  Spectrometer. 

Measurements 

Nominal 

PMS 

Diameter 

Diameter 

Og 

(urn) 

(urn) 

0.305 

0.300 

1 .09 

0.269 

0.269 

1.09 

0.261 

0.245 

1.19 

0.220 

0.220 

1 .31 

Unfortunately,  there  is  only  general  but  not  exact  correspondence 
between  the  r.ominal  diameters  measured  here  and  those  measured,  by  Yamada 
(Table  J.3.).  However  we  can  see  that  in  two  of  four  cases  the  PMS  opera¬ 
tor  obtained  low  sigma  g  values,  but  in  the  other  two  cases  the  results 
were  much  higher. 

One  result,  i.c. ,  (Xg  ■  1.19,  is  in  the  numerical  region  often 
obtained  by  CROEC  as  wa11.  The  other,  ffg  =  1.31,  is  substantially  higher. 
Thef-efore,  it  is  concluded  that  control  has  not  been  established  over  the 
factors  that  govern  the  PSL  calibration  procedure  to  the  extent  necessary 
to  have  confidence  in  LAS-X-baaed  estimates  of  sioma  o . 

5.2  Implied  LAS-X  Performance  Limits^ 

The  very  best  performance  reported  to  date  has  been  that  of 
Yamada,  et  31,^18  y^ho  reported  a  sigma  g  of  1.04  for  LAS-X  and  1.03  for 
electron  microscopy.  The  LAS-X  variance  includes  the  PPL  distribution  var¬ 
iance  and  statistically  it  is  known  that  the  variance  of  the  convolution  of 
two  normal  distributions  is  the  sum  of  the  vari.'inces  of  the  members. 

The  square  of  m  sigma  g  is  the  variance  involved  here.  The  LAS-X 
measured  variance  is  the  convolution  result,  the  PSL  variance  is  one  of  the 
component  members,  and  the  square  root  of  the  LAS-X  inherent  variance  is 
the  sought-after  result..  The  best  data  from  Yamada,  et  al,J''8  (Diply  that 

the  LAS-X  inherent  sigma  g  is  better  than  1.04  and  that  it  can  measure 

sigma  g  *  1.04  for  0.210  PP!.. 

The  best  value  achieved  by  PMS  was  sigma  g  »  1.09,  which  was  a 
typical  Yamada  value  as  well.  Yamada,  et  a1,'J15  show  that  the  PSL  sigma  g 
is  about  1.02  to  1.03  in  the  size  ranges  for  which  PMS  achieved  1.09.  To 
be  conservative  1.02  was  used  and  the  result  was  an  inherent  LAS-X  sigma  g 
estimate  of  1.087. 

Since  the  Dow  PSL  batches  for  which  sigma  g  estimates  are  availa¬ 
ble  are  few  in  number,  it  is  well  to  note  that  a  fairly  good  estimate  can 

be  obtained  from  a  formula  involving  only  mean  size  and  sigma,  both  of 

which  usually  are  available.  The  formula  is: 
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"sigma  g"  (orp)  «  sioma  +  1 

mean  size 


(J.1  ) 


This  formula  is  based  on  several  assumptions  and  should  only  be 
applied  to  nearly  monodisperse  particle  distributions. 

Garvey  and  Pinniekd?  state  that  plus  or  minus  2  to  3  channels  is 
typical  distribution  broadening  for  PSL  measurements.  Channel  width  is,  of 
course,  physically  a  signal  voltage  difference  which  is  factory-adjusted 
but  is  transformed  to  an  interval  in  units  of  micrometers. 

The  available  data  on  PSL  electron  microscopy  (including  original 
Dow  data)  all  indicate  a  sigma  such  that  PSL  measurement  should  fall  into 
only  one  LAS-X  channel.  The  more  accurate  remeasuremen ks  of  original  Dow 
data  do  not  change  that  observation.  It  does  not  appear  unreasonable  to 
estimate  the  LAS-X  performance  sigma  in  terms  of  channel  width. 

The  basis  for  this  is  the  statistical  fact  that  plus  or  minus  one 
sigma  around  the  mean  represents  about  64%  of  a  normal  distributior ,  while 
plus  or  minus  two  sigma  encloses  about  95%  and  plus  or  minus  three  sigma 
encloses  nearly  100%. 

The  data  in  Tables  J.4  and  J.5  represent  the  best  that  PMS  was 
able  to  do  in  measuring  sigma  g.  A  half  width  of  4-6  channels  appears  to 
enclose  almost  all  of  the  distribution.  Considering  this  to  be  three  sigma 
we  estimate  sigma  to  lie  between  1.33  and  1.66  channels  or,  on  average,  1.5 
channels.  Formula  (J.1  )  can  be  invoked  for  each  channel  to  transform 
sigma  g  estimates. 

Note  that  the  estimate  will  vary  with  particle  size  since  the 
channel  interval  remains  constant  over  the  range.  If  tne  resolution  is 
constant,  it  will  be  a  greater  percentage  for  smaller  particles  and  thus 
will  affect  sigma  g  estimates.  Table  J.9  for  the  CROEC  LAS-X  model  type 
bears  this  out. 

This  analysis  yields  the  additional  insight  that  LAS-X  measure¬ 
ments  centered  on  the  high  side  of  a  range  will  have  a  better  resolution  of 
sigma  g  than  measurements  made  on  the  low  side.  It  is  noted  that  Tables 
J.4  ,  J.S  and  J.6  are  centered  on  the  low  end  of  the  range,  implying  that 
the  machine  could  do  better.  Table  ji?  shows  a  range  change  in  the 
middle,  and  ideally  should  have  the  experiments  shown  repeated  with 
improved  procedures  before  conclusions;  can  be  drawn. 

Nevertheless,  it  appears  that  the  estimation  procedure  iust 
outlined  is  an  acceptable  wav  to  represent  the  empirical  database  and 
place  expectations  on  LAS-X  performance  in  measuring  sigma  g  (oq). 

As  stated  previously  however,  the  best  performances  have  not  been 
achieved  consistently  and  the  factors  controlling  consistent  performance 
have  not  been  defined.  These  factors  include  both  LAS-X  set-up  and  PSL 
calibration  procedures.  These  are  discussed  in  the  following  sections  of 
this  appendix. 
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Table  J.9  Estimated  Sigma-g  (<yg}  Resolution  for  the  LAS-X 
(0.12  to  7.5  Model ) . 


Channel 

Ranae 

Size  Ranae  (urn) 

^9 

Resolution 

1 

0 

1.5-1. 9 

1.24 

8 

0 

4. 3-4. 7 

1.09 

15 

0 

7. 1-7.6 

1.06 

1 

1 

0.3-0. 4 

1.29 

8 

1 

1.00-1.10 

1.10 

15 

1 

1.70-1.80 

1.06 

1 

2 

0.17-0.20 

1.16 

8 

2 

0.38-0.41 

1 . 08 

15 

2 

0.59-0.62 

1.05 

1 

3 

0.120-0.126 

1.07 

8 

3 

0.162-0.168 

1.06 

15 

3 

0.204-0.210 

1.04 

6.  SET-UPS/  MATERIALS/  PROCEDURES 

6.1  LAS-X# 

Yamada,  et  al.J'*®  performed  comprehensive  tests  on  the  effects  of 
LAS-X  set-up  on  PSL  calibration.  The  set-up  controls  of  relevance  ares  (1) 
stream  alignment;  (2)  sample  airflow  rate;  (J)  sheath  air  flow  ate. 

By  far  the  most  critical  factor  is  stream  alignment.  The  aerody¬ 
namic  focussing  is  done  with  an  adjustable  nozzle  and  it  is  extremely  crit¬ 
ical  that  the  vertical  alignment  screw  be  correctly  set.  A  rotation  of 
only  1/8  to  1/4  turn  of  the  screw,  according  to  Yamada,  et  al.,*^''®  can 
shift  the  CMD  and  sigma  g  drastically. 

For  example,  a  1/4  turn  misalignment  caused  distribution  broaden¬ 
ing  and  sigma  g  increased  from  1.04  to  1.15.  Garvey  and  Pinnick'^’^  rerer  to 
this  criticality  as  well.  The  Japanese  investigators  frequently  realigned 
the  nozzle. 

It  is  concluded  that  this  realignment  should  be  performed  anytime 
a  change  is  noted  using  a  reliable  PSL  standard.  The  change  includes  the 
channel  position  of  the  peak  and  the  channel  halfwidth. 
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Fop  example,  the  data  in  Table  J.6  would  have  called  for  realign¬ 
ment  since  the  peak  is  "off".  This  procedure  must  be  made  routine. 

PMS  recommends  that  PSL  validations  be  done  at  very  low  stream- 
flow  rates  but  Yamada,  et  al.'^l^  found  only  small  decreases  in  CMD  and 
increases  in  sigma  g  between  0.5  and  2.0  cm^  of  flow  per  second.  Similar 
results  were  found  for  sheath  airflow  variations  between  10  and  40  cubic 
centimeters  per  second.  Yamada,  et  al,'^'’®  conclude  that  PMS  recommendations 
for  set-up  of  these  adjustments  is  acceptable, 

6.2  Aerosol  Dilution. 

The  LAS-X  can  incur  coincidence  errors  at  high  particle 
concentrations.  The  aerosol  output  of  PSL  nebulizers  must  be  diluted  accu¬ 
rately  and  reproducibly  if  quantitative  number  concentration  results  for 
the  sample  stream  are  required.  The  LAMAPP  has  a  built-in  capillary 
diluter  for  PSL.  CROEC  employed  two  capillary  diluters  (made  by  TSI  and 
described  elsewhere)  in  series  with  the  output  of  the  OOP  machine. 

Yamada,  et  al,'^'*®  inserted  the  PSL  nebulizer  output  into  a  large 
duct  in  which  filtered  air  was  flowing.  A  LAS-X  sample  was  extracted 
downstream.  The  flow  rate  in  the  duct  ratioed  to  the  extracted  LAS~X  sam¬ 
ple  flow  rate  gives  the  dilution  ratio.  Hinds,  et  al,'J^  used  a  similar 
dilution  system.  Yamada,  et  al,'^'!®  made  all  measurements  in  a  concentra¬ 
tion  range  between  100  and  1000  particles  per  cm®.  Coincidence  is  almost 
negligible  in  this  range. 

It  is  easier  to  track  the  particle  concentration  in  terms  of  par¬ 
ticles  per  second  since  the  LAS-X  directly  measures  count  per  channel  and 
the  elapsed  time  in  seconds  for  that  range  measurement.  The  transformation 
of  particles  per  cubic  centimeter  to  particles  per  second  merely  involves 
multiplying  the  former  by  the  flow  rate  in  cubic  centimeters  per  second. 
Since  Yamada,  et  al,J1®  used  a  flow  rate  of  1  cm®/sec,  the  values  of 
100-1000  still  apply. 

These  values  are  quite  conservaf’ve  since  PMS  claims®22  90%  count¬ 
ing  accuracy'  at  17,000  counts  per  second.  In  the  judgement  of  this  author, 
investigate. s  should  work  below  1000  counts  per  second  for  calibration/ 
validation  measurements,  and  could  work  at  counts  as  high  as  5000-8000  per 
second  for  practical  sample  assessments. 

6.3  Electrost^  ic  Neutralization. 

Garvey  and  Pinnick®"^  and  Yamada,  et  al,®l®  all  used  a  radioactive 
charge  neutralizer  for  PSL  work  since  nebulization  yields  charged 
particle-..  The  electrostatic  factor  requires  further  investigation  and 
may  be  relate;.;  to  the  consistently  superior  results  achieved  by  the 
Japanese  investigators. 

6.4  PSL  Standards. 

PSL  suspensions  contain  emulsifying  agents  (surfactants)  in  solu¬ 
tion  which  will  be  earned  along  with  the  PSL  particles  into  the  nebulized 
droplets.  On  drying,  these  agents  should  form  small  particles  that  can  con¬ 
fuse  PSL  measurements. 
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Yamada,  at  81,^1®  ignored  the  first  channel  counts  in  the  smallest 
size  range  in  their  PSL  calculations.  The  LAMAPP  manual  recommends  ignor¬ 
ing  the  first  six  channels.  The  data  in  Table  J.7.  indicate  many  particles 
in  most  channels.  This  author  concludes  that  this  aspect  is  still  an. 
uncontrolled  area  worthy  of  further  investigation. 

CRDEC  results  on  surfactant-free  PSL  available  from  Polysciences, 
Inc.,d23  show  a  vast  improvement  in  small  channel  "noise".  Bangs 
cusses  methods  of  removing  surfactant  from  PSL  suspensions.  This  could 
possibly  be  done  without  changing  the  mean  size  or  sigma. 

6.5  ,  Clean  Water  and  PSL  Dilution! 

The  need  for  clean  water  in  making  up  PSL  suspension  dilutions 
cannot  be  overemphasized.  At  the  very  least  one  should  use  singly- 
distilled  water,  but  preferably  triply-distilled  water.  The  use  of  ultra¬ 
filters  should  be  investigated. 

6.6  PSL  Dilution  Ratio. 

PSL  suspensions  are  sprayed  using  a  nebulizer  and  the  resulting 
(jropiet  aerosol  is  dried  to  form  the  PSL  aerosol.  However,  note  that  in 
order  to  achieve  the  PSL  size  seen  under  an  electron  microscope,  each 
nebulized  droplet  should  contain  no  more  than  one  PSL  particle.  In  order 
for  this  to  occur  the  majority  of  nebulized  droplets  will  contain  no  parti¬ 
cles  at  all. 

Of  course,  it  should  be  noted  that  no  process  of  this  sort  can  be 
perfect  but  can  only  asymptotically  approach  perfection  after  a  certain 
practical  level  has  been  achieved.  In  the  present  case,  there  will  always 
be  some  probability  that  a  particle  doublet  or  larger  aggregate  will  be 
found  among  the  singlets. 

Raabed24  has  analyzed  this  problem  mathematically  and  numerically. 
The  following  empirical  relationship  was  developed  which  is  of  great  value 
in  PMS  calibration  worK; 


y  >  F  (MMDl®  e^-S  (1-(e'»ri^^g)/2)  (J.2.) 

(1  -  R)  d3 


where:  y  ■  the  dilution  ratio  required; 

F  ■  fraction  by  volume  of  particles  in  the  stock  PSL  suspension; 
HMD  -  mass  median  diameter  of  the  particle  size  distribution 
generated  by  the  nebulizer; 

Og  *  geometric  standard  deviation  of  the  particle  size  distribution 
^  generated  by  the  nebulizer; 

R  a  single  ratio  desired; 

D  *  diameter  of  the  monodisperse  spheres. 

equation  (J.2.)  was  found  to  hold  for  values  of  R  greater  than  0.9 
and  sigma  g  (Og)  less  than  2.1.  Estimations  of  the  HMD  and  sigma  g  for  the 
DeVilbiss  and  other  nebulizers  are  tabulated  by  Corn  and  Esmen.^z® 
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For  example,  MMO  =  4  pm,  Og  s  1.8,  F  a  0.10,  R  s  o.96  and  0  >  o.3S 
pm  is  a  representative  case.  From  Equation  (J.2.),  one  calculates  a  dilu¬ 
tion  ratio  of  6.6  X  10^;  i.e.,  one  part  stock  suspension  in  66,000  parts 
water.  Probably  any  convenient  ratio  between  10^  and  10^  would  be  adequate 
in  view  of  the  gross  estimates  of  MMO  and  sigma  g  employed. 

6.7  Overview. 

In  summary,  it  is  clear  that  all  procedural  and  set-up  requirements 
must  be  adhered  to  rigorously. 

7.  CONCLUSIONS 

e  It  is  concluded  that  sufficient  information  on  PSL  mean  sizes 
in  the  range  of  interest  exists  to  determine  an  accurate  normalization  con¬ 
stant  which  will  calibrate  the  LAS-X  (for  PSL  refractive  index  *  1.586). 

The  factory  calibration  is  acceptable  for  submicron  PSL  particles. 

e  It  is  concluded  that  the  refractive  index  factor  must  be  con¬ 
sidered  if  one  wishes  to  make  extremely  rigorous  measurements  of  mean  size 
on  non-absorbing,  spherical  sample  aerosols  other  than  PSL. 

e  It  is  concluded  that  control  has  not  been  established  over 
the  factors  which  govern  the  PSL  calibration  procedure,  to  the  extent  nec¬ 
essary  to  have  confidence  in  LAS-X-based  estimates  of  sigma  g  (Cg). 

e  It  is  concluded  that  the  LAS-X  stream  injection  nozzle  should 
be  realigned  anytime  a  change  is  noted  in  the  peak  channel  position  or  num¬ 
ber  of  channels  bounding  the  distribution  for  any  reliable  PSL  standard. 

e  It  is  concluded  that  all  LAS-X  and  PSL  set-up  and  procedural 
requirements  must  be  adhered  to  rigorously. 

8.  RECOMNENDATXONS 

e  It  is  recommended  that  the  most  current  sensitive  model  of 
the  LAS-X  be  employed  in  any  investigation  proposing  to  measure  the  sigma  g 
(og)  of  aerosol  distributions. 

e  It  is  recommended  that  MBS  PSL  standards  be  used  as  primary 
standards  to  validate  LAS-X  performance. 

e  It  is  recommended  that  PSL  transfer  standards  which  are 
surfactant-free  be  made  from  existing  stocks,  and  then  remeasured  by  elec¬ 
tron  microscopy. 

e  It  is  recommended  that  investigations  be  carried  out  to 
determine  the  factors  that  govern  the  accuracy,  precision  and  consistency 
of  sigma  g  (erg)  measurements  using  the  LAS-X. 
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ATSK-ME  1 

ATSK-TX  1 

Redstone  Arsenal ,  AL  3S897>6700 

Commander 

U.S.  Army  Missile  Command 
Redstone  Scientific  Information  Center 
AHN;  AMSMI-RO-CS-R/ILL  Documents  2 

Redstone  Arsenal ,  AL  35898>5241 


Names  Copies 


Commander 

Anniston  Army  Depot 

AHN:  SDSAN-CS  1 

Anniston,  AL  36201-5009 

Commandant 

U.S.  Army  Chemical  School 
AHN:  AT2N-CM  1 

ATZN-CM-CC  1 

AT2N-CM-CS  (Deputy  MLSO)  1 

ATZN-CM-CT  (CPT  Johnson)  1 

ATZN-CM-MLB  1 

ATZN-CM-NC  1 

Fort  McClellan,  AL  36205-5020 

Commander 

U.S.  Army  Aviation  Center 
ATTN;  ATZQ-CAT-CA-M  (CPT  P.  McCluskey)  1 

ATZQ-D-MS  1 

Fort  Rucker,  AL  36362-5000 

Commander 

Pine  Bluff  Arsenal 

ATTN:  SMCPB-MM  (Mr.  Dunemn)  1 

SMCPB-MME  (L.  Gossage)  1 

Pine  Bluff,  AR  71601-9500 

Commander 

U.S.  Army  Electronic  Proving  Ground 

ATTN:  STEEP-CT-F  1 

Fort  Huachuca,  AZ  85613-7110 

Commander 

U.S.  Array  Chemical  Activity 

AHN:  APCA-SPO  (CPT  Wojclechowski)  1 

APO  San  Francisco  96305-0008 


Commander 

U.S.  Army  Science  and  Technology  Center 
Far  East  Office 

AHN:  Medical /Chemical  Officer  2 

APO  San  Francisco  96328-5000 

AFDPRC/PR  1 

Lowry  AFB,  CO  80230-5000 

1 


HQ  NORAD/NCCBN 

Cheyenne  Mountain  AFS  -  STOP  4 
Peterson  AFB,  CO  80914-5601 
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Director 

Office  Environmental  and  Life  Sciences 
Office  of  Under  Secretary  of  Defense  (R&E) 


ATTN;  Dr.  Joseph  Osterman  1 

The  Pentagon 

Washington,  DC  2030U3080 
Director 

Defense  Intelligence  Agency 

ATTN:  DT-5A  (Mr.  C.  Clark)  I 

Washington,  DC  20301-6111 

HQDA  (DAMO-SWC)  1 

WASH  DC  20310-0430 

HQDA  (DAMI-FIT-SiT)  1 

WASH  DC  20310-1087 

HQ  AFOSR/NE  1 

Bolling  AFB,  DC  20332-6448 

Commander 

Naval  Sea  Systems  Command 

AHN:  Code  55X25  1 

Washington,  DC  20362-5101 


Commander 

Naval  Sea  Systems  Command 

ATTN;  Navsea  05R24  (Or.  Gloria  Patton]  1 

Washington,  DC  20362-5101 

Commander 

Naval  Medical  Command 

ATTN:  ME0C0H-02C  I 

Washington,  DC  20372-5120 

Commander 

Naval  Research  Laboratory 

AHN:  Code  6182  (Jan  Shirley]  1 

4555  Overlook  Avenue,  SU 

Washington,  DC  20375-5000 

Commanding  General 
Marine  Corps  Research,  Development, 
and  Acquisition  Command 
ATTN:  Code  SSCNBC  1 

Washington,  DC  20380-0001 

Toxicology  Information  Center,  JH  652  1 

National  Research  Council 
2101  Constitution  Avenue,  NW 
Washington,  DC  20418 


Director 

Central  Intelligence  Agency 

AHN:  AMR/ORD/DD/S&T  1 

Washington,  DC  20505 

HQ  AD/YQO  1 

/YQX  1 

Eg! In  AFB,  FL  32542-6008 

USAFTAWC/TCO  1 

Eglin  AFB,  FL  32542-6008 

Commander 

U.S.  Army  Infantry  Center 
ATTN:  NBC  Branch,  Directorate  of  Plans  1 
and  Training  (Bldg  2294] 

Fort  Banning,  GA  31905-5273 

Commandant 

U.S.  Army  Infantry  School 

ATTN:  ATSH-CD-CS-CS  ’  1 

Fort  Bennlng,  GA  31905-5400 

Commandant 

U.S.  Army  Infantry  School 

ATTN:  ATSH-B,  NBC  Branch  i 

Fort  Bennlng.  GA  31905-5410 

Commandant 

U.S.  Army  Infantry  School 

ATTN:  ATSH-CO~MLS-C  1 

Fort  Bennlng,  GA  31905-5800 


Commander 

U.S.  Army  Armament,  Munitions  and 


Chemical  Command 

ATTN:  AMSMC-ASM  1 

AMSMC-IMP-L  1 

AMSMC-IRD-T  1 

AMSMC-S6  1 

AMSMC-SFS  1 


Rock  Island,  IL  61299-6000 
Director 

U.S.  Army  Materiel  Command  Field 

AHN;  AMXOS-SE  (Mr.  W.  P.  Yutmeyer]  1 

Charlestown,  IN  47111-9669 

Commander 

Naval  Weapons  Support  Center 

ATTN:  Code  50423  (Dr.  J.  R.  Kennedy]  1 

Crane.  IN  47522-5050 
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Commander* 

U.S.  Amy  Combined  Arms  Center 
ATTN:  ATZL-CAG  (Mr,  C.  Annett) 

Fort  Leavenworth,  KS  66027-5130 

Commander 

U.S.  Amy  Combined  Ams  Center 
Development  Activity 
ATTN:  ATZL-CAP 

Fort  Leavenworth,  KS  66027-5300 
Commander 

U.S.  Amy  Amor  School 
ATTN:  ATZK-DPT  (NBC  School) 

Fort  Knox,  KY  40121-5211 

Commander 

Lexington  Blue  Grass  Amy  Depot 
AHN:  SDSLB-AMP-C  (H.  Williams) 

Richmond.  KY  40475-5070 

Commander 

U.S.  Amy  Natick  Research,  Development 
and  Engineering  Center 
ATTN:  STRNC-AC 
Natick,  MA  01760-5015 

Commander 

U.S.  Amy  Natick  Research,  Development 
and  Engineering  Center 
AHN:  STRNC-UE 
STRNC-UMP 
STRNC-US 
Kansas  Street 
Natick,  MA  01760-5017 

Commander 

U.S.  Amy  Natick  Research,  Development 
and  Engineering  Center 
ATTN:  STRNC-W 
STRNC-US 
STRNC-UTS 
STRNC-Un 
Kansas  Street 
Natick.  MA  01760-5018 

Commander 

U.S.  Amy  Natick  Research,  Development 
and  Engineering  Center - 
AHN:  STRNC-IC 

STRNC-ITF  (Dr.  R.  Roth) 

STRNC-ITP  (Mr.  R.  Liable)  1 

Kansas  Street 
Natick,  MA  01760-5019 


Commander 

U.S.  Amy  Natick  Research,  Development 
1  and  Engineering  Center 

AHN:  STRNC-YC  (P.  McKay)  1 

Kansas  Street 

Natick,  MA  01760-'>020 

Commander 

1  U.S.  Amy  Materials  Technology  Laboratory 


ATTN:  SLCMT-OP  (Or,  N.  Schneider)  1 

Watertown,  MA  021/2-0001 

HQ  AFSC/XTH  1 

1  Andrews  AFB,  MD  20334-5000 

Commanding  Officer 
Naval  Explosive  Ordnance  Disposal 
Technology  Center 

1  ATTN:  Code  BC-2  1 

Indian  Head,  MD  20640-5070 

Commander 
Detachment  S 

USAOG,  Team  III  1 

1  Fort  Meade,  MD  20755-5985 

Commander 

U.S.  Amy  Laboratory  Command. 

ATTN:  SI.CSM-SE  (Mrs.  F.  Liu)  1 


Adel  phi,  MD  20783-1145 

1 

1  Commander 

1  Harry  Diamond  Laboratories 

ATTN:  OELHD-RT-CB  (Dr.  Sztankay)  1 

2800  Powder  Mill  Road 
Adel  phi,  MD  20783-1197 

Director 

U.S.  Amy  Concepts  Analysis 
1  ATTN:  CSCA-RQN 
1  8120  Woodmont  Avenue 

1  Bethesda.  MD  2C314-2797 

1 

D1 rector 

U.S.  Amy  Human  Engineering 
ATTN:  AHXHE-IS  (Mr.  Harrab) 

Aberdeen  Proving  Ground.  MD 

Project  Manager 
Smoke/Obscurants 

AHN:  AMCPM-SMK-E  (A.  Van  de  Wal )  1 

AMCPM-SMK-T  1 

Aberdeen  Proving  Ground,  MO  21005-5001 


Agency 


Laboratory 


21005-5001 
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Commander 

U.S.  Army  Test  and  Evaluation  Command 
ATTH:  AMSTE-TE-F  1 

AMSTE-TE-T  1 

Aberdoen  Proving  Ground.  MD  ZIOOS-'SOSS 

Director 

U.S.  Army  Ballistic  Research  Laboratory 
ATTN:  SLCBR-OD-ST  (Tech  Reports)  1 

Aberdeen  Proving  Ground,  MD  21005-S066 

Director 

U.S.  Army  Materiel  ‘^sterns  Analysis 
Activity 

ATTN:  AMXSY-CR  (Mrs.  C.  Horley) 

AMXSY-6C  (Mr.  F.  Campbell) 

AMXSY-MP  (Mr.  H.  Cohen) 

Aberdeen  Proving  Ground,  MD  21005-5071 

Commander 

U.S.  Army  Environmental  Kyglene  Agency 
ATTN:  HSHB-0/Ed1tor1al  Office 

Aberdeen  P^'ovlng  Ground,  MD  21010-5422 

Comm^inder 

U.S.  Army  Armament,  Munitions 
and  Chemical  Command 
AUN:  AMSMC-HO  (A)  (Hr.  J.  K.  Smart) 

'  AMSMC-QAC  (A) 

AHSMC-QAE  (A) 

Aberdeen  Proving  Ground,  MO  21010-5423 
Commander 

U.S.  Army  Medical  Research  Institute 
of  Chemical  Defense 
ATTN:  SGRD-UV-L 

Aberdeen  Proving  Ground,  MD  21010-5425 
Director 

Armed  Forces  Medical  Intelligence  Center 
ATTN:  AFMIC-I3  1 

Building  1607 

Fort  Oetrick,  Frederick,  MO  21701-5004 
Commander 

U.S.  Army  Medical  Bioengineering  Research 
and  Development  Laboratory 
ATTN:  SGRB-U8G  (Mr.  Eaton)'  1 

SGRB-UBG-AL,  Bldg  568  1 

Fort  Detrick,  Frederick.  MD  21701-5010 


HQ,  U.S.  Army  Aviation  Systems  Command 
AHN:  AMSAV-ES 
AMSAV-DI 
AMSAV-N 
AMCPM-ALSE 
AMCPN-ASE 
AMCPEO-LHX 
AMCPM-AAH 
AMCPM-ASH 
AMCPM-BH 
AMCPM-CO 
AMCPM-CH47M 
AMCPM-AE 

Federal  Center,  4300  Goodfellow  Blvd 
St.  Louis,  MO  63120-1798 

1 

1  Director 

U.S.  Army  Research  Office 
ATTN:  AMXRO-CB  (Dr.  R.  Ghirardelll) 
AMXRO-GS 
PO  Box  12211 

1  Research  Triangle  Park,  NC  27709-2211 
Commander 

U.S.  Army  Cold  Regions  Research 
and  Engineering  Laboratory 
AHN:  CECRL-RG 
1  72  Lyme  Road 

1  .  Hanover,  NH  03755-1290  . 

1 

Commander 

U.S.  Army  Technical  Escort  Unit 
AHN:  SMCTE-AD 

Aberdeen  Proving  Ground,  MD  21010-5423 
1  Commander 

U.S.  Army  Armament  Research,  Devel  'merit 
and  Engineering  Center 
ATTN:  SMCAR-AE  (Dr.  5.  Morrow) 

SMCAR-AE  (Mr.  R.  A.  Trlfllattl) 
SMCAR-AET-0  (Blda  ?55  f^orth) 
SMCAR-CCT 

SHCAR-MSl  (Bldg  59) 

P1i.at1nny  Arsenal,  NJ  07806-5000 

Project  Manager 

Cannon  Artillery  Weapons  Systems 
AHN:  AMCPM-CAWS-A 
Picatinny  Arsenal,  NJ  07806-5000 


1 

1 

1 

1 

1 

1 

1 

I 

1 

1 

1 

1 


1 

1 


I 


1 


1 

i 

1 
1 

2 


1 
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Director 

Los  Alamos  National  Laboratory 
ATTN:  T-OOT,  MS  K723  (S.  Gerstl) 

Los  Alamos,  NM  87545 

Commander/ Director 

U.S.  Army  Atmospheric  Sciences  Laboratory 
ATTN:  SLCAS-AE  (Dr.  F.  Niles) 

SLCAS-AE-E  (Dr.  D.  Snider) 

SLCAS-AR  (Dr.  E.  H.  Holt) 
SLCAS-AR-A  (Dr.  M.  Heaps) 
SLCAS-AR-P  (Or.  C.  Bruce) 
SLCAS-AR-M  (Dr.  R.  Sutherland) 
White  Sands  Missile  Range,  NM  88002-5501 

Director 

U.S.  Army  TRADOC  Analysis  Command 
ATTN:  ATRC-WDB  (L.  Dominguez) 

ATRC-HSL 

White  Sands  Missile  Range,  NM  88002-5502 
Commander 

U.S.  Army  Scientific  and  Technical 
Information  Team  -  Europe 
ATTN:  AMXMI-E 
APO  New  York  09079-4734 

Commander 

3d  Ordnance  Battalion 

ATTN;  AEUSA-UH 

APO  New  York  09189-2078 

Commander 

U.S.  Army  Security  Affairs  Command 
U.S.  Army  Research,  Development 
and  Standardization  Group  (UK) 


AHN:  LTC  C.  C.  Smith 

Box  65 

FPO,  NY  09510-1500 

HQ  ASD/AESD 
Wright-Patterson  AFB, 

QH 

45433-6504 

FTD/TQTR 

Wright-Patterson  AFB, 

OH 

45433-6508 

AFWAL/FIEEC 
Wright-Patterson  AFB, 

OH 

45,33-6553 

AFWAL/FIES/SURVIAC 
Wright-Patterson  AFB, 

OH 

45433-6553 

AAMRL/HET 

Mright-Patterson  AFB,  OH  45433-6573 

1 

AAMRL/TID 

Wright-Patterson  AFB,  OH  45433-6573 
Commandant 

1  U.S.  Army  Field  Artillery  School 
1  AHN;  ATSF-GA 
1  Fort  Sill,  OK  73503-5600 
1 

1  Commander 

1  U.S.  Army  Depot  Systems  Command 
ATTN:  AMSDS-QA-V  Mr.  Werke) 

AMSOS-RE-S  (Mr.  Peart-Russel 1 ) 
AMSDS-SF  (T.  E.  Krietz) 
Chambersburg,  PA  17201-4170 

1 

1  Commander 

Naval  Air  Development  Center 
ATTN:  Code  60241  (D-.  Herbert) 
Warminster,  PA  18974-5000 

Commandant 

1  U.S.  Army  Academy  of  Health  Sciences 
ATTN:  HSHA-CDH  (Or,  R.  H.  Mosebar) 
HSHA-CDS  (CPT  Eng) 

HSHA-IPM 

Fort  .Sam  Houston,  TX  78234-6100 

1 

HQ  HSD/APL 

Brooks  AFB,  TX  78235-5000 
HQ  HSO/YA 

Brooks  AFB,  TX  78235-5000 

1  HQ  USAFSAM/VNC 

Brooks  AFB,  TX  78235-5000 

Commander 

1  U.S.  Army  Dugway  Proving  Ground 
ATTN;  STEDP-SD  (Dr.  L.  Salomon) 

Dugway,  UT  84022-5010 

1 

Commander 

U.S.  Army  Dugway  Proving  Ground 
1  AHN:  STEDP-SD-TA-F  (Technical  Library) 
Dugway,  UT  84022-6630 
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Director 

U.S.  Army  Communications-Electronics  Command 
Night  Vision  and  Electro-Optics  Directorate 


ATTN;  AMSEL-NV-0  (Dr.  R.  Buser)  I 

R&D  Coordinator  (MAJ  Decker)  1 

Fort  Bel  voir,  VA  22060-5677 

Commander 

U.S.  Army  Nuclear  and  Chemical  Agency 
ATTN:  MONA-CM  I 

7500  Backlick  Road.  Bldg  2073 
Springfield,  VA  22150-3198 

Chief  of  Naval  Research 

ATTN:  Code  441  1 

800  N.  Quincy  Street 

Arlington,  VA  22217 

Deputy  Director 
Marine  Corps  Institute 

AHN:  NBC  C0;C002  1 

Arlington,  VA  22222-bOOl 

Administrator 

Defense  Technical  Information  Center 
AHN;  FOAC  2 

Cameron  Station,  Building  5 
Alexandria.,  VA  22304-6145 

Cotamander 

U.S.  Army  Materiel  Command 
AHN;  AMCCN  I 

AMCSF-C  X 

5001  Elsenhower  Avenue 
Alexandria,  VA  22333-0001 


Commander 

Naval  Surface  Weapons  Center 
AHN;  Code  E4311  1 

Code  051  (Brumfield)  1 

Code  H33  (B.  Furchak)  2 

Dahlgren,  VA  22448-5000 

Commander 

U.S.  Army  Foreign  Science  and  Technology 
Center 

ATTN;  AIAST-CW2  1 

220  Seventh  Street,  NE 
Charlottesville,  VA  22901-3396 

Commander 
CINCLANT  FIT 

ATTN:  Code  M91C  1 

Norfolk,  VA  23511-6001 

Director 

Aviation  Applied  Technology  Directorate 
AHN;  SAVRT-ATL-ASV  1 

Fort  Eustls,  VA  23604-5577 

Commander 

U.S.  Army  Training  and  Doctrine  Command 
ATTN;  ATCD-H  1 

Fort  Monroe,  VA  23651-5000 

HQ  TAC/DRPS  ‘  1 

tangley  AFB,  VA  23665-5001 
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